
October 27, 2000 

STL LOT NUMBER: EOI290371 

Rus Purcell 
Kennedy/Jenks Consultants 
2151 Michelson Drive 
Suite 100 
Irvine, CA 92612 

Dear Mr. Purcell, 

SEVERN 

·TRENT 
SERVICES 

STL Los Angeles 

1721 South Grand Avenue 
Santa Ana, CA 92705-4808 

Tel: 714 258 8610 
Fax: 714 258 0921 
www.stl-inc.com 

This report contains the analytical results for the 47 samples received under chain of 
custody by STL Los Angeles on September 29, 2000. These samples are associated with 
your Boeing C6 project. 

All applicable quality control procedures met method-specified acceptance criteria. Matrix 
related anomalies are footnoted within the report. 

This report shall not be reproduced except in full, without the written approval of the 
laboratory. 

If you have any questions, please feel free to call me at 714-258-8610. 

Sincerely, 

Diane Suzuki 
Project Manager 

cc: Project File 

STL Los Angeles is a part of Severn Trent Laboratories, Inc. 
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No. ;) f J I I J ( 1 1l 
-~- - ~ SEVERN TRENT LABORATORIES 

CHAIN OF CUSTODY RECORD Cnmmitt(.'{l To Yuur ~uccess 

CUSTOMER INFORMATION PROJECT INFORMATION 
COMPANY: k..e nn<.-D i T'-'-lc-,.3 PROJECT NAME/NUMBER: •-/., ) (J') a ()IJ' 'a"!>Z,. o a: w ~ SEND REPORT TO: E H ) BILLING INFORMATION z 

~,... ~ U<L<. ~ ADDRESS: BILL TO: ,f!l z f') .::; ' 1 
0 ~ 0 \ 

ADDRESS: 0 ~~ j~ 
LL ....., ~ 1.1, I 

LAB JOB NO. 0 ·~ ~\} i}-) "'( 
a: <q" ' /..4,_ 

I ECTJ-Y1o lzLI PHONE: e.. qt:} L c II PHONE: w 
1 ·- Col-[~-l m JJ ~ FAX: FAX: PONO.: :iE '\) \;v -~ ::> z JCDt;) SAMPLE NO. SAMPLE DESCRIPTION SAMPLE SAMPLE SAMPLE CONTAINER PRESERV. REMARKS/PRECAUTIONS DATE TIME MATRIX 

(- rL- L-l.- ~ PLI~qlro ~tl Ac.t:tr.rt. 
; ' ..A/" 

'(>~v <-
-i:iA. ( K X y., 

C-· z_- L l - l 0 'X 
c- ·2; ·w - s- X 'f. "f. 
(;z._- d!J-ID '{. 

0-Z--Lq- I •. ~ f r< 
C:--~-L'1- 5 7< /<' y. 
(;·L-3.o-S ;< x '1: 

c- z..,- ~o- 10 S( 

e:- &s 1- ~ ~ )( "' 
L.-L-·~ l-Ib ~/tPt (JI) ~or( IAC~r-b l:'Hv-<.... "( i< X I~ TfZ 

SAMPLER: Tt ~ -Doy l--<- SHIPMENT METHOD: AIRBILL NO.: 

REQUIRED TURNAROUND" 0 SAME DAY 024HOURS 0 48 HOURS 0 72 HOURS j 0 5 DAYS 010 DAYS D ROUTINE D OTHER 
1. RELINQUISHED BY: '1'7~ ~~'1)~ DATE 2. RELINQUISHED BY: 11 (\ DATE 3. RELINQUISHED BY: DATE 
SIGNATURE;,;.~ 0

1 
j_ ~;2~r~--e SIGNATUR~· ' rtfv SIGNATURE: I :J' 1/'......__ ;:::>" 

r 

PRINTED NAME/C~MPANY: 
~~~ 

PRINTED NAME/COMPANY: .srL ~~r PRINTED NAME/COMPANY: TIME 

1. RECEIVED BY: \ "-. ~ DATE 2. RECEIVED BY: DATE 3. RECEIVED BY: DATE 
SIGNATURE;_.,.. l'iW ""' -..,e.__) ~}-l~~ .Lt!f}J!t} t/;/ /A~6?J5 9--:J-1 SIGNATURE: 

1~"-..1 --
PRINTED NAME/COMPANY: .s rJL T're~,.) PRINTE[fNAME/C~r;r--{ ~ ~',2) PRINTED NAME/COMPANY: TIME 

SEVERN TRENT LABORATORIES 
1721 Soutn t:.rand Avenue 

Santa Ar \ 92705 
Phone: (714) 258-8610 I Filx: (714) 258-0921 
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No. 'J_rj· -_,. ·(_lf_-- .... 
L l ... ' ) j 

CHAIN OF CUSTODY RECORD t:ommittetl Tn }(Jur Sucress 

_ - SEVERN TRENT LABORATORIES 
.. 

~ 

-----~- - -- - - - --

CUSTOMER INFORMATION PROJECT INFORMATION 
COMPANY: k. 'J-;. ~ PROJECT NAME/NUMBER: (' .Jf]~ , j en 8 .e ~1itt.<-PY -R.-1/\. ~ 'y")( :SL I 6 a: w ~ SEND REPORT TO:.:f-' .Ff., 4 BILLING INFORMATION z 

!l./J... _._A. (..K'( 

~ ~~ ADDRESS: BILL TO: z !!!& ~ 0 ADDRESS: (.) s~ ,~ ~ 11. LAB JOB NO. 0 ~ 0 v .() 
a: ~ -~o A I I PHONE: .q Lt:C:Z - (_Co l - I s ~,1 PHONE: w 
Ill jJJ \ s' FAX: FAX: PO NO.: . 2 
::::> 

~ \jo coo'" z 
SAMPLE NO. SAMPLE DESCRIPTION SAMPLE SAMPLE SAMPLE CONTAINER PRESERV REMARKS/PRECAUTIONS DATE TIME MATRIX · 

lr-·u-,q-s; c1l111 r 1Jf.) 1St·:·/ f\C.t"'tt.T{> -~~V"'- I ~ 7- )( ~;\i,!}c_... ·r.-t.. 
G -z_- t4" 10 lx 
C_; l-~ -S X )< y. 

C-L-2-l- I 0 )( 

C:- ·l-l'Z- I .. t< ')\ )< 

lr:-- z.,- L-z_-~ X >< 'l 
- lf-?;"Z. .. >-1- H~) t [l 
- IL-L -Lt.!- L lJ..t., ,lQ - 1&-·1- 'l5- 1-.-- \~lfl 
- (;- 'L-- L ~ ·- "L. 1-/t1 pt) r• { 1\t't"f~!f; gtch"- t )~o i [).. ~l))' -:>l~"f-;;(.., :C(,-t-

tl~ l;:;>c..'?Y~ • 
SHIPMENT METHOD: AIRBILL NO.: SAMPLER: 

REQUIRED TURNAROUND* OSAMEDAY 024HOURS 048HOURS 072HC ~s 0 5 DAYS 010 DAYS 0 ROUTINE 0 OTHER 
1. RELINQUISHED BY: Tt v\__ 1::'"9 l.._ DATE 2. RELINQUISHED BY \I \ DATE 3. RELINQUISHED BY: DATE 
SIGNATURE:~ c._. ) (.__ r.-{'(rvJ SIGNATURE: <4"~~ f1-Zf0> SIGNATURE: 

PRINTED NAME/COMPANr ~ Tl~b PRINTED NAME/COMPAN'0' /l._. J'~r PRINTED NAME/COMPANY: TIME ---1. RECEIVED BY: \\ .'" " DATE 2. RECEIVED BY: __, DATE 3. RECEIVED BY: DATE 
SIGNATURE: ·~.ro, .... ............ ) 4~".--,;J /f)'~~ v;//LJM6~5 92/ SIGNATURE: 

~ 

PRINTED NAME/COMPANY: . §f2_ T~ PRINTED NA ... S~'lnt.~ J4t,z5 PRINTED NAME/COMPANY: TIME 

SEVERN TRENT LABORATORIES 
1721 South Grand Avenue 

Santa Ar 'A 92705 
Phone: (714) 258-86lv I Fax: (714) 258-0921 
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No. r) (-J l( H: r) ( __ ){__ 

CHAIN OF CUSTODY RECORD 
_Jg SEVERN TRENT LABORATORIES 

Committed T<> liwr Success ·-----·-

CUSTOMER INFORMATION PROJECT INFORMATION 
COMPANY: -f<_ _ ~ PROJECT NAME/NUMBER:('f)(~CJSZ .C> ( en § 

~JAVLe~DY J-- a: 
w ~ SEND REPORT T0:":2 

1? XL-vl BILLING INFORMATION z !I.!}.. ..)~ 
~ ~fl ADDRESS: BILL TO: z !!}::5 

ADDRESS: 0 ~u )r; 0 
LL 14: ~\ ~ LAB JOB NO. 0 
a: ~ t. 

I I 
PHONE: PHONE: w '-1 Ltq-7 _&/-· l$ 'l_] m ~~~ FAX: FAX: PO NO.: ::2: 

::::> tf\lo o' z 
SAMPLE NO. SAMPLE DESCRIPTION S~~nE S~~JfE t\~~rl CONTAINER PRESERV. I REMARKS/PRECAUTIONS 

(- L_- H./ -·tD qJz1 £11 ( So.l (lc£0-~ ''gLJ~ I (<. f. $imJL -:r:,'-
' 

C~L- t<-/ .. JS I 'f 'f. 

(};- ·L:· I~- { I>< ~ 'f' 

C~L-t s- ~ t< ')( 'f. 

~"-z..-t~-~ '· r< ~ X 
&z_-tc!r!D X 
C;- L-11- \ ~ X 'J(. 

C-L~t1-S" X )t' ~ 

C: L-l g- S: l I I X )( )( 
G-'L..-t g_, t.? [-ljt'1/pO ),, ) .. , ~~:_~ l:s .. . IX_ 

,1S:Jv-.:..... 
!r.t: '- I X 

SAMPLER: ""IL_~ DO y L-_ SHIPMENT METHOD: AIRBILL NO.: 

REQUIRED TURNAROUND* 0 SAME DAY 024HOURS 048 HOURS 0 72 HOUFJ;l 0 5DAYS 010 DAYS 0 ROUTINE 0 OTHER 
1. RELINQUISHED BY: "T , .,.,:_.. ~ y i>- DATE 2. RELINQUISHED BY: : DATE 3. RELINQUISHED BY: DATE ,......, 

SIGNATURE: <r=: <:: )/L tjr() ~L.<l SIGNATURE: '-'t..:J}!;l:' A A ~ ~r-z.CJ-()J SIGNATURE: 

PRINTED NAME/COMPANY: 1../ 
T/C:z~ PRINTED NAME/COMPANY: 

sVL ~,2? PRINTED NAME/COMPANY: TIME 

1. RECEIVED BY: \L DATE 2. RECEIVED BY: DATE 3. RECEIVED BY: DATE 
SIGNATURE~Q / q~z)~ }g__N.fY!ft/& //; /IAA&6 9; t<j SIGNATURE: 

PRINTED NAME/COMPANY: -f71_ TIMT\,~ PRINTED NAM~~7* {_, 'Y~:ts '"'PRINTED NAME/COMPANY: TIME 

1721 South r.rand Avenue 
Santa Ar \ 92705 

Phone: (714) 258-8610 /Fax: (714) 258-0921 
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No. ") o- ., ·lJ c ·· (_ -'·· . u J 

CHAIN OF CUSTODY RECORD 
~ SEVERN TRENT LABORATORIES 

Committl'd To Jfmr Succc.ss 

CUSTOMER INFORMATION PROJECT INFORMATION 
COMPANY: 

~-t,vt.vt.LP y T..L...~ PROJECT NAME/NUMBER: ('O._j()"3. \ en 8 L·O a: 
w ~ SEND REPORT TO: E R <.A BILLING INFORMATION z !l/J.... ;.$. ~ ~ ~lfl ADDRESS: BILL TO: z [!!.:5 

ADDRESS: 0 ~e -,~ 0 
u. "q: l' LAB JOB NO. 0 ~ v %~ + a: 'q" ~iJ ~ .Q I I PHONE: C . 0 _ l c--l{ PHONE: w 

l '4 l- l.C(? - \...) m ~ v .~" 
FAX: FAX: PO NO.: :a ~ 0\ ~ :J z \) q).) 

SAMPLE NO. SAMPLE DESCRIPTION S~~t~E S~~J~E t')..~~Tl CONTAINER PRESERV. REMARKS/PRECAUTIONS 

e -l-'j -s L1/tfi leo CAJ.'\ r£f;"';Mt 
<~<t·&l;;'li{ 

~\J-L ·'I.Lt.- l ~ 'f- '-A 
C,,:,-7-- 10 I I I I ~ 

"IC:--z.-to- l I I I I )i ')( x 
0_-L- tO- 5 I I I )( ){ 'f.. 

C-L..- i 1- s:- '· I I I I (< )< X 
C- L-11 -·t D I I I I 'f. 

(.- L-IL-·s I I I I II '1- )<' X 

IC.-L-t~-s I I ( I ?< )< )( 

G- Z..-t3 -tD II I I ')( 

(-L-Li.f- S r:l(zq 1f> )D\' t fjC!;~"'"' f?lf.)~ I ,>< X )< 7~1!-GVC.· "!;;C·-<.. 
SAMPLER: ~\A;''- DD )' L-- SHIPMENT METHOD: AIRBILL NO.: 

REQUIRED TURNAROUND• D SAME DAY 024 HOURS D 48HOURS D72HOUj'{~ D 5 DAYS D 10 DAYS D ROUTINE 0 OTHER 

1. RELINQUISHED BY: -ri:' ~ -r-:;,.r:>"L \_ DATE 2. RELINQUISHED BY: { \I DATE 3. RELINQUISHED BY: DATE 
SIGNATURE: -r:;-u: ~ L ~ 1-L~ SIGNATUR~ 

/- "' 
_,_-:_../ CJ-l~''LJ SIGNATURE: 

PRINTED NAME/COM1NY: /It~ D 
PRINTED NAME/COMPANY: SfL_ Tltt9z;- PRINTED NAME/COMPANY: TIME 

1. RECEIVED BY: \\ ( ........... DATE 2. RECEIVED BY: DATE 3. RECEIVED BY: DATE 
SIGNATURE: ~~U ~~t~-<--J A~J7b 1/;I/~AIJLJ) yZ1 SIGNATURE: 

PRINTED NAME/COMPANY: .::.17.._ Tl~ PRINTED NA~~Y: IY,.25 PRINTED NAME/COMPANY: TIME 

SEVERN TRENT LABORATOR u:s 
1721 South Grand Avenue 

Santa Ar \ 92705 
Phone: (714) 258-861u I Fax: (714) 258-0921 
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Committed To rour Success 

~ SEVERN TRENT LABORATORIES 
No. ~) U _I l J L ~-) 

CHAIN OF CUSTODY RECORD 
CUSTOMER INFORMATION PROJECT INFORMATION 

COMPANY: k. - ~ PROJECT NAME/NUMBER: QQ<j0"3'[. Cf/ (J) 8 ,{vtV\.U)' ~<i--<...1 a: w ~ sEND REPORTTO:.e, _R 
1 BILLING INFORMATION z 

~" u.S. XC.~ 
~ ADDRESS: BILL TO: ,[Q b z ~& J 0 

ADDRESS: 0 ~~ \y 
u.. #"' ~~ \ LAB JOB NO. 0 
a: ~ ~ I. 

I I PHONE: 0 Ltf1- (_C,. t- [<£ ·17 PHONE: w 
Ill lp \0 -~ FAX: FAX: PONO.: ::E 
:::> z cov \9o rno SAMPLE NO. SAMPLE DESCRIPTION SAM~kE SAMPLE SAMPLE CONTAINER PRESERV. I REMARKS/PRECAUTIONS OAT TIME MATRIX 

(-Z.--3 1- IS ctltlL co 151 /J .faC~TM'tl 
~~~JIC. 

"j3l &I-'-
-t:c<- { )<. y. 

C:· ~L -·;s 1...-- 5 ?< ·y.-

c-z.- ~r...- 1 C> ~ 

e:- z.- 3. .5.. - r x >< X 
C- z...-·s-3.- to .. 'j. 

C:- z_ -~I zf'l ·1<.1 ~$/\ w ·? ~ / 
/ / 

II?; p ~t..L ~ / 1-
~ .>< ./ 

/ / -
/ v / 

/ I v / / 

/ cr{t1 t) ~)l., ,;lc~t--<-tt.. 
:; i f.'(3t)-(.. 

~tv-<.. 
'J:.L..('__ I / 

v / . / 

SAMPLER: 7, AA /.::xJ ;/ 1--<-. SHIPMENT METHOD: AIR BILL NO.: 

REQUIRED TURNAROUND* 0 SAME DAY 0 24HOURS 048 HOURS 0 72 HOURS A 0 5 DAYS 010 DAYS 0 ROUTINE 0 OTHER 

1. RELINQUISHED BY: l7 ~ 'DM ~ 
DA/z 7~ 

2. RELINQUISHED BY: II DATE 3. RELINQUISHED BY: DATE 

SIGNATURE: ~ ("r~ ~ '1 Z1 Pi> SIGNATURE: ( ~AI~ SIGNATURE: f-2 f'UJ 
PRINTED NAME/COMPANY: v 

~r~ 
PRINTED NAME/COMPANY: 

s-f'L }1!0f1.r PRINTED NAME/COMPANY: TIME 

1. RECEIVED BY: ~ ' 
DATE 2. RECEIVED BY: DATE 3. RECEIVED BY: DATE 

SIGNATURE: -~ ~ q ,-( 2-~:.;,v 1r~1a vllfot613o.S 91-1 SIGNATURE: 

PRINTED NAME/COMPANY: ~!fl../ TJ~~ PRINTED NA~E/C3~ T~7.~25 PRINTED NAME/COMPANY: TIME 
. . . 

1721 Soutr 10rand Avenue 
Santa A1 A 92705 

Phone: (714) 25R-861 0 I Fax: (714) 258-0921 
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STL- LOS ANGELES 
PROJECT RECEIPT CHECKUST Date: 12 9 rZ 9--- oCJ 

Quantims Lot #: t;;o· :J__'2fif 0 37) Quote #: 

Client Name: 1::~/'JII-.L)j c5frt= P/:--5 Project:a-=~:--:n-!h-r~'""":-::--1';:::;-2-,-0---:-/-----

Received by:Atl Datemme Received: 4f ;1.1 , 1 7_J~S 

Delivered by : Oclient . 0Airborne 0Fed Ex OoHL 0Uitra-Ex 0Rey B. 
/ 

~ 

0UPS ODES g)Other /}? 1 IJ (L ~AJ.P£?-

·····•········•·············•············•·······•·····························•·························· 
Initial I Date 

Custody Seal Status: Olntact 0Broken ~None ............................................. A i./ 1.-L f 
Custody Seal #(s): DNa Seal # ........... -+----

Sample Container(s}: 0STL-LA 0Ciient tJ ON/A ........ !f ....... i .. l.J.. .................... . 
Temperature(s) (COOLER/BLANK) in °C: 1_0 t 0 f7,'r<-d~·3;·~~0AAEC~ED TEMPl: ............... =:======= 

_Thermometer Used: $.R...Jinfra~red) Ooigital (Probe) ............................................. -+-----

Samples: Bfntact 0BroK.en-[jOlher ....... -.. -.. -.. -. +--r---

Anomafies: ONe DYes (See Clouseau) ..................................... +-----

Labeled by .................... : ... -..... :.- ......................................................
............................ +--+----

Labeling checked by ········~'!························································································ '-~
,__---~.-~:--

~~·r~·~;;~~~~~::o·~~·~~·~;~~~··D~~~~~;~~~···O~·~~·~~~;~~··~;~·~.-.··~~.-· ~i...-.,J---+-....J 
Short-Hold Notification: 0Ph 0Wet Chern 0Metals (Filter/Pres} 0Encore 

Outside Analysis(es) (Test/Lab/Date Sent Out) : 

---------------------- ..................... ---+---

---------------------- ..................... ---+-......--

-------'rj--lf/1...._~
------ ..................... -~-

-----------'irF--+---r;p--~---------- ...................... --~--
· .. 

• • • • • • • • • • LEAVE NO BLANK SF' ACES ·USE N/A •• • • • •• • • • . 
Fraction 1 T1l +s -4 ~ .. f7 ·~ 

VOAh !" ";#f2-;>oR (._3 
~' 

S'~~ I ~ ·~ 
""""~ 

~s;/i 

I 

I 

!LHCl oa:Sodium HyQI:Wdol -..:.Ziac~~ "Hl504 o:HNOJ ~~~~BI!I:nd IIIOI:.HNOJ.Uil tlllcred 

C'CJ. C1cr Obi lor CUB:Cl.,.. Glaa &oal4 AG.I:Ambcr Cilma lor ACiB:Ambor Gtas Borde Pll: p,jy Scxrlc !;~s-p.r V:VOA 

• Number ofVOA's w/ Headspac:e present 

I LOGGED BY/DATE: REVIEWED BY/DATE: 

~ sa-
-...~ ,...J'c l , ·r;-;-

BOE-CS-0160142 



ANALYTICAL REPORT 

Boeing Cl/Kennedy Jenks 

Lot #: EOI29037l 

Rus Purcell 

Kennedy/Jenks Consultants 

SEVERN TRENT LABORATORIES, INC. 

Diane Suzuki 
Project Manager 

October 16, 2000 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 

PARAMETER RESULT LIMIT UNITS METHOD 

C-2-9-5 09/29/00 001 

C18-C19 10 10 mg/kg SW846 8015B 

Total Carbon Chain Range 29 10 mg/kg SW846 8015B 

Mercury 0.025 B 0.10 mg/kg SW846 7471A 

Aluminum 20000 20.0 mg/kg SW846 6010B 

Arsenic 3.7 1.0 mg/kg SW846 6010B 

Barium 1--21 2.0 mg/kg SW846 6010B 

Chromium 21.0 1.0 mg/kg SW846 6010B 

Beryllium 0.51 0.50 mg/kg SW846 6010B 

Lead 12.3 0.50 mg/kg SW846 6010B 

Cobalt 9.5 5.0 mg/kg SW846 6010B 

Copper 17.5 2.5 mg/kg SW846 6010B 

Molybdenum 0.52 B 4.0 mg/kg SW846 6010B 

Nickel 13.0 4.0 mg/kg SW846 6010B 

Thallium 1.2 1.0 mg/kg SW846 6010B 

Vanadium 45.3 5.0 mg/kg SW846 6010B 

Zinc 46.9 2.0 mg/kg SW846 6010B 

C-2-9-10 09/29/00 002 

Trichloroethene 2.2 J 5.0 ug/kg SW846 8260B 

C-2-10-1 09/29/00 003 

Total Carbon Chain Range 5.5 J 10 mg/kg SW846 8015B 

Mercury 0.038 B 0.10 mg/kg SW846 7471A 

Aluminum 24200 20.0 mg/kg SW846 6010B 

Arsenic 2.6 1.0 mg/kg SW846 6010B 

Barium 131 2.0 mg/kg SW846 6010B 

Chromium 24.2 1.0 mg/kg SW846 6010B 

Beryllium 0.59 0.50 mg/kg SW846 6010B 

Lead 4.6 0.50 mg/kg SW846 6010B 

Cobalt 10.4 5.0 mg/kg SW846 6010B 

Copper 20.8 2.5 mg/kg SW846 6010B 

Molybdenum 0.83 B 4.0 mg/kg SW846 6010B 

Nickel 16.6 4.0 mg/kg SW846 6010B 

Vanadium 56.4 5.0 mg/kg SW846 6010B 

Zinc 54.8 2.0 mg/kg SW846 6010B 

C-2-10-5 09/29/00 004 

Total Carbon Chain Range 6.9 J 10 mg/kg SW846 801SB 

Mercury 0.029 B 0.10 mg/kg SW846 7471A 

Aluminum 17600 20.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-10-5 09/29/00 004 

Arsenic 1.5 1.0 mg/kg SW846 6010B 
Antimony 0.28 B 6.0 mg/kg SW846 6010B 
Barium 109 2.0 mg/kg SW846 6010B 
Chromium 20.3 1.0 mg/kg SW846 6010B 
Beryllium 0.48 B 0.50 mg/kg SW846 6010B 
Lead 4·.2 0.50 mg/kg SW846 6010B 
Cobalt 8.0 5.0 mg/kg SW846 6010B 
Copper 20.0 2.5 mg/kg SW846 6010B 
Molybdenum 0.91 B 4.0 mg/kg SW846 6010B 
Nickel 11.7 4.0 mg/kg SW846 6010B 
Thallium 1.0 1.0 mg/kg SW846 6010B 
Vanadium 41.0 5.0 mg/kg SW846 6010B 
Zinc 39.5 2.0 mg/kg SWB46 6010B 

C-2-11-5 09/29/00 005 

Mercury 0.027 B 0.10 mg/kg SW846 7471A 
Aluminum 28900 20.0 mg/kg SW846 6010B 
Arsenic 2.1 1.0 mg/kg SW846 6010B 
Barium 140 2.0 mg/kg SW846 6010B 
Chromium 27.5 1.0 mg/kg SW846 6010B 
Beryllium 0.73 0.50 mg/kg SW846 6010B 
Lead 5.3 0.50 mg/kg SW846 6010B 
Cobalt 9.0 5.0 mg/kg SW846 6010B 
Copper 18.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.83 B 4.0 mg/kg SW846 6010B 
Nickel 15.7 4.0 mg/kg SW846 6010B 
Vanadium 53.6 5.0 mg/kg SW846 6010B 
Zinc 52.8 2.0 mg/kg SW846 6010B 

C-2-12-3 09/29/00 007 

Total Carbon Chain Range 8.3 J 10 mg/kg SW846 8015B 
Mercury 0.027 B 0.10 mg/kg SW846 7471A 
Aluminum 19900 20.0 mg/kg SW846 6010B 
Arsenic 3.7 1.0 mg/kg SW846 6010B 
Barium 95.6 2.0 mg/kg SW846 6010B 
Chromium 20.6 1.0 mg/kg SW846 6010B 
Beryllium 0.46 B 0.50 mg/kg SW846 6010B 
Lead 6.7 0.50 mg/kg SW846 6010B 
Cobalt 8.1 5.0 mg/kg SW846 6010B 
Copper 269 2.5 mg/kg SW846 6010B 
Molybdenum 0.87 B 4.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-12-3 09/29/00 007 

Nickel 15.5 4.0 mg/kg SW846 6010B 
Vanadium 38.9 5.0 mg/kg SW846 6010B 
Zinc 48.7 2.0 mg/kg SW846 6010B 
Trichloroethene 2.9 J 5.0 ug/kg SW846 8260B 

C-2-13-5 09/29/00 008 

Aluminum 33600 20.0 mg/kg SW846 6010B 
Arsenic 2.9 1.0 mg/kg SW846 6010B 
Barium 134 2.0 mg/kg SW846 6010B 
Chromium 30.0 1.0 mg/kg SW846 6010B 
Beryllium 0.87 0.50 mg/kg SW846 6010B 
Lead 6.1 0.50 mg/kg SW846 6010B 
Cobalt 10.4 5.0 mg/kg SW846 6010B 
Copper 20.0 2.5 mg/kg SW846 6010B 
Molybdenum 0.74 B 4.0 mg/kg SW846 6010B 
Nickel 16.7 4.0 mg/kg SW846 6010B 
Thallium 1.2 1.0 mg/kg SW846 6010B 
Vanadium 59.4 5.0 mg/kg SW846 6010B 
Zinc 58.5 2.0 mg/kg SW846 6010B 
Trichloroethene 13 5.0 ug/kg SW846 8260B 

C-2-14-5 09/29/00 010 

Total Carbon Chain Range 6.9 J 10 mg/kg SW846 8015B 
Mercury 0.11 0.10 mg/kg SW846 7471A 
Aluminum 32100 20.0 mg/kg SW846 6010B 
Arsenic 2.4 1.0 mg/kg SW846 6010B 
Barium 168 2.0 mg/kg SW846 6010B 
Chromium 28.6 1.0 mg/kg SW846 6010B 
Beryllium 0.81 0.50 mg/kg SW846 6010B 
Lead 6.8 0.50 mg/kg SW846 6010B 
Cobalt 15.3 5.0 mg/kg SW846 6010B 
Copper 20.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.57 B 4.0 mg/kg SW846 6010B 
Nickel 17.1 4.0 mg/kg SW846 6010B 
Thallium 0.62 B 1.0 mg/kg SW846 6010B 
Vanadium 64.7 5.0 mg/kg SW846 6010B 
Zinc 59.3 2.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection ffigblights 

EOI290371 

REPORTING ANALYTICAL 

PARAMETER RESULT LIMIT UNITS METHOD 

C-2-14-10 09/29/00 011 

Total Carbon Chain Range 6.3 J 10 mg/kg SW846 8015B 

Trichloroethene 2.7 J 5.0 ug/kg SW846 8260B 

C-2-15-1 09/29/00 013 

Total Carbon Chain Range 6--.9 J 10 mg/kg SW846 8015B 

Aluminum 27100 20.0 mg/kg SW846 6010B 

Arsenic 1.8 1.0 mg/kg SW846 6010B 

Barium 139 2.0 mg/kg SW846 6010B 

Chromium 27.1 1.0 mg/kg SW846 6010B 

Beryllium 0.74 0.50 mg/kg SW846 6010B 

Lead 5.5 0.50 mg/kg SW846 6010B 

Cobalt 10.1 5.0 mg/kg SW846 6010B 

Copper 17.7 2.5 mg/kg SW846 6010B 

Molybdenum 0.57 B 4.0 mg/kg SW846 6010B 

Nickel 14.4 4.0 mg/kg SW846 6010B 

Thallium 0.92 B 1.0 mg/kg SW846 6010B 

Vanadium 51.6 5.0 mg/kg SW846 6010B 

Zinc 45.8 2.0 mg/kg SW846 6010B 

Trichloroethene 11 5.0 ug/kg SW846 8260B 

C-2-15-5 09/29/00 014 

Total Carbon Chain Range 5.7 J 10 mg/kg SW846 8015B 

Mercury 0.035 B 0.10 mg/kg SW846 7471A 

Aluminum 29200 20.0 mg/kg SW846 6010B 

Arsenic 3.2 1.0 mg/kg SW846 6010B 

Barium 182 2.0 mg/kg SW846 6010B 

Chromium 30.4 1.0 mg/kg SW846 6010B 

Beryllium 0.68 0.50 mg/kg SW846 6010B 

Lead 6.0 0.50 mg/kg SW846 6010B 

Cobalt 12.4 5.0 mg/kg SW846 6010B 

Copper 26.7 2.5 mg/kg SW846 6010B 

Molybdenum 0.58 B 4.0 mg/kg SW846 6010B 

Nickel 20.9 4.0 mg/kg SW846 6010B 

Thallium 0.99 B 1.0 mg/kg SW846 6010B 

Vanadium 63.4 5.0 mg/kg SW846 6010B 

Zinc 68.8 2.0 mg/kg SW846 6010B 

Trichloroethene 7.6 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-16-5 09/29/00 015 

Total Carbon Chain Range 6.5 J 10 mg/kg SW846 8015B 
Mercury 0.036 B 0.10 mg/kg SW846 7471A 
Aluminum 34300 20.0 mg/kg SW846 6010B 
Arsenic 2.6 1.0 mg/kg SW846 6010B 
Barium 168 2.0 mg/kg SW846 6010B 
Chromium 34.2 1.0 mg/kg SW846 6010B 
Beryllium 0.93 0.50 mg/kg SW846 6010B 
Lead 5.5 0.50 mg/kg SW846 6010B 
Cobalt 10.2 5.0 mg/kg SW846 6010B 
Copper 16.2 2.5 mg/kg SW846 6010B 
Molybdenum 0.71 B 4.0 mg/kg SW846 6010B 
Nickel 20.0 4.0 mg/kg SW846 6010B 
Vanadium 63.9 5.0 mg/kg SW846 6010B 
Zinc 54.0 2.0 mg/kg SW846 6010B 
Trichloroethene 9.2 5.0 ug/kg SW846 8260B 

C-2-16-10 09/29/00 016 

Trichloroethene 26 5.0 ug/kg SW846 8260B 

C-2-17-1 09/29/00 017 

Total Carbon Chain Range 7.3 J 10 mg/kg SW846 8015B 
Aluminum 14500 20.0 mg/kg SW846 6010B 
Arsenic 3.1 1.0 mg/kg SW846 6010B 
Barium 109 2.0 mg/kg SW846 6010B 
Chromium 18.0 1.0 mg/kg SW846 6010B 
Beryllium 0.42 B 0.50 mg/kg SW846 6010B 
Lead 9.1 0.50 mg/kg SW846 6010B 
Cobalt 9.5 5.0 mg/kg SW846 6010B 
Copper 23.5 2.5 mg/kg SW846 6010B 
Molybdenum 0.54 B 4.0 mg/kg SW846 6010B 
Nickel 11.8 4.0 mg/kg SW846 6010B 
Vanadium 36.2 5.0 mg/kg SW846 6010B 
Zinc 40.4 2.0 mg/kg SW846 6010B 
Trichloroethene 37 5.0 ug/kg SW846 8260B 

C-2-17-5 09/29/00 018 

Total Carbon Chain Range 6.6 J 10 mg/kg SW846 8015B 
Mercury 0.11 0.10 mg/kg SW846 747B. 
Aluminum 30400 20.0 mg/kg SW846 6010B 
Arsenic 3.2 1.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-17-5 09/29/00 018 

Barium 118 2.0 mg/kg SW846 6010B 
Chromium 30.9 1.0 mg/kg SW846 6010B 
Beryllium 0.97 0.50 mg/kg SW846 6010B 
Lead 6.4 0.50 mg/kg SW846 6010B 
Cobalt 12.7 5.0 mg/kg SW846 6010B 
Copper 23.0 2.5 mg/kg SW846 6010B 
Molybdenum 0.46 B 4.0 mg/kg SW846 6010B 
Nickel 24.7 4.0 mg/kg SW846 6010B 
Thallium 1.5 1.0 mg/kg SW846 6010B 
Vanadium 68.2 5.0 mg/kg SW846 6010B 
Zinc 68.7 2.0 mg/kg SW846 6010B 

C-2-18-5 09/29/00 019 

Total Carbon Chain Range 8.4 J 10 mg/kg SW846 8015B 
Mercury 0.074 B 0.10 mg/kg SW846 7471A 
Aluminum 35500 20.0 mg/kg SW846 6010B 
Arsenic 2.5 1.0 mg/kg SW846 6010B 
Barium 136 2.0 mg/kg SW846 6010B 
Chromium 35.2 1.0 mg/kg SW846 6010B 
Beryllium 0.93 0.50 mg/kg SW846 6010B 
Lead 6.2 0.50 mg/kg SW846 6010B 
Cobalt 10.4 5.0 mg/kg SW846 6010B 
Copper 19.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.52 B 4.0 mg/kg SW846 6010B 
Nickel 23.0 4.0 mg/kg SW846 6010B 
Thallium 0.74 B 1.0 mg/kg SW846 6010B 
Vanadium 66.6 5.0 mg/kg SW846 6010B 
Zinc 62.5 2.0 mg/kg SW846 6010B 
Trichloroethene 11 5.0 ug/kg SW846 8260B 

C-2-18-10 09/29/00 020 

Trichloroethene 6.8 5.0 ug/kg SW846 8260B 

C-2-19-5 09/29/00 021 

Total Carbon Chain Range 6.7 J 10 mg/kg SW846 8015B 
Mercury 0.049 B 0.10 mg/kg SW846 7471A 
Aluminum 33100 20.0 mg/kg SW846 6010B 
Arsenic 2.7 1.0 mg/kg SW846 6010B 
Barium 240 2.0 mg/kg SW846 6010B 
Chromium 34.0 1.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-19-5 09/29/00 021 

Beryllium 0.88 0.50 mg/kg SW84G GOlOB 
Lead G.l 0.50 mg/kg SW84G GOlOB 
Cobalt 12.8 5.0 mg/kg SW84G GOlOB 
Copper 19.8 2.5 mg/kg SW84G GOlOB 
Molybdenum 0.82 B 4.0 mg/kg SW84G GOlOB 
Nickel 2-·3. 5 4.0 mg/kg SW84G GOlOB 
Thallium 1.2 1.0 mg/kg SW84G GOlOB 
Vanadium G3.3 5.0 mg/kg SW84G GOlOB 
Zinc GO.G 2.0 mg/kg SW84G GOlOB 
Trichloroethen~. G.5 5.0 ug/kg SW84G 82GOB 

C-2-19-10 09/29/00 022 

Trichloroethene 2.3 J 5.0 ug/kg SW84G 82GOB 

C-2-21-5 09/29/00 023 

Total Carbon Chain Range 5.1 J 10 mg/kg SW84G 8015B 
Mercury 0.041 B 0.10 mg/kg SW84G 7471A 
Aluminum 32800 20.0 mg/kg SW84G GOlOB 
Arsenic 3.0 1.0 mg/kg SW84G GOlOB 
Barium 258 2.0 mg/kg SW84G GOlOB 
Chromium 32.8 1.0 mg/kg SW84G GOlOB 
Beryllium 0.84 0.50 mg/kg SW84G GOlOB 
Lead 5.9 0.50 mg/kg SW84G GOlOB 
Cobalt 11.2 5.0 mg/kg SW84G GOlOB 
Copper 18.3 2.5 mg/kg SW84G GOlOB 
Molybdenum 0.38 B 4.0 mg/kg SW84G GOlOB 
Nickel 21.3 4.0 mg/kg SW84G GOlOB 
Thallium 0.78 B 1.0 mg/kg SW84G GOlOB 
Vanadium G2.3 5.0 mg/kg SW84G GOlOB 
Zinc 57.4 2.0 mg/kg SW84G GOlOB 
Trichloroethene 18 5.0 ug/kg SW84G 82GOB 

C-2-22-1 09/29/00 025 

Total Carbon Chain Range 5.G J 10 mg/kg SW84G 8015B 
Arsenic 3.0 1.0 mg/kg SW84G GOlOB 
Aluminum lGOOO 20.0 mg/kg SW84G GOlOB 
Barium 129 2.0 mg/kg SW84G GOlOB 
Chromium 19.3 1.0 mg/kg SW84G GOlOB 
Beryllium 0.4G B 0.50 mg/kg SW84G GOlOB 
Lead 9.0 0.50 mg/kg SW84G GOlOB 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-22-1 09/29/00 025 

Cobalt 10.9 5.0 mg/kg SW846 6010B 
Copper 22.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.82 B 4.0 mg/kg SW846 601GB 
Nickel 13.5 4.0 mg/kg SW846 601GB 
Thallium 1.5 1.0 mg/kg SW846 601GB 
Vanadium 39.1 5.0 mg/kg SW846 601GB 
Zinc 45.3 2.0 mg/kg SW846 601GB 
Trichloroethen.e 69 5.0 ug/kg SW846 826GB 

C-2-22-5 09/29/00 026 .. 

Mercury 0.037 B 0.10 mg/kg SW846 7471A 
Aluminum 33100 20.0 mg/kg SW846 601GB 
Arsenic 3.0 1.0 mg/kg SW846 601GB 
Barium 232 2.0 mg/kg SW846 601GB 
Chromium 34.4 1.0 mg/kg SW846 601GB 
Beryllium 0. 96 0.50 mg/kg SW846 601GB 
Lead 5.6 0.50 mg/kg SW846 6010B 
Cobalt 11.1 5.0 mg/kg SW846 6010B 
Copper 16.8 2.5 mg/kg SW846 601GB 
Molybdenum 0.38 B 4.0 mg/kg SW846 601GB 
Nickel 21.3 4.0 mg/kg SW846 6010B 
Thallium 1.1 1.0 mg/kg SW846 601GB 
Vanadium 62.3 5.0 mg/kg SW846 6010B 
Zinc 57.2 2.0 mg/kg SW846 601GB 
Trichloroethene 14 5.0 ug/kg SW846 826GB 

C-2-27-5 09/29/00 031 

Mercury 0.035 B 0.10 mg/kg SW846 7471A 
Aluminum 23500 20.0 mg/kg SW846 601GB 
Arsenic 2.4 1.0 mg/kg SW846 601GB 
Barium 141 2.0 mg/kg SW846 601GB 
Chromium 25.2 1.0 mg/kg SW846 601GB 
Beryllium 0.70 0.50 mg/kg SW846 601GB 
Lead 5.7 0.50 mg/kg SW846 601GB 
Cobalt 14.8 5.0 mg/kg SW846 601GB 
Copper 16.0 2.5 mg/kg SW846 601GB 
Molybdenum 0.88 B 4.0 mg/kg SW846 601GB 
Nickel 14.0 4.0 mg/kg SW846 601GB 
Thallium 0.52 B 1.0 mg/kg SW846 601GB 
Vanadium 53.3 5.0 mg/kg SW846 601GB 
Zinc 50.0 2.0 mg/kg SW846 601GB 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 

PARAMETER RESULT LIMIT UNITS METHOD 

C-2-27-5 09/29/00 031 

Trichloroethene 4.1 J 5.0 ug/kg SW846 8260B 

C-2-28-5 09/29/00 033 

C18-C19 5.1 J 10 mg/kg SW846 8015B 

Total Carbon Chain Range 11 10 mg/kg SW846 8015B 

Mercury 0.037 B 0.10 mg/kg SW846 7471A 

Aluminum 27800 20.0 mg/kg SW846 6010B 

Arsenic 3.0 1.0 mg/kg SW846 6010B 

Barium 154 2.0 mg/kg SW846 6010B 

Chromium 27.0 1.0 mg/kg SW846 6010B 

Beryllium 0.82 0.50 mg/kg SW846 6010B 

Lead 6.5 0.50 mg/kg SW846 6010B 

Cobalt 12.9 5.0 mg/kg SW846 6010B 

Copper 17.3 2.5 mg/kg SW846 6010B 

Molybdenum 1.2 B 4.0 mg/kg SW846 6010B 

Nickel 17.8 4.0 mg/kg SW846 6010B 

Thallium 0.74 B 1.0 mg/kg SW846 6010B 

Vanadium 53.0 5.0 mg/kg SW846 6010B 

Zinc 55.9 2.0 mg/kg SW846 6010B 

C-2-29-1 09/29/00 035 

Total Carbon Chain Range 8.5 J 10 mg/kg SW846 8015B 

Aluminum 17100 20.0 mg/kg SW846 6010B 

Arsenic 2.1 1.0 mg/kg SW846 6010B 

Barium 140 2.0 mg/kg SW846 6010B 

Chromium 21.0 1.0 mg/kg SW846 6010B 

Beryllium 0.54 0.50 mg/kg SW846 6010B 

Lead 5.7 0.50 mg/kg SW846 6010B 

Cobalt 10.3 5.0 mg/kg SW846 6010B 

Copper 17.6 2.5 mg/kg SW846 6010B 

Molybdenum 0.72 B 4.0 mg/kg SW846 6010B 

Nickel 12.3 4.0 mg/kg SW846 6010B 

Thallium 0.84 B 1.0 mg/kg SW846 6010B 

Vanadium 44.2 5.0 mg/kg SW846 6010B 

Zinc 42.0 2.0 mg/kg SW846 6010B 

Tetrachloroethene 3.6 J 5.0 ug/kg SW846 8260B 

Trichloroethene 14 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection Highlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-29-5 09/29/00 036 

Total Carbon Chain Range 8.9 J 10 mg/kg SW846 8015B 
Aluminum 27100 20.0 mg/kg SW846 6010B 
Arsenic 1.9 1.0 mg/kg SW846 6010B 
Barium 123 2.0 mg/kg SW846 6010B 
Chromium 28.0 1.0 mg/kg SW846 6010B 
Beryllium 0·. 77 0.50 mg/kg SW846 6010B 
Lead 5.7 0.50 mg/kg SW846 6010B 
Cobalt 8.0 5.0 mg/kg SW846 6010B 
Copper 17.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.68 B 4.0 mg/kg SW846 6010B 
Nickel 13.9 4.0 mg/kg SW846 6010B 
Vanadium 50.8 5.0 mg/kg SW846 6010B 
Zinc 51.2 2.0 mg/kg SW846 6010B 
Trichloroethene 2.5 J 5.0 ug/kg SW846 8260B 

C-2-30-5 09/29/00 037 

Total Carbon Chain Range 8.6 J 10 mg/kg SW846 8015B 
Aluminum 30300 20.0 mg/kg SW846 6010B 
Arsenic 2.3 1.0 mg/kg SW846 6010B 
Barium 161 2.0 mg/kg SW846 6010B 
Chromium 33.7 1.0 mg/kg SW846 6010B 
Beryllium 0.89 0.50 mg/kg SW846 6010B 
Lead 6.7 0.50 mg/kg SW846 6010B 
Cobalt 12.6 5.0 mg/kg SW846 6010B 
Copper 25.7 2.5 mg/kg SW846 6010B 
Molybdenum 0.76 B 4.0 mg/kg SW846 6010B 
Nickel 18.4 4.0 mg/kg SW846 6010B 
Thallium 0.78 B 1.0 mg/kg SW846 6010B 
Vanadium 66.2 5.0 mg/kg SW846 6010B 
Zinc 56.0 2.0 mg/kg SW846 6010B 
Trichloroethene 7.7 5.0 ug/kg SW846 8260B 

C-2-30-10 09/29/00 038 

Trichloroethene 21 5.0 ug/kg SW846 8260B 

C-2-31-5 09/29/00 039 

Total Carbon Chain Range 5.2 J 10 mg/kg SW846 8015B 
Aluminum 21500 20.0 mg/kg SW846 6010B 
Arsenic 3.3 1.0 mg/kg SW846 6010B 
Barium 133 2.0 mg/kg SW846 6010B 

(Continued on next page) 
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EXECUTIVE SUMMARY - Detection ffighlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-31-5 09/29/00 039 

Cadmium 0.17 B 0.50 mg/kg SW846 6010B 
Chromium 24.1 1.0 mg/kg SW846 6010B 
Beryllium 0.67 0.50 mg/kg SW846 6010B 
Lead 6.4 0.50 mg/kg SW846 6010B 
Cobalt 10.5 5.0 mg/kg SW846 6010B 
Copper 1-9.2 2.5 mg/kg SW846 6010B 
Molybdenum 1.1 B 4.0 mg/kg SW846 6010B 
Nickel 15.1 4.0 mg/kg SW846 6010B 
Thallium 0.86 B 1.0 mg/kg SW846 6010B 
Vanadium 48.3 5.0 mg/kg SW846 6010B 
Zinc 60.6 2.0 mg/kg SW846 6010B 

C-2-31-10 09/29/00 040 

Total Carbon Chain Range 7.8 J 10 mg/kg SW846 8015B 

C-2-31-15 09/29/00 041 

Total Carbon Chain Range 7.9 J 10 mg/kg SW846 8015B 
Trichloroethene 2.1 J 5.0 ug/kg SW846 8260B 

C-2-32-5 09/29/00 042 

Aluminum 24400 20.0 mg/kg SW846 6010B 
Arsenic 2.1 1.0 mg/kg SW846 6010B 
Barium 156 2.0 mg/kg SW846 6010B 
Chromium 25.7 1.0 mg/kg SW846 6010B 
Beryllium 0.72 0.50 mg/kg SW846 6010B 
Lead 6.8 0.50 mg/kg SW846 6010B 
Cobalt 11.9 5.0 mg/kg SW846 6010B 
Copper 20.7 2.5 mg/kg SW846 6010B 
Molybdenum 0.84 B 4.0 mg/kg SW846 6010B 
Nickel 16.6 4.0 mg/kg SW846 6010B 
Thallium 1.0 1.0 mg/kg SW846 6010B 
Vanadium 49.8 5.0 mg/kg SW846 6010B 
Zinc 64.8 2.0 mg/kg SW846 6010B 

C-2-32-10 09/29/00 043 

Trichloroethene 5.1 5.0 ug/kg SW846 8260B 

(Continued on next page) 

0000:1.9 

BOE-CS-0160154 



EXECUTIVE SUMMARY - Detection llighlights 

EOI290371 

REPORTING ANALYTICAL 
PARAMETER RESULT LIMIT UNITS METHOD 

C-2-33-5 09/29/00 044 

Total Carbon Chain Range 6.7 J 10 mg/kg SW846 8015B 
Aluminum 20700 20.0 mg/kg SW846 6010B 
Arsenic 3.1 1.0 mg/kg SW846 6010B 
Barium 205 2.0 mg/kg SW846 6010B 
Cadmium 0.26 B 0.50 mg/kg SW846 6010B 
Chromium 26.0 1.0 mg/kg SW846 6010B 
Beryllium 0.74 0.50 mg/kg SW846 6010B 
Lead 6.6 0.50 mg/kg SW846 6010B 
Cobalt 10.7 5.0 mg/kg SW846 6010B 
Copper 21.8 2.5 mg/kg SW846 6010B 
Molybdenum 1.1 B 4.0 mg/kg SW846 6010B 
Nickel 14.4 4.0 mg/kg SW846 6010B 
Thallium 0.66 B 1.0 mg/kg SW846 6010B 
Vanadium 51.9 5.0 mg/kg SW846 6010B 
Zinc 68.7 2.0 mg/kg SW846 6010B 
Tetrachloroethene 4.8 J 5.0 ug/kg SW846 8260B 
Trichloroethene 3.5 J 5.0 ug/kg SW846 8260B 
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METHODS SUMMARY 

EOI290371 

PARAMETER 

Extractable Petroleum Hydrocarbons 
Inductively Coupled Plasma (ICP) Metals 
Mercury in Solid Waste (Manual Cold-Vapor) 
Volatile Organics by GC/MS 
Volatile Organics by GC/MS 
Volatile Petroleum Hydrocarbons 

References: 

ANALYTICAL 
METHOD 

SW846 8015B 
SW846 6010B 
SW846 7471A 
SW846 8260B 
SW846 8260B 
SW846 8015B 

PREPARATION 
METHOD 

SANA AUTO- SHAKE 
SW846 3050B 
SW846 7471A 
SW846 5030 
SW846 5030B/826 
SW846 5030 

SW846 "Test Meth_ods fo:):" Evaluating Solid Waste, Physical/Chemical 
Methods", Third Edition, November 1986 and its updates. 
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SAMPLE SUMMARY 

EOI290371 

wo # SAMPLE# CLIENT SAMPLE ID DATE TIME 

DLC7J 001 C-2-9-5 09/29/00 
DLC7K 002 C-2-9-10 09/29/00 
DLC7L 003 C-2-10-1 09/29/00 
DLC7N 004 C-2-10-5 09/29/00 
DLC7P 005 C-2 -11-5 09/29/00 
DLC7Q 006 C-2-11-10 09/29/00 
DLC7R 007 C-2-12-3 09/29/00 
DLC7T 008 C-2-13-5 09/29/00 
DLC7V 009 C-2-13-10 09/29/00 
DLC7W 010 C-2-14-5 09/29/00 
DLC7X 011 C-2-14-10 09/29/00 
DLC80 012 C-2-14-15 09/29/00 
DLC81 013 C-2-15-1 09/29/00 
DLC82 014 C-2-15-5 09/29/00 
DLC83 015 C-2-16-5 09/29/00 
DLC84 016 C-2-16-10 09/29/00 
DLC85 017 C-2-17-1 09/29/00 
DLC86 018 C-2-17-5 09/29/00 
DLC87 019 C-2-18-5 09/29/00 
ILC88 020 C-2-18-10 09/29/00 
,LC89 021 C-2-19-5 09/29/00 

DLC8A 022 C-2-19-10 09/29/00 
DLC8C 023 C-2-21-5 09/29/00 
DLC8D 024 C-2-21-10 09/29/00 
DLC8E 025 C-2-22-1 09/29/00 
DLC8F 026 C-2-22-5 09/29/00 
DLC8L 031 C-2-27-5 09/29/00 
DLC8M 032 C-2-27-10 09/29/00 
DLC8N 033 C-2-28-5 09/29/00 
DLC8P 034 C-2-28-10 09/29/00 
DLC8Q 035 C-2-29-1 09/29/00 
DLC8R 036 C-2-29-5 09/29/00 
DLC8T 037 C-2-30-5 09/29/00 
DLC8V 038 C-2-30-10 09/29/00 
DLC8W 039 C-2-31-5 09/29/00 
DLC8X 040 C-2-31-10 09/29/00 

(Continued on next page) 
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SAMPLE SUMMARY 

EOI290371 

wo # SAMPLE# CLIENT SAMPLE ID DATE TIME 

DLC91 041 C-2-31-15 09/29/00 
DLC93 042 C-2-32-5 09/29/00 
DLC94 043 C-2-32-10 09/29/00 
DLC96 044 C-2-33-5 09/29/00 
DLC98 045 C-2-33-10 09/29/00 
DLC9D 047 TRIP BLANK 09/29/00 

NOTE (S) 
- The analytical results of the samples listed above are presented on the following pages. 

- All calculations are performed before rounding to avoid round-off errors in calculated results. 

- Results noted as "ND" were not detected at or ~bov~ the Stl!t~d limit. 

-This report must not be reproduced, except in full, without the written approval of the laboratory. 

- Results for the following parameters are never repqrted on a dry weight basis: color, corrosivity. density. flashpoint, ignitability, layers, odor, 

paint filter test, pH, porosity pressure, reactivity, redox potential, specific gravity. spot tests, solids, solubility. temperature, viscosity. and weight. 
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Lot-Sample# ... : EOI290371-001 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12 -Cl3 
C14-Cl5 
C16 -Cl7 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

GC Semivolatiles 

Work Order# ... : DLC7J102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/12/00 
Analysis Time .. : 07:44 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
10 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
29 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
87 ( 60 - 130) 

000024 

BOE-CS-0160159 



Lot-Sample# ... : EOI290371-001 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ('J;'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

GC Volatiles 

Work Order# ... : DLC7J103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 00:11 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 
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Lot-Sample# ... : EOI290371-001 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/06/00 
Prep Batch# ... : 0281159 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzeri.e 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

GC/MS Volatiles 

Work Order# ... : DLC7J101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 07:36 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg l.O 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-001 Work Order# ... : DLC7J101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 88 (70 - 130) 

1,2-Dichloroethane-d4 98 (60 - 140) 

Toluene-dB 89 (70 - 130) 
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Lot-Sample# ... : EOI290371-002 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-9-10 

GC/MS Volatiles 

Work Order# ... : DLC7K101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 13:11 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-9-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-002 Work Order# ... : DLC7K101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 
ND 
ND 
ND 

ND 

ND 
ND 
ND 

ND 
ND 

ND 
ND 
ND 
ND 

ND 
ND 

ND 
ND 

ND 
ND 
2.2 J 

ND 
ND 
ND 

ND 
ND 

ND 
ND 

ND 
ND 
ND 

ND 
ND 
ND 

PERCENT 
RECOVERY 
89 
88 
89 
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REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

Matrix ......... : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160164 



Lot-Sample# ... : EOI290371-003 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
C10-Cll 
C12-Cl3 
C14-Cl5 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

GC Semivolatiles 

Work Order# ... : DLC7L102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/12/00 
Analysis Time .. : 07:44 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.5 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
87 (60 - 130) 
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Lot-Sample# ... : EOI290371-003 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

GC Volatiles 

Work Order# ... : DLC7L103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 00:39 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 
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Lot-Sample# ... : EOI290371-003 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

GC/MS Volatiles 

Work Order# ... : DLC7L101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 13:43 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-003 Work Order# ... : DLC7L101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2. 0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene ND 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 93 (60 - 140) 
Toluene-dB 90 (70 - 130) 

000033 

BOE-C6-0160168 



Lot-Sample# ... : EOI290371-004 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12 -Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

GC Sernivolatiles 

Work Order# ... : DLC7N102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 05:25 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.9 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (60 - 130) 

000034 

BOE-C6-0160169 



Lot-Sample# ... : EOI290371-004 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (_'J;'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

GC Volatiles 

Work Order# ... : DLC7N103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 01:08 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 801SB 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
89 ( 60 - 130) 

000035 

BOE-CS-0160170 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-004 Work Order# ... : DLC7N101 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283113 
Prep Date ...... : 10/07/00 Analysis Date .. : 10/07/00 
Prep Batch# ... : 0283289 Analysis Time .. : 14:15 
Dilution Factor: 1 
% Moisture ..... : Analyst ID ..... : 004648 Instrument ID .. : MSD 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone ND 25 ug/kg 15 
Acrylonitrile ND 100 ug/kg 30 
Benzene ND 5.0 ug/kg 2.0 
Bromobenzene ND 5.0 ug/kg 2.0 
Bromochloromethane ND 5.0 ug/kg 1.0 
Bromoform ND 5.0 ug/kg 3.0 
Bromomethane ND 10 ug/kg 2.0 
2-Butanone ND 25 ug/kg 15 
n-Butylbenzene ND 5.0 ug/kg 2.0 
sec-Butylbenzene ND 5.0 ug/kg 2.0 
tert-Butylbenzene ND 5.0 ug/kg 2.0 
Carbon disulfide ND 5.0 ug/kg 2.0 
Carbon tetrachloride ND 5.0 ug/kg 1.0 
Chlorobenzene ND 5.0 ug/kg 2.0 
Dibromochloromethane ND 5.0 ug/kg 5.0 
Bromodichloromethane ND 5.0 ug/kg 1.0 
Chloroethane ND 10 ug/kg 2.0 
Chloroform ND 5.0 ug/kg 1.0 
Chloromethane ND 10 ug/kg 3.0 
2,2-Dichloropropane ND 5.0 ug/kg 2.0 
2-Chlorotoluene ND 5.0 ug/kg 2.0 
4-Chlorotoluene ND 5.0 ug/kg 2.0 
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0 

propane 
1,2-Dibromoethane ND 5.0 ug/kg 3.0 
Isopropyl ether ND 10 ug/kg 1.0 
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0 
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0 
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0 
Dichlorodifluoromethane ND 10 ug/kg 1.0 
1,1-Dichloroethane ND 5.0 ug/kg 1.0 
1,2-Dichloroethane ND 5.0 ug/kg 1.0 
1,1-Dichloroethene ND 5.0 ug/kg 2.0 
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0 
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0 
1,2-Dichloropropane ND 5.0 ug/kg 1.0 
t-Butanol ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-004 Work Order# ... : DLC7N101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether .. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3. 0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 94 (60 - 140) 

Toluene-dB 90 (70 - 130) 

000037 

BOE-CS-0160172 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

GC Semivolatiles 

Lot-Sample# ... : EOI290371-005 Work Order# ... : DLC7P102 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0276249 
Prep Date ...... : 10/02/00 Analysis Date .. : 10/07/00 
Prep Batch# ... : 0276467 Analysis Time .. : 06:04 
Dilution Factor: 1 
% Moisture ..... : Analyst ID ..... : 356074 Instrument ID .. : G03 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
CB-C9 ND 10 mg/kg 5.0 
ClO-Cll ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-Cl7 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 
C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 
C28-C31 ND 10 mg/kg 5.0 
C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 72 (60 - 130) 

000038 
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Lot-Sample# ... : EOI290371-005 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%- Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ('J;'FT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

GC Volatiles 

Work Order# ... : DLC7P103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 01:36 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 801SB 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000039 

BOE-CS-0160174 



Lot-Sample# ... : EOI290371-005 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

GC/MS Volatiles 

Work Order# ... : DLC7P101 Matrix ......... : SOLID 
Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283113 
Analysis Date .. : 10/07/00 
Analysis Time .. : 15:50 

Analyst ID ..... : 004648 Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-005 Work Order# ... : DLC7P101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene ND 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 86 (70 - 130) 
1,2-Dichloroethane-d4 94 (60 - 140) 
Toluene-dB 89 (70 - 130) 

00004:1 

BOE-C6-0160176 



Lot-Sample# ... : EOI290371-006 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-11-10 

GC/MS Volatiles 

Work Order# ... : DLC7Q101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 16:22 

Analyst ID ... .. : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 

ND 
ND 

ND 
ND 
ND 

ND 
ND 
ND 
ND 
ND 
ND 

ND 

ND 
ND 

ND 

ND 
ND 
ND 
ND 

ND 
ND 

ND 
ND 

ND 
ND 

ND 
ND 
ND 

REPORTING 
LIMIT 
25 
100 
5.0 
5.0 
5.0 
5.0 
10 
25 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
10 
5.0 
10 
5.0 
5.0 
5.0 
10 

5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
100 

(Continued on nexc page' 
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UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
-..:.g/kg 
-..:.gikg 
l:g/kg 
:.:9"/kg 

1'-IDL 
15 
30 
2.0 
2.0 
1.0 
3.0 
2.0 
15 
2.0 
2.0 
2.0 
:.o 
1.0 
2.0 
5.0 
1.0 
:.o 
l.J 

:.o 
:.o 
:.o 
3.0 

3.0 
1.0 
:.o 

:.o 
1.0 
:..o 
. ~ 

-·~ 

BOE-CS-0160177 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-11-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-006 Work Order# ... : DLC7Q101 Matrix ......... : SOLID 

·REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene ND 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 95 (60 - 140) 
Toluene-dB 89 (70 - 130) 

000043 

BOE-CS-0160178 



Lot-Sample# ... : EOI290371-007 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
C12 -Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

GC Semivolatiles 

Work Order# ... : DLC7R102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 06:44 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
8.3 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000044 

BOE-CS-0160179 



Lot-Sample# ... : EOI290371-007 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (_'J;'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

GC Volatiles 

Work Order# ... : DLC7R103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 02:05 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

000045 

BOE-CS-0160180 



Lot-Sample# ... : EOI290371-007 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%-Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

GC/MS Volatiles 

Work Order# ... : DLC7R101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 16:53 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 826GB 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 100 ug/kg so 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-007 Work Order# ... : DLC7R101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S) : 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 
ND 
ND 
ND 

ND 
ND 

ND 

ND 

ND 
ND 
ND 

ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 
ND 
2.9 J 

ND 

ND 
ND 
ND 
ND 

ND 
ND 

ND 

ND 
ND 

ND 
ND 

ND 

PERCENT 
RECOVERY 
87 
97 
89 

'REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 

(70 - 130) 

000047 

Matrix ......... : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-CS-0160182 



Lot-Sample# ... : EOI290371-008 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-Cl7 
C18-Cl9 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

GC Semivolatiles 

Work Order# ... : DLC7T102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 07:23 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
82 (60 - 130) 

000048 

BOE-CS-0160183 



Lot-Sample# ... : EOI290371-008 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (1'FT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

GC Volatiles 

Work Order# ... : DLC7T103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 02:33 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

000049 

BOE-CS-0160184 



Lot-Sample# ... : EOI290371-008 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

GC/MS Volatiles 

Work Order# ... : DLC7T101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 17:25 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-008 Work Order# ... : DLC7T101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1 1 1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1 1 3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1 1 3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1 1 1 1 1 1 2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1 1 1 1 2 1 2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1 1 2 1 3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1 1 2 1 4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1 1 1 1 1-Trichloroethane ND 5.0 ug/kg 1.0 

1 1 1 1 2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 13 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1 1 2 1 3-Trichloropropane ND 5.0 ug/kg 3.0 

1 1 2 1 4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1 1 3 1 5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 89 (70 - 130) 

1 1 2-Dichloroethane-d4 93 (60 - 140) 

Toluene-dB 89 (70 - 130) 

000051. 

BOE-C6-0160186 



Lot-Sample# ... : EOI290371-009 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-13-10 

GC/MS Volatiles 

Work Order# ... : DLC7V101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 12:35 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-13-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-009 Work Order# ... : DLC7Vl01 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 92 (70 - 130) 

1,2-Dichloroethane-d4 92 (60 - 140) 

Toluene-dB 91 (70 - 130) 

000053 
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Lot-Sample# ... : EOI290371-010 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE {S) : 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

GC Semivolatiles 

Work Order# ... : DLC7W102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 08:02 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.9 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
73 (60 - 130) 

000054 
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Lot-Sample# ... : EOI290371-010 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

GC Volatiles 

Work Order# ... : DLC7W103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 03:02 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000055 
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Lot-Sample# ... : EOI290371-010 

Date Sampled ... : 09/29/00 

Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

GC/MS Volatiles 

Work Order# ... : DLC7W101 

Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 

Analysis Time .. : 18:28 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 25 ug/kg 15 

ND 100 ug/kg 30 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 3.0 

ND 10 ug/kg 2.0 

ND 25 ug/kg 15 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 1.0 

ND 10 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 

ND 10 ug/kg 1.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 10 ug/kg 1.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 100 ug/kg 50 

(Continued on next page) 

000056 

BOE-CS-0160191 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-010 Work Order# ... : DLC7W101 Matrix . ........ : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene ND 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 96 (60 - 140) 
Toluene-dB 90 (70 - 130) 

000057 

BOE-CS-0160192 



Lot-Sample# ... : EOI290371-011 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
ClO -C11 
Cl2 -C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36 -C3 9 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-10 

GC Sernivolatiles 

Work Order# ... : DLC7Xl02 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 08:42 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 

Method ......... : SW846 801SB 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.3 J 10 rng/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
72 (60 - 130) 

000058 

BOE-CS-0160193 



Lot-Sample# ... : EOI290371-011 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-10 

GC Volatiles 

Work Order# ... : DLC7X103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 03:30 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND l.O mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000059 

BOE-CS-0160194 



Lot-Sample# ... : EOI290371-011 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-10 

GC/MS Volatiles 

Work Order# ... : DLC7X101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 19:00 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000060 

BOE-CS-0160195 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-011 Work Order# ... : DLC7X101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether .. 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S) : 

J Estimated result. Result is less than RL 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 
ND 
2.7 J 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
88 
94 
88 

·REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

000061. 

Matrix . ........ : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160196 



Lot-Sample# ... : EOI290371-012 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
% Moisture . .... : 

PARAMETER 
C8-C9 
C10-C11 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-15 

GC Semivolatiles 

Work Order# ... : DLC80102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 09:21 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
80 (60 - 130) 

000062 

BOE-CS-0160197 



Lot-Sample# ... : EOI290371-012 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a 1 a 1 a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-15 

GC Volatiles 

Work Order# ... : DLC80103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 03:59 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000063 

BOE-CS-0160198 



Lot-Sample# ... : EOI290371-012 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-15 

GC/MS Volatiles 

Work Order# ... : DLC80101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 19:32 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000064 

BOE-CS-0160199 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-15 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-012 Work Order# ... : DLC80101 Matrix ......... : SOLID 

·REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 86 (70 - 130) 
1,2-Dichloroethane-d4 95 (60 - 140) 
Toluene-d8 87 (70 - 130) 

000065 

BOE-CS-0160200 



Lot-Sample# ... : EOI290371-013 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
C12 -Cl3 
C14-Cl5 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S}: 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

GC Semivolatiles 

Work Order# ... : DLC81102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 10:00 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.9 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
67 (60 - 130) 

000066 

BOE-CS-0160201 



Lot-Sample# ... : EOI290371-013 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ .JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

GC Volatiles 

Work Order# ... : DLC81103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 04:27 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000067 

BOE-CS-0160202 



Lot-Sample# ... : EOI290371-013 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2 1 2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1 1 2-Dibromo-3-chloro-

propane 
1 1 2-Dibromoethane 
Isopropyl ether 
1 1 2-Dichlorobenzene 
1 1 3-Dichlorobenzene 
1 1 4-Dichlorobenzene 
Dichlorodifluoromethane 
1 1 1-Dichloroethane 
1 1 2-Dichloroethane 
1 1 1-Dichloroethene 
cis-1 1 2-Dichloroethene 
trans-1 1 2-Dichloroethene 
1 1 2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

GC/MS Volatiles 

Work Order# ... : DLC81101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 20:03 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2. 0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000068 

BOE-CS-0160203 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-013 Work Order# ... : DLC81101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether .. ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 11 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 97 (60 - 140) 
Toluene-dB 89 (70 - 130) 

000069 

BOE-CS-0160204 



Lot-Sample# ... : EOI290371-014 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12-Cl3 
C14-C15 
C16-Cl7 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32 -C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S): 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

GC Semivolatiles 

Work Order# ... : DLC82102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 11:58 

Analyst ID ..... : 356074 

Matrix . ........ : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.7 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
88 (60 - 130) 

000070 
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Lot-Sample# ... : EOI290371-014 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ~TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

GC Volatiles 

Work Order# ... : DLC82103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 04:56 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000071 

BOE-C6-0160206 



Lot-Sample# ... : EOI290371-014 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

GC/MS Volatiles 

Work Order# ... : DLC82101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 20:35 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-014 Work Order# ... : DLC82101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 7.6 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 87 (70 - 130) 
1,2-Dichloroethane-d4 97 (60 - 140) 
Toluene-dB 89 (70 - 130) 

0000'73 

BOE-CS-0160208 



Lot-Sample# ... : EOI290371-015 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
Cl2 -Cl3 
C14-C15 
C16-Cl7 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

GC Semivolatiles 

Work Order# ... : DLC83102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 12:38 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

6.5 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
80 (60 - 130) 

000074 

BOE-CS-0160209 



Lot-Sample# ... : EOI290371-015 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (1'FT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

GC Volatiles 

Work Order# ... : DLC83103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 05:24 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000075 

BOE-CS-016021 0 



Lot-Sample# ... : EOI290371-015 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

GC/MS Volatiles 

Work Order# ... : DLC83101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 21:07 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-015 Work Order# ... : DLC83101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 9.2 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 103 (60 - 140) 
Toluene-dB 88 (70 - 130) 

000077 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-16-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-016 Work Order# ... : DLC84101 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283113 

Prep Date ...... : 10/07/00 Analysis Date .. : 10/07/00 

Prep Batch# ... : 0283289 Analysis Time .. : 21:39 

Dilution Factor: 1 

% Moisture ..... : Analyst ID ..... : 004648 Instrument ID .. : MSD 

Method ......... : SW846 8260B 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

Acetone ND 25 ug/kg 15 

Acrylonitrile ND 100 ug/kg 30 

Benzene ND 5.0 ug/kg 2.0 

Bromobenzene ND 5.0 ug/kg 2.0 

Bromochloromethane ND 5.0 ug/kg 1.0 

Bromoform ND 5.0 ug/kg 3.0 

Bromomethane ND 10 ug/kg 2.0 

2-Butanone ND 25 ug/kg 15 

n-Butylbenzene ND 5.0 ug/kg 2.0 

sec-Butylbenzene ND 5.0 ug/kg 2.0 

tert-Butylbenzene ND 5.0 ug/kg 2.0 

Carbon disulfide ND 5.0 ug/kg 2.0 

Carbon tetrachloride ND 5.0 ug/kg 1.0 

Chlorobenzene ND 5.0 ug/kg 2.0 

Dibromochloromethane ND 5.0 ug/kg 5.0 

Bromodichloromethane ND 5.0 ug/kg 1.0 

Chloroethane ND 10 ug/kg 2.0 

Chloroform ND 5.0 ug/kg 1.0 

Chloromethane ND 10 ug/kg 3.0 

2,2-Dichloropropane ND 5.0 ug/kg 2.0 

2-Chlorotoluene ND 5.0 ug/kg 2.0 

4-Chlorotoluene ND 5.0 ug/kg 2.0 

1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0 

propane 
1,2-Dibromoethane ND 5.0 ug/kg 3.0 

Isopropyl ether ND 10 ug/kg 1.0 

1,2-Dichlorobenzene ND 5.0 ug/kg 2.0 

1,3-Dichlorobenzene ND 5.0 ug/kg 2.0 

1,4-Dichlorobenzene ND 5.0 ug/kg 2.0 

Dichlorodifluoromethane ND 10 ug/kg 1.0 

1,1-Dichloroethane ND 5.0 ug/kg 1.0 

1,2-Dichloroethane ND 5.0 ug/kg 1.0 

1,1-Dichloroethene ND 5.0 ug/kg 2.0 

cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0 

trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0 

1,2-Dichloropropane ND 5.0 ug/kg 1.0 

t-Butanol ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-16-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-016 Work Order# ... : DLC84101 Matrix ......... : SOLID 

.REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether-. ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2. 0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 26 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY .LIMITS 
Bromofluorobenzene 88 (70 - 130) 
1,2-Dichloroethane-d4 97 (60 - 140) 
Toluene-dB 88 (70 - 130) 

000079 

BOE-CS-0160214 



Lot-Sample# ... : EOI290371-017 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
ClO -Cll 
Cl2-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32 -C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

GC Semivolatiles 

Work Order# ... : DLC85102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 13:17 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
7.3 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
76 (60 - 130) 

000080 

BOE-CS-0160215 



Lot-Sample# ... : EOI290371-017 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (_TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

GC Volatiles 

Work Order# ... : DLC85103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 06:50 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

000081 

BOE-C6-0160216 



Lot-Sample# ... : EOI290371-017 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

GC/MS Volatiles 

Work Order# ... : DLC85101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 22:10 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283113 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
.ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000082 

BOE-CS-0160217 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-017 Work Order# ... : DLC85101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 37 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 90 (70 - 130) 

1,2-Dichloroethane-d4 97 (60 - 140) 

Toluene-dB 91 (70 - 130) 

0000Ei3 

BOE-CS-0160218 



Lot-Sample# ... : EOI290371-018 

Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 

% Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

GC Semivolatiles 

Work Order# ... : DLC86102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 13:57 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 

Method ......... : SW846 80158 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

ND 10 mg/kg 5.0 

6.6 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
78 (60 - 130) 

000084 

BOE-CS-0160219 



Lot-Sample# ... : EOI290371-018 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

GC Volatiles 

Work Order# ... : DLC86103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 07:18 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000085 

BOE-CS-0160220 



Lot-Sample# ... : EOI290371-018 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

GC/MS Volatiles 

Work Order# ... : DLC86101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 13:15 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 25 ug/kg 15 
ND 100 ug/kg 30 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 3.0 

ND 10 ug/kg 2.0 

ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 1.0 

ND 10 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 

ND 10 ug/kg 1.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 10 ug/kg 1.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 1.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 100 ug/kg 50 

(Continued on next page) 

000086 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-018 Work Order# ... : DLC86101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 88 (70 - 130) 

1,2-Dichloroethane-d4 100 (60 - 140) 

Toluene-dB 89 (70 - 130) 

000087 

BOE-CS-0160222 



Lot-Sample# ... : EOI290371-019 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a}pyrene 

NOTE (S) : 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

GC Semivolatiles 

Work Order# ... : DLC87102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 14:36 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
8.4 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
71 (60 - 130) 

000088 

BOE-CS-0160223 



Lot-Sample# ... : EOI290371-019 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

GC Volatiles 

Work Order# ... : DLC87103 
Date Received .. : 09/29/00 
Analysis Date .. : ·.10/03/00 
Analysis Time .. : 07:47 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

000089 

BOE-CS-0160224 



Lot-Sample# ... : EOI290371-019 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromo chloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2 1 2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1 1 2-Dibromo-3-chloro-

propane 
1 1 2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

GC/MS Volatiles 

Work Order# ... : DLC87101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 13:47 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 1.0 

ND 100 ug/kg 50 

(Continued on next page) 

000030 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-019 Work Order# ... : DLC87101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether .. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 11 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 89 (70 - 130) 

1,2-Dichloroethane-d4 98 (60 - 140) 

Toluene-dB 88 (70 - 130) 

000091 
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Lot-Sample# ... : EOI290371-020 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-18-10 

GC/MS Volatiles 

Work Order# ... : DLC88101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 14:19 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-18-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-020 Work Order# ... : DLC88101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 6.8 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 88 (70 - 130) 

1,2-Dichloroethane-d4 101 (60 - 140) 

Toluene-dB 87 (70 - 130) 

000093 
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Lot-Sample# ... : EOI290371-021 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

GC Semivolatiles 

Work Order# ... : DLC89102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 15:15 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.7 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
80 (60 - 130) 

000094 

BOE-CS-0160229 



Lot-Sample# ... : EOI290371-021 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a 1 a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

GC Volatiles 

Work Order# ... : DLC89103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 08:15 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000095 
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Lot-Sample# ... : EOI290371-021 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

GC/MS Volatiles 

Work Order# ... : DLC89101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 14:50 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg so 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-021 Work Order# ... : DLC89101 Matrix ......... : SOLID 

"REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 6.5 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 89 (70 - 130) 
1,2-Dichloroethane-d4 102 (60 - 140) 

Toluene-dB 89 (70 - 130) 

000097 
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Lot-Sample# ... : EOI290371-022 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-10 

GC/MS Volatiles 

Work Order# ... : DLC8A101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 12:43 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3. 0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-022 Work Order# ... : DLCBA101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether .. 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 
ND 

ND 
ND 

ND 

ND 

ND 
ND 

ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 

ND 

ND 

ND 

ND 

2.3 J 
ND 
ND 

ND 
ND 
ND 

ND 
ND 
ND 

ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
89 
102 
90 

REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

000099 

Matrix ......... : SOLID 

~UN==I=T=S_____ ~M=D~L~----------
ug/kg 1.0 
ug/kg 1.0 
ug/kg 3.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 10 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 3.0 
ug/kg 10 
ug/kg 1.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 3.0 
ug/kg 3.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 2.0 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-CS-0160234 



Lot-Sample# ... : EOI290371-023 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C2 8 -C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

GC Semivolatiles 

Work Order# ... : DLC8Cl02 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 15:54 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276249 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.1 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
88 ( 60 - 130) 

0001.0{) 
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Lot-Sample# ... : EOI290371-023 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%"Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

GC Volatiles 

Work Order# ... : DLC8C103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 08:44 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000101. 
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Lot-Sample# ... : EOI290371-023 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

GC/MS Volatiles 

Work Order# ... : DLC8C101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 16:26 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-023 Work Order# ... : DLCBC101 Matrix ......... : SOLID 

'REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 18 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 88 (70 - 130) 

1,2-Dichloroethane-d4 100 (60 - 140) 

Toluene-dB 87 (70 - 130) 

000103 

BOE-CS-0160238 



Lot-Sample i ... : EOI290371-024 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch i ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-21-10 

GC/MS Volatiles 

Work Order i ... : DLC8D101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 16:57 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run i ....... : 0283114 

Instrument ID .. : MSD 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 

ND 10 ug/kg 2.0 

ND 25 ug/kg 15 

ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 

ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 

ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 10 ug/kg 1.0 

ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 

ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-21-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-024 Work Order# ... : DLC8D101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2. 0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 86 (70 - 130) 

1,2-Dichloroethane-d4 101 (60 - 140) 

Toluene-dB 87 (70 - 130) 

000105 
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Lot-Sample# ... : EOI290371-025 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
C12-Cl3 
C14-C15 
C16-Cl7 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

GC Sernivolatiles 

Work Order# ... : DLC8E102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 19:11 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 rng/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.6 J 10 rng/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
83 (60 - 130) 

000106 

BOE-CS-0160241 



Lot-Sample# ... : EOI290371-025 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

GC Volatiles 

Work Order# ... : DLC8E103 Matrix ......... : SOLID 
Date Received .. : 09/29/00 17:25 MS Run# ....... : 0278132 
Analysis Date .. : 10/03/00 
Analysis Time .. : 09:12 

Analyst ID ..... : 001464 Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

000:1.07 
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Lot-Sample# ... : EOI290371-025 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

GC/MS Volatiles 

Work Order# ... : DLC8E101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 17:29 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-025 Work Order# ... : DLCBE101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 69 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 91 ( 70 - 130) 
1,2-Dichloroethane-d4 105 (60 - 140) 
Toluene-dB 91 (70 - 130) 

0001.09 

BOE-CS-0160244 



Lot-Sample# ... : EOI290371-026 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

GC Semivolatiles 

Work Order# ... : DLC8F102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 19:50 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

0001.~0 

BOE-CS-0160245 



Lot-Sample# ... : EOI290371-026 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

GC Volatiles 

Work Order# ... : DLC8F103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 09:41 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

0001.1.1. 

BOE-C6-0160246 



Lot-Sample# ... : EOI290371-026 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

GC/MS Volatiles 

Work Order# ... : DLC8F101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 18:00 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 
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KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-026 Work Order# ... : DLCBF101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether .. ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 14 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 89 (70 - 130) 
1,2-Dichloroethane-d4 102 (60 - 140) 
Toluene-dB 89 ( 70 - 130) 

0001.1.3 

BOE-CS-0160248 



Lot-Sample# ... : EOI290371-031 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

GC Semivolatiles 

Work Order# ... : DLC8L102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 20:30 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
74 (60 - 130) 

0001.1.4 

BOE-CS-0160249 



Lot-Sample# ... : EOI290371-031 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ('l'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

GC Volatiles 

Work Order# ... : DLC8L103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 10:09 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0278132 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

0001.1.5 

BOE-CS-0160250 



Lot-Sample# ... : EOI290371-031 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/08/00 
Prep Batch# ... : 0283291 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

GC/MS Volatiles 

Work Order# ... : DLC8L101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 18:32 

Analyst ID ..... : 004648 

Matrix . ........ : SOLID 
17:25 MS Run# ....... : 0283114 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.1.6 

BOE-CS-0160251 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-031 Work Order# ... : DLCBL101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether __ 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 

ND 
ND 

ND 
ND 

ND 
ND 

ND 

ND 
ND 

ND 
ND 
ND 
ND 
ND 

ND 
ND 
ND 

ND 
ND 

4.1 J 
ND 

ND 
ND 
ND 
ND 

ND 

ND 

ND 
ND 

ND 
ND 

ND 
ND 

PERCENT 
RECOVERY 
88 

99 
89 

0001.1.7 

REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

Matrix ......... : SOLID 

~UN~I~T~S_____ ~M~D~L~----------
ug/kg 1.0 
ug/kg 1.0 
ug/kg 3.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 10 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 3.0 
ug/kg 10 
ug/kg 1.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 3.0 
ug/kg 3.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 2.0 
ug/kg 2.0 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-CS-0160252 



Lot-Sample# ... : EOI290371-032 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-10 

GC/MS Volatiles 

Work Order # ... : 
Date Received . . : 
Analysis Date . . : 
Analysis Time . . : 

DLC8M101 
09/29/00 
10/09/00 
13:07 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000:11.8 

BOE-CS-0160253 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-27-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-032 Work Order# ... : DLCBM101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1 1 3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1 1 1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2 1 2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1 1 2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1 1 1 1 1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1 1 2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2 1 3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 102 (70 - 130) 

1,2-Dichloroethane-d4 99 (60 - 140) 

Toluene-dB 99 (70 - 130) 

0001.1,9 

BOE-CS-0160254 



Lot-Sample# ... : EOI290371-033 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
Cl2-C13 
C14-C15 
Cl6-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Estimated result. Result is Jess than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

GC Semivolatiles 

Work Order# ... : DLC8N102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 21:09 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.1 J 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
11 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
76 (60 - 130) 

0001.ZO 

BOE-CS-0160255 



Lot-Sample# ... : EOI290371-033 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

GC Volatiles 

Work Order# ... : DLC8N103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 13:31 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

0001.2:1 

BOE-C6-0160256 



Lot-Sample# ... : EOI290371-033 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

GC/MS Volatiles 

Work Order# ... : DLC8N101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 13:39 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001_22 

BOE-CS-0160257 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-033 Work Order# ... : DLC8N101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether __ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 95 (70 - 130) 

1,2-Dichloroethane-d4 96 (60 - 140) 

Toluene-dB 93 (70 - 130) 

0001.23 

BOE-CS-0160258 



Lot-Sample# ... : EOI290371-034 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-28-10 

GC/MS Volatiles 

Work Order# ... : DLC8P101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 14:11 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg so 

(Continued on next page) 

0001.24 

BOE-CS-0160259 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-28-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-034 Work Order# ... : DLC8P101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 92 (70 - 130) 

1,2-Dichloroethane-d4 93 (60 - 140) 

Toluene-dB 90 (70 - 130) 

0001.25 

BOE-C6-0160260 



Lot-Sample# ... : EOI290371-035 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a}pyrene 

NOTE (S) : 
1 Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

GC Semivolatiles 

Work Order# ... : DLC8Q102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 21:49 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 

Method ... ...... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 

ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
8.5 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
78 . (60 - 130} 

0001.26 

BOE-C6-0160261 



Lot-Sample# ... : EOI290371-035 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

GC Volatiles 

Work Order# ... : DLCBQ103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 13:59 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
94 (60 - 130) 

0001.27 

BOE-C6-0160262 



Lot-Sample# ... : EOI290371-035 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1 1 2-Dibromoethane 
Isopropyl ether 
1 1 2-Dichlorobenzene 
1 1 3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

GC/MS Volatiles 

Work Order# ... : DLC8Q101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 14:42 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000128 

BOE-C6-0160263 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-035 Work Order# ... : DLC8Q101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether .. 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
3.6 J 
ND 
ND 
ND 

ND 
ND 
14 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
94 
93 
92 

0001.29 

·REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 

(70 - 130) 

Matrix ......... : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
·3.0 

2 ;o 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160264 



Lot-Sample# ... : EOI290371-036 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Estimated result. Result is less than RL. 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

GC Semivolatiles 

Work Order # ... : 
Date Received .. : 
Analysis Date .. : 
Analysis Time .. : 

DLC8R102 
09/29/00 
10/07/00 
22:28 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
8.9 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (60 - 1.30) 

0001.30 

BOE-C6-0160265 



Lot-Sample# ... : EOI290371-036 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (.TFT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

GC Volatiles 

Work Order# ... : DLC8R103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 14:28 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000:131 

BOE-C6-0160266 



Lot-Sample# ... : EOI290371-036 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

GC/MS Volatiles 

Work Order# ... : DLC8R101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 16:18 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000:132 

BOE-C6-0160267 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-036 Work Order# ... : DLC8R101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether .. 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 
J Estimated result. Result is less than RL. 

RESULT 
ND 

ND 
ND 
ND 
ND 
ND 

ND 

ND 
ND 

ND 
ND 
ND 

ND 
ND 
ND 
ND 
ND 

ND 
ND 

ND 
ND 

2.5 J 
ND 
ND 
ND 

ND 

ND 
ND 

ND 

ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
93 
90 
91 

0001.33 

REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

Matrix . ........ : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160268 



Lot-Sample# ... : EOI290371-037 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C8-C9 
Cl0-C11 
Cl2-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

GC Semivolatiles 

Work Order# ... : DLC8T102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 23:07 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
8.6 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
71 ( 60 - 130) 

000:134 

BOE-C6-0160269 



Lot-Sample# ... : EOI290371-037 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

GC Volatiles 

Work Order# ... : DLC8T103 Matrix ......... : SOLID 
Date Received .. : 09/29/00 17:25 MS Run# ....... : 0279228 
Analysis Date .. : 10/03/00 
Analysis Time .. : 14:56 

Analyst ID ..... : 001464 Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

0001.35 

BOE-CS-0160270 



Lot-Sample# ... : EOI290371-037 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

GC/MS Volatiles 

Work Order# ... : DLC8T101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 16:50 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 

ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.36 

BOE-CS-0160271 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-037 Work Order# ... : DLC8T101 Matrix ......... : SOLID 

·REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 
Styrene ND 10 ug/kg 2.0 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 7.7 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 93 (70 - 130) 
1,2-Dichloroethane-d4 90 (60 - 140) 
Toluene-dB 92 (70 - 130) 

0001.37 

BOE-CS-0160272 



Lot-Sample# ... : EOI290371-038 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-30-10 

GC/MS Volatiles 

Work Order# ... : DLC8V101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 17:21 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.38 

BOE-CS-0160273 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-30-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-038 Work Order# ... : DLC8V101 Matrix ......... : SOLID 

'REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

ciq-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 21 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 93 (70 - 130) 
1,2-Dichloroethane-d4 92 (60 - 140) 

Toluene-dB 90 (70 - 130) 

0001.39 

BOE-CS-0160274 



Lot-Sample# ... : EOI290371-039 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-Cl9 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

GC Semivolatiles 

Work Order# ... : DLC8W102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/07/00 
Analysis Time .. : 23:47 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
5.2 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
75 (60 - 130) 

00014:0 

BOE-CS-0160275 



Lot-Sample# ... : EOI290371-039 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

GC Volatiles 

Work Order# ... : DLC8W103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 15:25 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

0001.41 

BOE-C6-0160276 



-Lot-Sample# ... : EOI290371-039 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/10/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 
% Moisture . .... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1 1 2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

GC/MS Volatiles 

Work Order# ... : DLC8W101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/10/00 
Analysis Time .. : 23:27 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0285238 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000j_42 

BOE-CS-0160277 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-039 Work Order# ... : DLC8W101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 93 (70 - 130) 

1,2-Dichloroethane-d4 91 (60 - 140) 

Toluene-dB 90 (70 - 130) 

000143 

BOE-CS-0160278 



Lot-Sample# ... : EOI290371-040 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 

% Moisture . .... : 

PARAMETER 
C8-C9 
ClO-Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-10 

GC Semivolatiles 

Work Order# ... : DLC8X102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 01:45 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID . . : GO 3 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
7.8 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
74 (60 - 130) 

000144 

BOE-CS-0160279 



Lot-Sample# ... : EOI290371-040 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ('l'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-31-10 

GC Volatiles 

Work Order# ... : DLC8X103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 15:53 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : Gl6 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

0001.45 

BOE-CS-0160280 



Lot-Sample# ... : EOI290371-040 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/10/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-10 

GC/MS Volatiles 

Work Order# ... : DLC8X101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/10/00 
Analysis Time .. : 23:59 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0285238 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

000:146 

BOE-CS-0160281 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-040 Work Order# ... : DLC8X101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether .. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 
Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 90 (70 - 130) 
1,2-Dichloroethane-d4 90 (60 - 140) 
Toluene-de 88 (70 - 130) 

BOE-CS-0160282 



Lot-Sample# ... : EOI290371-041 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 

%Moisture ..... : 

PARAMETER 
C8-C9 
ClO -Cll 
C12-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 
J Estimated result. Result is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-15 

GC Semivolatiles 

Work Order# ... : DLC91102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 02:24 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : G03 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
7.9 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
89 (60 - 130) 

0001.48 

BOE-CS-0160283 



Lot-Sample# ... : EOI290371-041 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene ('I'FT) 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-31-15 

GC Volatiles 

Work Order# ... : DLC91103 
Date Received .. : 09/29/00 
Analysis Date .. : 10/03/00 
Analysis Time .. : 16:22 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (60 - 130) 

0001.49 

BOE-CS-0160284 



Lot-Sample# ... : EOI290371-041 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-15 

GC/MS Volatiles 

Work Order# ... : DLC91101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 18:56 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 82608 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.50 

BOE-CS-0160285 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-15 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-041 Work Order# ... : DLC91101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether .. 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTE (S) : 
J Estimated result. Result is less than RL. 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 
ND 
2.1 J 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
92 
96 
89 

0001.51. 

. REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

Matrix ......... : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160286 



Lot-Sample# ... : EOI290371-042 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENXS CONSULTANTS 

Client Sample ID: C-2-32-5 

GC/MS Volatiles 

Work Order# ... : DLC93101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 19:28 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.52 

BOE-CS-0160287 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-32-5 

GC/MS Volatiles 

Lot~sample # ... : EOI290371-042 Work Order# ... : DLC93101 Matrix ......... : SOLID 

·REPORTING 

PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 5.0 ug/kg 1.0 

cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 

trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 

Ethylbenzene ND 5.0 ug/kg 2.0 

Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 

Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_ ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene ND 5.0 ug/kg 2.0 

Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene ND 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Bromofluorobenzene 92 (70 - 130) 

1,2-Dichloroethane-d4 92 (60 - 140) 

Toluene-dB 89 (70 - 130) 

000j_53 

BOE-CS-0160288 



Lot-Sample# ... : EOI290371-043 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/11/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromo chloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-32-10 

GC/MS Volatiles 

Work Order# ... : DLC94101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/11/00 
Analysis Time .. : 00:31 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0285238 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg. 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.54 

BOE-CS-0160289 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-32-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-043 Work Order# ... : DLC94101 Matrix ......... : SOLID 

·REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 
2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 
p-Isopropyltoluene ND 5.0 ug/kg 2.0 
Methylene chloride ND 5.0 ug/kg 3.0 
4-Methyl-2-pentanone ND 25 ug/kg 10 
Methyl tert-butyl ether ND 5.0 ug/kg 1.0 
n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Tetrachloroethene ND 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 
1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 
Trichloroethene 5.1 5.0 ug/kg 2.0 
Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 
Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 
Tert-amyl methyl ether ND 10 ug/kg 2.0 
Tert-butyl ethyl ether ND 10 ug/kg 1.0 
Acrolein ND 100 ug/kg 30 
Iodomethane ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 93 (70 - 130) 
1,2-Dichloroethane-d4 92 (60 - 140) 
Toluene-dB 91 (70 - 130) 

0001.55 

BOE-CS-0160290 



Lot-Sample# ... : EOI290371-044 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
C8-C9 
ClO-Cll 
Cl2-Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 
J Es[ima[ed result. Resul[ is less than RL. 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

GC Sernivolatiles 

Work Order# ... : DLC96102 
Date Received .. : 09/29/00 
Analysis Date .. : 10/08/00 
Analysis Time .. : 03:03 

Analyst ID ..... : 356074 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0276246 

Instrument ID .. : GO 3 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
6.7 J 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
78 (60 - 130) 

0001.56 

BOE-CS-0160291 



Lot-Sample# ... : EOI290371-044 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
% Moisture ..... : 

PARAMETER 
C6-CB 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

GC Volatiles 

Work Order # ... : 
Date Received .. : 
Analysis Date .. : 
Analysis Time .. : 

DLC96103 
09/29/00 
10/03/00 
16:51 

Analyst ID ..... : 001464 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0279228 

Instrument ID .. : G16 
Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 1.0 mg/kg 0.10 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

000157 

BOE-CS-0160292 



Lot-Sample# ... : EOI290371-044 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

GC/MS Volatiles 

Work Order# ... : DLC96101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 20:31 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page) 

0001.58 

BOE-CS-0160293 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-044 Work Order# ... : DLC96101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 5.0 ug/kg 1.0 
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0 
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0 
Ethylbenzene ND 5.0 ug/kg 2.0 
Hexachlorobutadiene ND 5.0 ug/kg 2.0 

2-Hexanone ND 25 ug/kg 10 
Isopropylbenzene ND 5.0 ug/kg 2.0 

p-Isopropyltoluene ND 5.0 ug/kg 2.0 

Methylene chloride ND 5.0 ug/kg 3.0 

4-Methyl-2-pentanone ND 25 ug/kg 10 

Methyl tert-butyl ether_. ND 5.0 ug/kg 1.0 

n-Propylbenzene ND 5.0 ug/kg 2.0 

Styrene ND 10 ug/kg 2.0 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Tetrachloroethene 4.8 J 5.0 ug/kg 2.0 
Toluene ND 5.0 ug/kg 2.0 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0 

1,2,4-Trichloro- ND 5.0 ug/kg 2.0 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0 

1,1,2-Trichloroethane ND 5.0 ug/kg 3.0 

Trichloroethene 3.5 J 5.0 ug/kg 2.0 

Trichlorofluoromethane ND 10 ug/kg 2.0 

1,2,3-Trichloropropane ND 5.0 ug/kg 3.0 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0 

Vinyl chloride ND 10 ug/kg 2.0 

Xylenes (total) ND 5.0 ug/kg 3.0 

Tert-amyl methyl ether ND 10 ug/kg 2.0 

Tert-butyl ethyl ether ND 10 ug/kg 1.0 

Acrolein ND 100 ug/kg 30 

Iodomethane ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tetrahydrofuran ND 20 ug/kg 10 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 95 (70 - 130) 
1,2-Dichloroethane-d4 91 (60 - 140) 
Toluene-dB 93 (70 - 130) 

NOTE (S): 

J Estimated result. Result is less than RL. 

0001.59 

BOE-CS-0160294 



Lot-Sample# ... : EOI290371-045 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
%Moisture ..... : 

PARAMETER 
Acetone 
Acrylonitrile 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2,2-Dichloropropane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
t-Butanol 

KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-10 

GC/MS Volatiles 

Work Order# ... : DLC98101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/09/00 
Analysis Time .. : 21:03 

Analyst ID ..... : 004648 

Matrix ......... : SOLID 
17:25 MS Run# ....... : 0284285 

Instrument ID .. : MSD 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 25 ug/kg 15 
ND 100 ug/kg 30 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 2.0 
ND 25 ug/kg 15 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 10 ug/kg 3.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 3.0 

ND 5.0 ug/kg 3.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 10 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 1.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 2.0 
ND 5.0 ug/kg 1.0 
ND 100 ug/kg 50 

(Continued on next page} 

000:160 

BOE-CS-0160295 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-33-10 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-045 Work Order# ... : DLC98101 

PARAMETER 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro-

benzene 
1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
Acrolein 
Iodomethane 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

RESULT 
ND 

ND 
ND 
ND 

ND 

ND 

ND 
ND 

ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 
ND 
ND 

ND 

ND 
ND 
ND 
ND 
ND 

ND 

ND 
ND 

ND 

ND 
ND 

ND 
ND 

ND 
ND 
ND 

PERCENT 
RECOVERY 
92 
92 
90 

00016i 

REPORTING 
LIMIT 
5.0 
5.0 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
5.0 
25 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

5.0 
5.0 
5.0 
10 
5.0 
5.0 
5.0 
10 
5.0 
10 
10 
100 
10 
10 
20 
10 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

Matrix ......... : SOLID 

UNITS 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 
ug/kg 

MDL 
1.0 
1.0 
3.0 
2.0 
2.0 
10 
2.0 
2.0 
3.0 
10 
1.0 
2.0 
2.0 
3.0 
3.0 
2.0 
2.0 
2.0 
2.0 

1.0 
3.0 
2.0 
2.0 
3.0 
2.0 
2.0 
2.0 
3.0 
2.0 
1.0 
30 
5.0 
5.0 
10 
5.0 

BOE-C6-0160296 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: TRIP BLANK 

Lot-Sample# ... : EOI290371-047 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0277550 
Dilution Factor: 1 
Analyst ID ..... : 015590 

PARAMETER 
Acetone 
Benzene 
Bromobenzene 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2-Dibromo-3-chloro-

propane 
1,2-Dibromoethane 
Isopropyl ether 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
2,2-Dichloropropane 
t-Butanol 
1,1-Dichloropropene 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

GC/MS Volatiles 

Work Order# ... : DLC9D101 
Date Received .. : 09/29/00 
Analysis Date .. : 10/02/00 
Analysis Time .. : 21:00 

Instrument ID .. : MSC 

Matrix ......... : WATER 
17:25 MS Run# ....... : 0277266 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 10 ug/L 3.0 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 2.0 ug/L 1.0 
ND 5.0 ug/L 3.0 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 2.0 ug/L 0.30 
ND 1.0 ug/L 0.20 
ND 2.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.30 
ND 2.0 ug/L 0.60 

ND 1.0 ug/L 0.30 
ND 2.0 ug/L 0.50 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.30 
ND 2.0 ug/L 0.40 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.30 
ND 1.0 ug/L 0.20 
ND 1.0 ug/L 0.30 
ND 25 ug/L 6.0 
ND 1.0 ug/L 0.30 
ND 2.0 ug/L 0.50 
ND 2.0 ug/L 0.50 

(Continued on next page) 

000162 

BOE-CS-0160297 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: TRIP BLANK 

GC/MS Volatiles 

Lot-Sample# ... : EOI290371-047 Work Order# ... : DLC9D101 Matrix ......... : WATER 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Ethylbenzene ND 1.0 ug/L 0.20 
Hexachlorobutadiene ND 1.0 ug/L 0.30 
2-Hexanone ND 5.0 ug/L 2.0 
Isopropylbenzene ND 1.0 ug/L 0.20 
p-Isopropyltoluene ND 1.0 ug/L 0.20 
Methylene chloride ND 1.0 ug/L 0.20 
4-Methyl-2-pentanone ND 5.0 ug/L 2.0 
Methyl tert-butyl ether ND 1.0 ug/L 0.50 
n-Propylbenzene ND 1.0 ug/L 0.40 
Styrene ND 1.0 ug/L 0.30 
1,1,1,2-Tetrachloroethane ND 1.0 ug/L 0.30 
1,1,2,2-Tetrachloroethane ND 1.0 ug/L 0.30 
Tetrachloroethene ND 1.0 ug/L 0.70 
Toluene ND 1.0 ug/L 0.30 
1,2,3-Trichlorobenzene ND 1.0 ug/L 0.40 
1,2,4-Trichloro- ND 1.0 ug/L 0.30 

benzene 
1,1,1-Trichloroethane ND 1.0 ug/L 0.20 
1,1,2-Trichloroethane ND 1.0 ug/L 0.30 
Trichloroethene ND 1.0 ug/L 0.30 
Trichlorofluoromethane ND 2.0 ug/L 0.20 
1,2,3-Trichloropropane ND 1.0 ug/L 0.30 
1,2,4-Trimethylbenzene ND 1.0 ug/L 0.20 
1,3,5-Trimethylbenzene ND 1.0 ug/L 0.20 
Vinyl chloride ND 2.0 ug/L 0.30 
Xylenes (total) ND 1.0 ug/L 0.50 
Acrolein ND 20 ug/L 12 
Iodomethane ND 5.0 ug/L 1.0 
Acrylonitrile ND 20 ug/L 10 
Vinyl acetate ND 5.0 ug/L 1.0 
Tetrahydrofuran ND 10 ug/L 2.0 
2-Chloroethyl vinyl ether ND 5.0 ug/L 2.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 114 (75 - 120) 
1,2-Dichloroethane-d4 88 (65 - 130) 
Toluene-dB 98 (80 - 130) 

0001.63 

BOE-CS-0160298 



KENNEDY/ JENKS CONSULTANTS 

C-2-9-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-001 Work Order #: DLC7Jl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#~---- ~R=E~SU=L=T~--- ~T~I~M=E __ __ UNITS 
None ug/kg 

0001.64 

BOE-CS-0160299 



KENNEDY/ JENKS CONSULTANTS 

C-2-9-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-002 Work Order #: DLC7Kl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#~---- _R_E_SU~L~T~--- ~T~I~M~E __ __ UNITS 
None ug/kg 

0001.6~ 

BOE-CS-0160300 



KENNEDY/ JENKS CONSULTANTS 

C-2-10-1 

GC/MS Volatiles 

Lot-Sample #: EOI290371-003 Work Order #: DLC7Ll01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~C=AS~#~---- RESULT 

0001.66 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160301 



KENNEDY/ JENKS CONSULTANTS 

C-2-10-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-004 Work Order #: DLC7Nl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#~---- ~R=E~SU=L=T~--- ~T~I~M=E __ __ UNITS 

None ug/kg 

000j_67 

BOE-CS-0160302 



KENNEDY/ JENKS CONSULTANTS 

C-2-11-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-005 Work Order #: DLC7Pl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
~CA~S~#~---- RESULT 

000:168 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160303 



KENNEDY/ JENKS CONSULTANTS 

C-2-11-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-006 Work Order #: DLC7Ql01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ..:::C::.:A::..S _#"----- ::..:R=ES=-U=-=L::..:T=----- TIME UNITS 
None ug/kg 

0001.69 

BOE-CS-0160304 



KENNEDY/ JENKS CONSULTANTS 

C-2-12-3 

GC/MS Volatiles 

Lot-Sample #: EOI29037l-007 Work Order #: DLC7Rl0l Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
Methylnaphthalene isomer 
Methylnaphthalene isomer 

NOTE (S) : 

CAS # 

M: Result was measured against nearest internal standard assuming a response factor of I. 

0001.70 

ESTIMATED 
RESULT 
23 
24 

RETENTION 
TIME 

M 23.834 
M 24.041 

UNITS 
ug/kg 
ug/kg 

BOE-CS-0160305 



KENNEDY/JENKS CONSULTANTS 

C-2-13-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-008 Work Order #: DLC7Tl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~CA~S~#~---- RESULT 

0001.71. 

RETENTION 
TIME UNITS 

ug/kg 

BOE-C6-0160306 



KENNEDY/JENKS CONSULTANTS 

C-2-13-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-009 Work Order #: DLC7Vl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
.::::CA:.::S=---.!#'------ RESULT 

0001.72 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160307 



KENNEDY/ JENKS CONSULTANTS 

C-2-14-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-010 Work Order #: DLC7Wl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 

PARAMETER _CA_S~#~---- _R_E_SU~L~T~--- ~T~I~M=E __ __ UNITS 

None ug/kg 

000:173 

BOE-CS-0160308 



KENNEDY/JENKS CONSULTANTS 

C-2-14-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-011 Work Order #: DLC7Xl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

RETENTION ESTIMATED 

~CA~S~#~---- ~R=E~SU~L=T~--- =TI=M=E~--

0001.74 

UNITS 
ug/kg 

BOE-CS-0160309 



KENNEDY/JENKS CONSULTANTS 

C-2-14-15 

GC/MS Volatiles 

Lot-Sample #: EOI290371-012 Work Order #: DLC80101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0001.75 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160310 



KENNEDY/ JENKS CONSULTANTS 

C-2-15-1 

GC/MS Volatiles 

Lot-Sample #: EOI290371-013 Work Order #: DLC81101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER =CA=S~#~---- ~R=ES~U=L=T~--- ~T~I~M=E __ __ UNITS 
None ug/kg 

0001.76 

BOE-CS-0160311 



KENNEDY/JENKS CONSULTANTS 

C-2-15-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-014 Work Order #: DLC82101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0001.77 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160312 



KENNEDY/ JENKS CONSULTANTS 

C-2-16-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-015 Work Order #: DLC83101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER =CA=S~#,__ __ ::..:R=ES=-U=L::..:T=---- TIME UNITS 
None ug/kg 

000178 

BOE-CS-0160313 



KENNEDY/ JENKS CONSULTANTS 

C-2-16-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-016 Work Order #: DLC84101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

RETENTION ESTIMATED 

~CA~S~#~---- ~R=ES~U~L=T~--- =TI=M~E~--

0001.79 

UNITS 
ug/kg 

BOE-CS-0160314 



KENNEDY/ JENKS CONSULTANTS 

C-2-17-1 

GC/MS Volatiles 

Lot-Sample#: EOI290371-017 Work Order #: DLC85101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~CA~S~#~---- RESULT 

0001.50 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160315 



KENNEDY/ JENKS CONSULTANTS 

C-2-17-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-018 Work Order #: DLC86101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

RETENTION ESTIMATED 

~C~A~S_#~---- ~R~ES~U~L~T~--- ~T~IM~E~--

000181. 

UNITS 
ug/kg 

BOE-C6-0160316 



KENNEDY/JENKS CONSULTANTS 

C-2-18-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-019 Work Order #: DLC87101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 

PARAMETER =CA~S~#~---- ~R=ES~U~L=T~--- ~T~I~M~E __ __ UNITS 

None ug/kg 

000182 

BOE-CS-0160317 



KENNEDY/ JENKS CONSULTANTS 

C-2-18-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-020 Work Order #: DLC88101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~CA~S~#~---- RESULT 

OOO:t83 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160318 



KENNEDY/JENKS CONSULTANTS 

C-2-19-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-021 Work Order #: DLC89101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER -=CA:..::S::......!#!...--- ::.:RE=S=..;U=-:L=-:T:.____ TIME UNITS 
None ug/kg 

BOE-CS-0160319 



KENNEDY/ JENKS CONSULTANTS 

C-2-19-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-022 Work Order #: DLC8A101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED RETENTION 

=CA=S~#~---- ~R=ES~U~L=T~--- =TI=M~E~--

000:185 

UNITS 
ug/kg 

BOE-CS-0160320 



KENNEDY/ JENKS CONSULTANTS 

C-2-21-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-023 Work Order #: DLCBClOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

000186 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160321 



KENNEDY/ JENKS CONSULTANTS 

C-2-21-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-024 Work Order #: DLC8Dl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#~---- ~R_ES~U~L=T~--- ~T~I~M=E __ __ UNITS 
None ug/kg 

0001.87 

BOE-CS-0160322 



KENNEDY/ JENKS CONSULTANTS 

C-2-22-1 

GC/MS Volatiles 

Lot-Sample #: EOI290371-025 Work Order #: DLC8El01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0001.88 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160323 



KENNEDY/ JENKS CONSULTANTS 

C-2-22-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-026 Work Order #: DLC8F101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

RETENTION ESTIMATED 

=CA~S~#~---- =RE=S~U~L=T~--- ~TI=M~E~--

0001.89 

UNITS 
ug/kg 

BOE-CS-0160324 



KENNEDY/JENKS CONSULTANTS 

C-2-27-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-031 Work Order #: DLC8Ll01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
..::::CA:..::S::........!#-'---- RESULT 

0001.90 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160325 



KENNEDY/JENKS CONSULTANTS 

C-2-27-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-032 Work Order #: DLC8Ml01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED RETENTION 

~CA~S~#~---- ~RE=S~U=L=T~--- =TI=M~E~--

0001.91 

UNITS 
ug/kg 

BOE-C6-0160326 



KENNEDY/ JENKS CONSULTANTS 

C-2-28-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-033 Work Order #: DLCBNlOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0001.92 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160327 



KENNEDY/ JENKS CONSULTANTS 

C-2-28-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-034 Work Order #: DLC8Pl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0001.93 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160328 



KENNEDY/ JENKS CONSULTANTS 

C-2-29-1 

GC/MS Volatiles 

Lot-Sample #: EOI290371-035 Work Order #: DLC8Ql01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
-"'CA:...;..S"--'#'----- RESULT 

000194 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160329 



KENNEDY/ JENKS CONSULTANTS 

C-2-29-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-036 Work Order #: DLC8Rl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~CA~S~#~---- RESULT 

000195 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160330 



KENNEDY/ JENKS CONSULTANTS 

C-2-30-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-037 Work Order #: DLCBTlOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

000:196 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160331 



KENNEDY/JENKS CONSULTANTS 

C-2-30-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-038 Work Order #: DLC8Vl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
~CA~S~#~---- RESULT 

0001.9'7 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160332 



KENNEDY/JENKS CONSULTANTS 

C-2-31-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-039 Work Order #: DLC8W101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS} TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

CAS # 

0001.98 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160333 



KENNEDY/ JENKS CONSULTANTS 

C-2-31-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-040 Work Order #: DLC8Xl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 

~CA~S~#~---- RESULT 

000199 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160334 



KENNEDY/JENKS CONSULTANTS 

C-2-31-15 

GC/MS Volatiles 

Lot-Sample #: EOI290371-041 Work Order #: DLC91101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#~---- RESULT TIME UNITS 
None ug/kg 

000200 

BOE-CS-0160335 



KENNEDY/JENKS CONSULTANTS 

C-2-32-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-042 Work Order #: DLC93101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA=S~#~---- =RE=S~U~L=T~--- ~T=I~M~E __ __ UNITS 
None ug/kg 

000201. 

BOE-C6-0160336 



KENNEDY/JENKS CONSULTANTS 

C-2-32-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-043 Work Order #: DLC94101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER CAS # RESULT TIME UNITS -----
None ug/kg 

0002C2 
BOE-CS-0160337 



KENNEDY/JENKS CONSULTANTS 

C-2-33-5 

GC/MS Volatiles 

Lot-Sample #: EOI290371-044 Work Order #: DLC96101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER CAS # 
None 

0002C3 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160338 



KENNEDY/JENKS CONSULTANTS 

C-2-33-10 

GC/MS Volatiles 

Lot-Sample #: EOI290371-045 Work Order #: DLC98101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER .=CA::..::S~#"----- ::.:R=.ES=-U::..:L::..:T:____ .::.T.=I:...:M=.E __ UNITS 
None ug/kg 

0002C4 

BOE-CS-0160339 



KENNEDY/ JENKS CONSULTANTS 

TRIP BLANK 

GC/MS Volatiles 

Lot-Sample #: EOI290371-047 Work Order #: DLC9Dl01 Matrix: WATER 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

CAS # 

ooozcs 

ESTIMATED 
RESULT 

RETENTION 
TIME UNITS 

ug/L 

BOE-CS-0160340 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-001 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

% Moisture . .... : 

REPORTING 
PARAMETER RESULT LIMIT ~UN~I~T~S ____ _ METHOD 

Prep Batch# ... : 0274142 
Aluminum 20000 20.0 mg/kg SW846 6010B 

Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Arsenic 3.7 1.0 mg/kg SW846 6010B 
Dpution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Antimony ND 6.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Barium 121 2.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Cadmium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0'274040 

Chromium 21.0 1.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Beryllium 0.51 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Lead 12.3 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Selenium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 19:39 

Instrument ID .. : MOl MS Run # ....... : 0274040 

(Continued on next page) 

0002CS 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7J104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC7J105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7Jl06 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC7J107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7Jl08 
Analyst ID ..... : 0 031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7J109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7J10A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7J10C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7J10D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160341 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-9-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-001 

PARAMETER RESULT 
Silver ND 

Cobalt 9.5 

Copper 17.5 

Molybdenum 0.52 B 

Nickel 13.0 

Thallium 1.2 

Vanadium 45.3 

Zinc 46.9 

Prep Batch # .•. : 0274147 
Mercury 0.025 B 

NOTE (S) : 
B Estimated result. Result is less tl1an RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : -MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

000207 

METHOD 
SW846 6010B 

Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:39 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:05 

MS Run# ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC7J10E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7J10F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7J10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7J10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7J10J 
Analyst ID ..... : 0031190 

MDL ............ : 0. 30 

10/03-10/04/00 DLC7J10K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC7J10L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7J10M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC7J10N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-CS-0160342 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-003 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 24200 

Arsenic 2.6 

Antimony ND 

Barium 131 

Cadmium ND 

Chromium 24.2 

Beryllium 0.59 

Lead 4.6 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... , 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

0002C8 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

19:45 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7L104 
Analyst ID ..... : 003119 

MDL .......... ,.: 8.0 

10/03-10/04/00 DLC7L105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7L106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC7L107 
Analyst ID ..... : 0 031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7L108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7L109 
Analyst ID ..... : 0031190 

·MDL .......... ,.: 0.10 

10/03-10/04/00 DLC7L10A 
Analyst ID ..... : 0031190 

MDL ... , ....... ,: 0.050 

10/03-10/04/00 DLC7Ll0C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7L10D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160343 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-003 

PARAMETER RESULT 
Silver ND 

Cobalt 10.4 

Copper 20.8 

Molybdenum 0.83 B 

Nickel 16.6 

Thallium ND 

Vanadium 56.4 

Zinc 54.8 

Prep Batch# ... : 0274147 
Mercury 0.038 B 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : .MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

000209 

METHOD 
SW846 601GB 

Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 19:45 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:07 

MS Run# ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC7LlOE 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7L10F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7L10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7L10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7L10J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7LlOK 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC7L10L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7L10M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC7L10N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-CS-0160344 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-004 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 17600 

Arsenic 1.5 

Antimony 0.28 B 

Barium 109 

Cadmium ND 

Chromium 20.3 

Beryllium 0.48 B 

Lead 4.2 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

(Continued on 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

next page) 

000210 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

20:05 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7N104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC7N105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7N106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC7N107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7N108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7N109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7N10A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7N10C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7N10D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160345 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-10-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-004 

PARAMETER RESULT 
Silver ND 

Cobalt 8.0 

Copper 20.0 

Molybdenum 0.91 B 

Nickel 11.7 

Thallium 1.0 

Vanadium 41.0 

Zinc 39.5 

Prep Batch# ... : 0274147 
Mercury 0.029 B 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

0002j_:t 

METHOD 
SWB46 6010B 

Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 02740-!0 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:05 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:08 

MS Run# ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC7NlOE 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7N10F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7N10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7N10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7N10J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7N10K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC7N10L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7N10M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC7N10N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-C6-0160346 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-005 Matrix ....... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

%Moisture ..... : 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 28900 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7P104 

Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 8.0 

Arsenic 2.1 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7P105 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

Antimony ND 6.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7P106 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.20 

Barium 140 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7P107 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7P108 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Chromium 27.5 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7P109 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.73 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7P10A 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Lead 5.3 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7P10C 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7P10D 
Dilution Factor: 1 Analysis Time .. : 20:11 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

(Continued on next page) 

0002:1.2 

BOE-CS-0160347 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-11-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-00S 

PARAMETER RESULT 
Silver ND 

Cobalt 9.0 

Copper 18.9 

Molybdenum 0.83 B 

Nickel 15.7 

Thallium ND 

Vanadium 53.6 

Zinc 52.8 

Prep Batch# ... : 0274147 
Mercury 0.027 B 

NOTE (S}: 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 20:11 

MS Run #.,,,, .. : 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run# .. , ... ,: 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run #.,.,.,,: 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run# ...... ,: 0274040 

SW846 6010B 
Analysis Time .. : 20:11 

MS Run # ..... ,.: 0274040 

SW846 6010B 
Analysis Time.,: 20:11 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:10 

MS Run# ....... : 0274044 

00021.3 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC7P10E 

Analyst ID ... ,.: 0031190 

MDL .. ,., .. ,.,,,: 0.10 

10/03-10/04/00 DLC7P10F 
Analyst ID ..... : 0031190 

MDL ... ,,,,,, ... : 0.10 

10/03-10/04/00 DLC7P10G 
Analyst ID ..... : 0031190 

MDL ........ ,,,,: 0.40 

10/03-10/04/00 DLC7P10H 
Analyst ID .. , .. : 0031190 

MDL .. ,,,,.,,,,,: 0.30 

10/03-10/04/00 DLC7P10J 
Analyst ID., ... : 0031190 

MDL ... ,.,,.,,,.: 0.30 

10/03-10/04/00 DLC7P10K 
Analyst ID .. , .. : 0031190 

MDL ... ,, ..... ,.: 0.50 

10/03-10/04/00 DLC7P10L 
Analyst ID ... ,.: 0031190 

MDL ... ,.,,, .. ,.: 0.10 

10/03-10/04/00 DLC7P10M 
Analyst ID ..... : 0031190 

MDL.,.,,,,,,,,,: 1.0 

10/03/00 DLC7P10N 
Analyst ID. , . , . : 0210880 

MDL ............ : 0.020 

BOE-CS-0160348 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

TOTAL Metals 

Lot-Sample# ... : EOI290371-007 Matrix ....... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
%Moisture ..... : 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 19900 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7R104 

Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 8.0 

Arsenic 3.7 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7R105 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ... , ........ : 0.40 

Antimony ND 6.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7R106 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.20 

Barium 95.6 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7R107 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL .... ,, ...... : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7R108 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0 031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Chromium 20.6 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7R109 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.46 B 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7R10A 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Lead 6.7 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7R10C 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7R10D 
Dilution Factor: 1 Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

(Continued on next page) 

00021..4 

BOE-CS-0160349 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-12-3 

TOTAL Metals 

Lot-Sample# ... : EOI290371-007 Matrix ......... : SOLID 

PARAMETER RESULT 
Silver ND 

Cobalt 8.1 

Copper 269 

Molybdenum 0.87 B 

Nickel 15.5 

Thallium ND 

Vanadium 38.9 

Zinc 48.7 

Prep Batch# ... : 0274147 
Mercury 0.027 B 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/03-10/04/00 DLC7R10E 

Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC7R10F 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC7R10G 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.40 

SW846 6010B 10/03-10/04/00 DLC7R10H 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.30 

SW846 6010B 10/03-10/04/00 DLC7R10J 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.30 

SW846 6010B 10/03-10/04/00 DLC7R10K 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.50 

SW846 6010B 10/03-10/04/00 DLC7R10L 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC7R10M 
Analysis Time .. : 20:17 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 1.0 

SW846 7471A 10/03/00 DLC7R10N 
Analysis Time .. : 17:16 Analyst ID ..... : 0210880 

MS Run# ....... : 0274044 MDL ............ : 0.020 

BOE-CS-0160350 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-008 Matrix . ...... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

%Moisture ..... : 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 33600 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T104 

Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 8.0 

Arsenic 2.9 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T105 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.-10 

Antimony ND 6.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T106 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.20 

Barium 134 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T107 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/0-1/00 DLC7Tl08 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.050 

Chromium 30.0 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T109 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.87 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7T10A 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Lead 6.1 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC7T10C 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/03-10/0-1/00 DLC7TlOD 
Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.-10 

(Continued on next page) 

00021 .. 6 

BOE-CS-0160351 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-13-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-008 Matrix ......... : SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 
Silver ND 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC7T10E 

Dilution Factor: 1 Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.10 

Cobalt 10.4 

Copper 20.0 

Molybdenum 0.74 B 

Nickel 16.7 

Thallium 1.2 

Vanadium 59.4 

Zinc 58.5 

Prep Batch# ... : 0274147 
Mercury ND 

NOTE(S): 
B Estimated result. Result is less than RL. 

5.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 rng/kg 
Dilution Factor: l 

Instrument ID.,: MOl 

5.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

000217 

SW846 GOlOB 10/03-10/04/00 DLC7T10F 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW84G GOlOB 10/03-10/04/00 DLC7T10G 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0 . ..10 

SW84G GOlOB 10/03-10/04/00 DLC7TlOH 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.30 

SW84G GOlOB 10/03-10/04/00 DLC7TlOJ 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.30 

SW846 6010B 10/03-10/04/00 DLC7T10K 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.50 

SW846 6010B 10/03-10/04/00 DLC7TlOL 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW846 GOlOB 10/03-10/04/00 DLC7T10M 
Analysis Time .. : 20:23 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 1.0 

SW846 7471A 10/03/00 DLC7T10N 
Analysis Time .. : 17:18 Analyst ID ..... : 0210880 

MS Run# ....... : 0274044 MDL ............ : 0.020 

BOE-CS-0160352 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-010 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
%Moisture ..... : 

REPORTING 
PARAMETER RESULT LIMIT ~UN~I~T~S ____ _ METHOD 

Prep Batch# ... : 0274142 
Aluminum 32100 20.0 mg/kg SW846 6010B 

Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Arsenic 2.4 1.0 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Antimony ND 6.0 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Barium 168 2.0 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS' Run # ....... : 0274040 

Cadmium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Chromium 28.6 1.0 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Beryllium 0.81 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Lead 6.8 0.50 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Selenium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: l Analysis Time .. : 20:29 

Instrument ID .. : MOl MS Run # ....... : 0274040 

(Continued on next page) 

OOOZ:t8 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7W104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC7W105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7W106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC7W107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7W108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7W109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7W10A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC7W10C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7W10D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160353 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-14-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-010 

PARAMETER RESULT 
Silver ND 

Cobalt 15.3 

Copper 20.9 

Molybdenum 0.57 B 

Nickel 17.1 

Thallium 0.62 B 

Vanadium 64.7 

Zinc 59.3 

Prep Batch# ... : 0274147 
Mercury 0.11 

NOTE (S) : 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

0002:l9 

METHOD 
SW846 6010B 

Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:29 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:20 

MS Run # ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC7WlOE 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7W10F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC7W10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC7W10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7W10J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC7W10K 
Analyst ID ..... : 0031190 

MDL ............ : 0.5J 

10/03-10/04/00 DLC7W10L 
Analyst ID ..... : 0031190 

MDL ............ : o.:J 

i0/03-10/04/00 DLC7W10M 
Analyst ID ..... : CC'3!190 

MDL ............ : 1~.: 

10/03/00 DLC7W10N 
Analyst ID ..... : :::JSSO 

MDL ............ : .~.;:0 

BOE-CS-0160354 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-013 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 27100 

Arsenic 1.8 

Antimony ND 

Barium 139 

Cadmium ND 

Chromium 27.1 

Beryllium 0.74 

Lead 5.5 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

(Continued on 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

next page) 

0002ZO 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

20:35 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC81104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC81105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC81106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC81107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC81108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC81109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8110A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8110C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8110D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160355 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-013 Matrix . ........ : SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 
Silver ND 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110E 

Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Cobalt 10.1 5.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110F 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Copper 17.7 2.5 mg/kg SW846 6010B 10/03-10/04/00 DLC8110G 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

Molybdenum 0.57 B 4.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110H 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.30 

Nickel 14.4 4.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110J 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0. 30 

Thallium 0.92 B 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110K 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.50 

Vanadium 51.6 5.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110L 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run If. ...... : 0274040 MDL ............ : 0.10 

Zinc 45.8 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8110M 
Dilution Factor: 1 Analysis Time .. : 20:35 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 1.0 

Prep Batch # ... : 0274147 
Mercury ND 0.10 mg/kg SW846 7471A 10/03/00 DLC8110N 

Dilution Factor: 1 Analysis Time .. : 17:22 Analyst ID ..... : 0210880 

Instrument ID .. : M04 MS Run # ....... : 0274044 MDL ............ : 0.020 

NOTE(S): 
B Estimated result. Result is less than RL. 

000221. 

BOE-C6-0160356 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-014 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 29200 

Arsenic 3.2 

Antimony ND 

Barium 182 

Cadmium ND 

Chromium 30.4 

Beryllium 0.68 

Lead 6.0 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

(Continued on next page) 

000222 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

20:41 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC82104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC82105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC82106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC82107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC82108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC82109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8210A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8210C 
Analyst ID ..... : 0031190 

MDL., .......... : 0.30 

10/03-10/04/00 DLC8210D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-CS-0160357 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-15-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-014 

PARAMETER RESULT 
Silver ND 

Cobalt 12.4 

Copper 26.7 

Molybdenum 0.58 B 

Nickel 20.9 

Thallium 0.99 B 

Vanadium 63.4 

Zinc 68.8 

Prep Batch# ... : 0274147 
Mercury 0.035 B 

NOTE (S) : 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : .MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 20:41 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:41 

MS Run# ..... ,.: 0274040 

SW846 7471A 
Analysis Time .. : 17:23 

MS Run# ....... : 0274044 

000223 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8210E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8210F 
Analyst ID ..... : 0031190 

MDL ...... , ..... : 0.10 

10/03-10/04/00 DLC8210G 
Analyst ID ..... : 0031190 

'MDL ............ : 0.40 

10/03-10/04/00 DLC8210H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8210J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8210K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8210L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8210M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8210N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-CS-0160358 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-015 Matrix ....... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

% Moisture . .... : 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 34300 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC83104 

Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 8.0 

Arsenic 2.6 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC83105 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.40 

Antimony ND 6.0 mg/kg SW846 6010B 10/03-10/04/00 DLC83106 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.20 

Barium 168 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC83107 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC83108 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Chromium 34.2 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC83109 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.93 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8310A 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Lead 5.5 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8310C 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8310D 
Dilution Factor: 1 Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

(Continued on next page) 

000224 

BOE-CS-0160359 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-16-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-015 Matrix ......... : SOLID 

PARAMETER RESULT 
Silver ND 

Cobalt 10.2 

Copper 16.2 

Molybdenum 0.71 B 

Nickel 20.0 

Thallium ND 

Vanadium 63.9 

Zinc 54.0 

Prep Batch# ... : 0274147 
Mercury 0.036 B 

NOTE (S) : 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 rng/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 GOlOB 10/03-10/04/00 DLC8310E 

Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC8310F 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC8310G 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.40 

SW846 6010B 10/03-10/04/00 DLC8310H 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.30 

SW846 6010B 10/03-10/04/00 DLC8310J 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.30 

SW846 6010B 10/03-10/0-±/00 DLC8310K 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run# ....... : 0274040 MDL ............ : 0.50 

SW846 6010B 10/03-10/04/00 DLC8310L 
Analysis Time .. : 20:47 Analyst ID ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 0.10 

SW846 6010B 10/03-10/04/00 DLC8310M 
Analysis Time .. : 20:47 Analyst ~D ..... : 0031190 

MS Run # ....... : 0274040 MDL ............ : 1.0 

SW846 7471A 10/03/00 DLC8310N 
Analysis Time .. : 17:25 AnaC.yst: :;:) ..... : 0210530 

MS Run# ....... : 02740-14 MDL ............ : O.O::C 

BOE-C6-0160360 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-017 Matrix ....... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
%Moisture ..... : 

REPORTING PREPARATION- WORK 
PARAMETER RESULT ~L~I~M~I~T____ ~UN~I~T~S_____ ~M_E_T_H~O~D __________ __ ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 14500 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC85104 

Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 003119 

I·nstrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 8.0 

Arsenic 3.1 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC85105 
DHution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.40 

Antimony ND 6.0 mg/kg SW846 6010B 10/03-10/04/00 DLC85106 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.20 

Barium 109 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC85107 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC85108 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Chromium 18.0 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC85109 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.42 B 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8510A 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.050 

Lead 9.1 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8510C 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8510D 
Dilution Factor: 1 Analysis Time .. : 20:53 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

(Continued on next page) 

00022S 

BOE-C6-0160361 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-017 

PARAMETER RESULT 
Silver ND 

Cobalt 9.5 

Copper 23.5 

Molybdenum 0.54 B 

Nickel 11.8 

Thallium ND 

Vanadium 36.2 

Zinc 40.4 

Prep Batch# ... : 0274147 
Mercury ND 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : .MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

000227 

METHOD 
SW846 6010B 

Analysis Time .. : 20:53 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run# ... , ... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:53 

MS Run# ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:27 

MS Run # ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8510E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8510F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8510G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8510H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8510J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8510K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8510L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8510M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8510N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-C6-0160362 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-018 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
% Moisture . .... : 

REPORTING 
PARAMETER RESULT LIMIT _UN __ I_T_S ____ _ METHOD 

Prep Batch# ... : 0274142 
Aluminum 30400 20.0 mg/kg SW846 6010B 

Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Arsenic 3.2 1.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Antimony ND 6.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Barium 118 2.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Cadmium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Chromium 30.9 1.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Beryllium 0.97 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Lead 6.4 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Selenium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 20:59 

Instrument ID .. : MOl MS Run# ....... : 0274040 

(Continued on next page) 

0002ZS 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC86104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC86105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC86106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC86107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC86108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC86109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8610A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8610C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8610D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-C6-0160363 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-17-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-018 

PARAMETER RESULT 
Silver ND 

Cobalt 12.7 

Copper 23.0 

Molybdenum 0.46 B 

Nickel 24.7 

Thallium 1.5 

Vanadium 68.2 

Zinc 68.7 

Prep Batch# ... : 0274147 
Mercury 0.11 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

000229 

METHOD 
SW846 6010B 

Analysis Time .. : 20:59 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 20:59 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:29 

MS Run# ....... : 0274044 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8610E 

Analyst ID ..... : 0031190 

MDL ............. : 0.10 

10/03-10/04/00 DLC8610F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8610G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8610H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8610J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8610K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8610L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8610M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8610N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-C6-0160364 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-019 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
% Moisture . .... : 

REPORTING 
PARAMETER RESULT LIMIT ~UN~I~T~S _____ ~M~E~T~H~O~D __________ _ 

Prep Batch# ... : 0274142 
Aluminum 35500 20.0 mg/kg SW846 6010B 

Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Arsenic 2.5 1.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Antimony ND 6.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Barium 136 2.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Cadmium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Chromium 35.2 1.0 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run# ....... : 0274040 

Beryllium 0.93 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Lead 6.2 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

Selenium ND 0.50 mg/kg SW846 6010B 
Dilution Factor: 1 Analysis Time .. : 21:19 

Instrument ID .. : MOl MS Run # ....... : 0274040 

(Continued on next page) 

000230 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC87104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC87105 
Analyst ID ..... : 0031190 

MDL ........... ,: 0.40 

10/03-10/04/00 DLC87106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC87107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC87108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC87109 
Analyst ID ..... : 00311:?0 

MDL ............ : 0.10 

10/03-10/04/00 DLC8710A 
Analyst ID ..... : 0031190 

MDL ............ : 0.05~ 

10/03-10/04/00 DLC8710C 
Analyst ID ..... : 00311:?.:' 

MDL ............ : 0.30 

10/03-10/04/00 DLcs-:;.oD 
Analyst ID ..... : 003::9.) 

MDL ............ : 0.40 

BOE-C6-0160365 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-18-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-019 

PARAMETER RESULT 
Silver ND 

Cobalt 10.4 

Copper 19.9 

Molybdenum 0.52 B 

Nickel 23.0 

Thallium 0.74 B 

Vanadium 66.6 

Zinc 62.5 

Prep Batch# ... : 0274147 
Mercury 0.074 B 

NOTE(S): 
B Estimated result. Result is less !han RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 21:19 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:19 

MS Run# ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:31 

~IS Run # ....... : 0274044 

000231. 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8710E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8710F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8710G 
Analyst ID ..... : 0031190 

MDL ............ : 0.-10 

10/03-10/04/00 DLC8710H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8710J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8710K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8710L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8710M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8710N 
Analyst ID ..... : 0210850 

MDL ............ : 0.0~0 

BOE-C6-0160366 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-021 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 33100 

Arsenic 2.7 

Antimony ND 

Barium 240 

Cadmium ND 

Chromium 34.0 

Beryllium 0.88 

Lead 6.1 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

(Continued on 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

next page) 

0002.32 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

21:25 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC89104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC89105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC89106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC89107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC89108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC89109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8910A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8910C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8910D 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

BOE-C6-0160367 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-19-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-021 

PARAMETER RESULT 
Silver ND 

Cobalt 12.8 

Copper 19.8 

Molybdenum 0.82 B 

Nickel 23.5 

Thallium 1.2 

Vanadium 63.3 

Zinc 60.6 

Prep Batch# ... : 0274147 
Mercury 0.049 B 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 21:25 

MS Run# ....... , 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run #., ..... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:25 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:33 

MS Run# ....... : 0274044 

000233 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8910E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8910F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8910G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8910H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8910J 
Analyst ID ..... : 0031190 

MDL ....... , .... : 0.30 

10/03-10/04/00 DLC8910K 
Analyst ID ..... : 0031190 

MDL., .. , .. ,., .. : 0.50 

10/03-10/04/00 DLC8910L 
Analyst ID ..... : 0031190 

MDL ........ ,, .. : 0.10 

10/03-10/04/00 DLC8910M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8910N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-C6-0160368 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-023 Matrix ....... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

%Moisture ..... : 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0274142 
Aluminum 32800 20.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8C104 

Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 8.0 

Arsenic 3.0 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8C105 
D;i,J..ution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.40 

Antimony ND 6.0 mg/kg SW846 601GB 10/03-10/04/00 DLC8C106 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.20 

Barium 258 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8C107 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8C108 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.050 

Chromium 32.8 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8C109 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Beryllium 0.84 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8C10A 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.050 

Lead 5.9 0.50 mg/kg SW846 6010B 10/03-10/04/00 DLC8C10C 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 601GB 10/03-10/04/00 DLC8C10D 
Dilution Factor: 1 Analysis Time .. : 21:31 Analyst ID ..... : 0 031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.40 

(Continued on next page) 

0002.34 

BOE-C6-0160369 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-21-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-023 

PARAMETER RESULT 
Silver ND 

Cobalt 11.2 

Copper 18.3 

Molybdenum 0.38 B 

Nickel 21.3 

Thallium 0.78 B 

Vanadium 62.3 

Zinc 57.4 

Prep Batch# ... : 0274147 
Mercury 0.041 B 

NOTE(S): 
8 Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : -MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 21:31 

MS Run jj. ••••••• : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run#- ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run#- ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run #- ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run#- ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run jj. ••••••• : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run jj. ••••••• : 0274040 

SW846 6010B 
Analysis Time .. : 21:31 

MS Run# ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:39 

MS Run#- ....... : 0274044 

00023~ 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLC8C10E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8C10F 
Analyst ID ..... : 0031190 

MDL ............ : 0 .10 

10/03-10/04/00 DLC8C10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8C10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8C10J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8C10K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8C10L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8C10M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLC8C10N 
Ana:yst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-CS-0160370 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-025 
Date Sampled ... : 09/29/00 
% Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Arsenic 3.0 

Aluminum 16000 

Antimony ND 

Barium 129 

Cadmium ND 

Chromium 19.3 

Beryllium 0.46 B 

Lead 9.0 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

00023S 

21:37 

0274040 

21:3 7 

0274040 

21:37 

0274040 

21:37 

0274040 

21:37 

0274040 

21:37 

0274040 

21:3 7 

0274040 

21:37 

0274040 

21:37 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC8E105 
Analyst ID ..... : 003119 

MDL ............ : 0.40 

10/03-10/04/00 DLC8E104 
Analyst ID ..... : 0031190 

MDL ............ : 8.0 

10/03-10/04/00 DLC8E106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC8E107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8E108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8E109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8E10A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8E10C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8E10D 
Analyst ID ..... : 0031190 

MDL ........... ,: 0.40 

BOE-CS-0160371 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-22-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-025 

PARAMETER RESULT 
Silver ND 

Cobalt 10.9 

Copper 22.9 

Molybdenum 0.82 B 

Nickel 13.5 

Thallium 1.5 

Vanadium 39.1 

Zinc 45.3 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S}: 
B Es£ima£ed result. Resul£ is less £han RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : -MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run# ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 6010B 
Analysis Time .. : 21:37 

MS Run # ....... : 0274040 

SW846 7471A 
Analysis Time .. : 17:45 

MS Run# ....... : 0276213 

000237 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/03-10/04/00 DLCBE10E 

Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8E10F 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8E10G 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8E10H 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8E10J 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8E10K 
Analyst ID ..... : 0031190 

MDL ............ : 0.50 

10/03-10/04/00 DLC8E10L 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8E10M 
Analyst ID ..... : 0031190 

MDL ............ : 1.0 

10/03/00 DLCBE10N 
Analyst ID ..... : 0210880 

MDL ............ : 0.020 

BOE-CS-0160372 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-026 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0274142 
Aluminum 33100 

Arsenic 3.0 

Antimony ND 

Barium 232 

Cadmium ND 

Chromium 34.4 

Beryllium 0.96 

Lead 5.6 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
D.ilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

(Continued on next page) 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

21:43 

0274040 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC8F104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/03-10/04/00 DLC8F105 
Analyst ID ..... : 0031190 

MDL ............ : 0.40 

10/03-10/04/00 DLC8F106 
Analyst ID ..... : 0031190 

MDL ............ : 0.20 

10/03-10/04/00 DLC8F107 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8F108 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8F109 
Analyst ID ..... : 0031190 

MDL ............ : 0.10 

10/03-10/04/00 DLC8F10A 
Analyst ID ..... : 0031190 

MDL ............ : 0.050 

10/03-10/04/00 DLC8F10C 
Analyst ID ..... : 0031190 

MDL ............ : 0.30 

10/03-10/04/00 DLC8FlOD 
Analyst ID ..... : 0031190 

MDL ............ : 0 . ..10 

BOE-CS-0160373 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-22-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-026 Matrix ......... : SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 
Silver ND 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8F10E 

Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ........ ,.,.: 0.10 

Cobalt 11.1 5.0 mg/kg SW846 6010B 10/03-10/04/00 DLC8F10F 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : ·MOl MS Run # ....... : 0274040 MDL ...... ,.,,,.: 0.10 

Copper 16.8 .2 .5 mg/kg SW846 6010B 10/03-10/04/00 DLC8F10G 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL .......... ,.: 0.40 

Molybdenum 0.38 B 4.0 mg/kg SW846 6010B 10/03-10/04/00 DLCBF10H 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.30 

Nickel 21.3 4.0 mg/kg SW846 6010B 10/03-10/04/00 DLCBF10J 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0. 30 

Thallium 1.1 1.0 mg/kg SW846 6010B 10/03-10/04/00 DLCBF10K 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run# ....... : 0274040 MDL ............ : 0.50 

Vanadium 62.3 5.0 mg/kg SW846 6010B 10/03-10/04/00 DLCBF10L 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 0.10 

Zinc 57.2 2.0 mg/kg SW846 6010B 10/03-10/04/00 DLCBF10M 
Dilution Factor: 1 Analysis Time .. : 21:43 Analyst ID ..... : 0031190 

Instrument ID .. : MOl MS Run # ....... : 0274040 MDL ............ : 1.0 

Prep Batch # ... : 0276423 
Mercury 0.037 B 0.10 mg/kg SW846 7471A 10/03/00 DLCBFlON 

Dilution Factor: 1 Analysis Time .. : 17:51 Analyst ID ..... : 0210880 

Instrument ID .. : M04 MS Run # ... , ... : 0276213 MDL ............ : 0.020 

NOTE (S) : 
B Estimated result. Result is less than RL. 

000239 

BOE-CS-0160374 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-031 Matrix ....... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
% Moisture . .... : 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 0276395 
Aluminum 23500 20.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8L104 

Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 8.0 

Arsenic 2.4 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8L105 
D.iJ.ution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL .......... ,.: 0.40 

Antimony ND 6.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8L106 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.20 

Barium 141 2.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8L107 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLC8L108 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 0.050 

Chromium 25.2 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8L109 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 0.10 

Beryllium 0.70 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLC8L10A 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 0.050 

Lead 5.7 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLC8L10C 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL .......... ,.: 0.30 

Selenium ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLC8L10D 
Dilution Factor: 1 Analysis Time .. : 03:18 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run # ....... : 0276214 MDL ............ : 0.40 

(Continued on next page) 

000240 

BOE-CS-0160375 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-27-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-031 

PARAMETER RESULT 
Silver ND 

Cobalt 14.8 

Copper 16.0 

Molybdenum 0.88 B 

Nickel 14.0 

Thallium 0.52 B 

Vanadium 53.3 

Zinc 50.0 

Prep Batch# ... : 0276423 
Mercury 0.035 B 

NOTE (S) : 
B Estimated result. R~sult is l~ss than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : -MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 03:18 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run # ....... : 0276214 

SW846 60lOB 
Analysis Time .. : 03:18 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:18 

MS Run# ....... : 0276214 

SW846 7471A 
Analysis Time .. : 17:57 

MS Run # ....... : 0276213 

000241. 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8L10E 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLCBL10F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLCBL10G 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLCBL10H 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLCBL10J 
Analyst ID ..... : 0031194 

MDL ............ : 0. 30 

10/02-10/04/00 DLCBL10K 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

10/02-10/04/00 DLCBL10L 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8L10M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLCBL10N 
Analyst ID ..... : 0210884 

MDL .... - ....... : 0 . 0 2 0 

BOE-C6-0160376 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-033 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 27800 

Arsenic 3.0 

Antimony ND 

Barium 154 

Cadmium ND 

Chromium 27.0 

Beryllium 0.82 

Lead 6.5 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT 

20.0 

UNITS 

mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
D.iJution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

000242 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

03:47 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLCBN104 
Analyst ID ..... : 003119 

MDL.,, ......... : 8.0 

10/02-10/04/00 DLCBN105 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC8N106 
Analyst ID ..... : 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLCBN107 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8N108 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLC8N109 
Analyst ID ..... : 0031194 

MDL.,., ........ : 0.10 

10/02-10/04/00 DLC8N10A 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLCBN10C 
Analyst ID ..... : 0031194 

MDL.,.,., .. , .. ,: 0.30 

10/02-10/04/00 DLC8N10D 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

·, 

BOE-CS-0160377 



KENNEDY/ .JENKS CONSULTANTS 

Client Sample ID: C-2-28-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-033 

PARAMETER RESULT 
Silver ND 

Cobalt 12.9 

Copper 17.3 

Molybdenum 1.2B 

Nickel 17.8 

Thallium 0.74 B 

Vanadium 53.0 

Zinc 55.9 

Prep Batch# ... : 0276423 
Mercury 0.037 B 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : -MOl 

2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:47 

MS Run# .... , .. : 0276214 

SW846 7471A 
Analysis Time .. : 17:59 

MS Run# ....... : 0276213 

000243 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLCBN10E 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8N10F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8N10G 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLCBN10H 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8N10J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLCBN10K 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

10/02-10/04/00 DLC8N10L 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8N10M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLC8N10N 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-CS-0160378 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-035 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 17100 

Arsenic 2.1 

Antimony ND 

Barium 140 

Cadmium ND 

Chromium 21.0 

Beryllium 0.54 

Lead 5.7 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

000244 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

03:53 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLC8Q104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/02-10/04/00 DLC8Q105 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLCBQ106 
Analyst ID ..... : 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLC8Q107 
Analyst ID ..... : 0031194 

MDL ...... ,., ... : 0.10 

10/02-10/04/00 DLCBQ108 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLCBQ109 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8Q10A 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLCBQ10C 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLCBQlOD 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

BOE-CS-0160379 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-29-1 

TOTAL Metals 

Lot-Sample# ... : EOI290371-035 

PARAMETER RESULT 
Silver ND 

Cobalt 10.3 

Copper 17.6 

Molybdenum 0.72 B 

Nickel 12.3 

Thallium 0.84 B 

Vanadium 44.2 

Zinc 42.0 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

. 2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 03:53 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 03:53 

MS Run# ....... : 0276214 

SW846 7471A 
Analysis Time .. : 18:01 

MS Run# ....... : 0276213 

000245 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8Q10E 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8Q10F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8Q10G 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC8Q10H 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8Q10J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8Q10K 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

10/02-10/04/00 DLC8Q10L 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8Q10M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLC8Q10N 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-CS-0160380 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-036 Matrix ....... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 
% Moisture . .... : 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch# ... : 027G395 
Aluminum 27100 20.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8R104 

Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 003119 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 8.0 

Arsenic 1.9 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8R105 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.40 

Antimony ND 6.0 mg/kg SW846 GOlOB 10/02-10/04/00 DLC8Rl0G 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.20 

Barium 123 2.0 mg/kg SW846 6010B 10/02-10/04/00 DLCBR107 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.10 

Cadmium ND 0.50 mg/kg SW846 GOlOB 10/02-10/04/00 DLC8R108 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.050 

Chromium 28.0 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLC8R109 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.10 

Beryllium 0.77 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLC8R10A 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.050 

Lead 5.7 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLCBR10C 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run# ....... : 0276214 MDL ............ : 0.30 

Selenium ND 0.50 mg/kg SW846 GOlOB 10/02-10/04/00 DLC8Rl0D 
Dilution Factor: 1 Analysis Time .. : 14:46 Analyst ID ..... : 0031194 

Instrument ID .. : MOl MS Run 11 ....... : 0276214 MDL ............ : 0.40 

(Continued on next page) 

000246 

BOE-CS-0160381 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-29-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-036 

PARAMETER RESULT 
Silver ND 

Cobalt 8.0 

Copper 17.9 

Molybdenum 0.68 B 

Nickel 1.3. 9 

Thallium ND 

Vanadium 50.8 

Zinc 51..2 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

-2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run # ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 601.0B 
Analysis Time .. : 14:46 

MS Run# ....... : 0276214 

SW846 7471A 
Analysis Time .. : 18:03 

MS Run # ....... : 0276213 

000247 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8R10E 

Analyst ID ... ,.: 0031194 

MDL ............ : 0.10 

1.0/02-1.0/04/00 DLC8Rl.OF 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

1.0/02-1.0/04/00 DLC8Rl.OG 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

1.0/02-10/04/00 DLC8R10H 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

1.0/02-10/04/00 DLC8R10J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8RlOK 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

1.0/02-10/04/00 DLC8Rl.OL 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

1.0/02-10/04/00 DLC8R10M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLC8RlON 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-CS-0160382 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-037 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 30300 

Arsenic 2.3 

Antimony ND 

Barium 161 

Cadmium ND 

Chromium 33.7 

Beryllium 0.89 

Lead 6.7 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT ~UN~I~T~S _____ ~M=E~T~H=O=D __________ _ 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1..0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1..0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# .. ,., .. : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

(Continued on next page) 

000.24S 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

14:52 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLCBT104 
Analyst ID ..... : 003119 

MDL ........ ,,,.: 8.0 

10/02-10/04/00 DLCBT105 
Analyst ID ..... : 0031194 

MDL .......... ,.: 0.40 

10/02-10/04/00 DLC8Tl06 
Analyst ID ... ,.: 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLCBT107 
Analyst ID ..... : 0031194 

MDL ........ , ... : 0.10 

10/02-10/04/00 DLC8T108 
Analyst ID ..... : 0031194 

MDL .. ,., .. ,,, .. : 0.050 

10/02-10/04/00 DLC8T109 
Analyst ID ..... : 0031194 

MDL .......... ,.: 0.10 

10/02-10/04/00 DLC8T10A 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLC8T10C 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8T10D 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

BOE-CS-0160383 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-30-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-037 

PARAMETER RESULT 
Silver ND 

Cobalt 12.6 

Copper 25.7 

Molybdenum 0.76 B 

Nickel 18.4 

Thallium 0.78 B 

Vanadium 66.2 

Zinc 56.0 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.2 .5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 14:52 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

.MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run #oo 00 00 0: 0276214 

SW846 6010B 
Analysis Time .. : 14:52 

MS Run #oo 00 00 0: 0276214 

SW846 7471A 
Analysis Time .. : 18:05 

MS Run# ....... : 0276213 

000249 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLCSTlOE 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8T10F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8T10G 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC8T10H 
Analyst ID ..... : 0 031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8T10J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8T10K 
Analyst ID ..... : 0031194 

MDL ..... , ...... : 0.50 

10/02-10/04/00 DLC8T10L 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8T10M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLC8T10N 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-CS-0160384 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-039 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 21500 

Arsenic 3.3 

Antimony ND 

Barium 133 

Cadmium 0.17 B 

Chromium 24.1 

Beryllium 0.67 

Lead 6.4 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

000250 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

14:58 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLCBW104 
Analyst ID ..... : 003H9 

MDL ............ : 8.0 

10/02-10/04/00 DLCBW105 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLCBW106 
Analyst ID ..... : 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLCBW107 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLCBW108 
Analyst ID ..... : 003ll94 

MDL ............ : 0.050 

10/02-10/04/00 DLCBW109 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLCBW10A 
Analyst ID ..... : 003ll94 

MDL ............ : 0.050 

10/02-10/04/00 DLCBW10C 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLCBIHOD 
Analyst ID ..... : 003::.194 

MDL ............ : o.4c 

BOE-CS-0160385 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-31-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-039 

PARAMETER RESULT 
Silver ND 

Cobalt 10.5 

Copper 19.2 

Molybdenum l.lB 

Nickel l5.1 

Thallium 0.86 B 

Vanadium 48.3 

Zinc 60.6 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: l 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: l 

Instrument ID .. : MOl 

0 2.5 mg/kg 
Dilution Factor: l 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: l 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

l.O mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: l 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: l 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 60lOB 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 60l0B 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 60lOB 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 60lOB 
Analysis Time .. : 14:58 

MS Run# ....... : 0276214 

SW846 60lOB 
Analysis Time .. : 14:58 

MS Run # ....... : 0276214 

SW846 7471A 
Analysis Time .. : 18:07 

MS Run# ....... : 0276213 

000251. 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8W10E 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC8W10F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-l0/04/00 DLC8W10G 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC8WlOH 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

l0/02-10/04/00 DLC8W10J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC8WlOK 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

10/02-l0/04/00 DLC8WlOL 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

l0/02-10/04/00 DLC8WlOM 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLCSWlON 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-C6-0160386 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-32-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-042 
Date Sampled ... : 09/29/00 
%Moisture ..... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 24400 

Arsenic 2.1 

Antimony ND 

Barium 156 

Cadmium ND . 

Chromium 25.7 

Beryllium 0.72 

Lead 6.8 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT UNITS 

20.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

000252 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

15:04 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLC93102 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/02-10/04/00 DLC93103 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC93104 
Analyst ID ..... : 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLC93105 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC93106 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLC93107 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC93108 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLC93109 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC9310A 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

BOE-CS-0160387 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-32-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-042 Matrix ......... : SOLID 

PARAMETER RESULT 
Silver ND 

Cobalt 11.9 

Copper 20.7 

Molybdenum 0.84 B 

Nickel 16.6 

Thallium 1.0 

Vanadium 49.8 

Zinc 64.8 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S) : 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : ·MOl 

. .2 .5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/02-10/04/00 DLC9310C 

Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 0.10 

SW846 6010B 10/02-10/04/00 DLC9310D 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 0.10 

SW846 6010B 10/02-10/04/00 DLC9310E 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 0.40 

SW846 6010B 10/02-10/04/00 DLC9310F 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 0.30 

SW846 6010B 10/02-10/04/00 DLC9310G 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run# ....... : 0276214 MDL ............ : 0.30 

SW846 6010B 10/02-10/04/00 DLC9310H 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run# ....... : 0276214 MDL ............ : 0.50 

SW846 6010B 10/02-10/04/00 DLC9310J 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 0.10 

SW846 6010B 10/02-10/04/00 DLC9310K 
Analysis Time .. : 15:04 Analyst ID ..... : 0031194 

MS Run # ....... : 0276214 MDL ............ : 1.0 

SW846 7471A 10/03/00 DLC9310L 
Analysis Time .. : 18:09 Analyst ID ..... : 0210884 

MS Run# ....... : 0276213 MDL ............ : 0.020 

0002SJ 
BOE-CS-0160388 



KENNEDY/ JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-044 
Date Sampled ... : 09/29/00 
% Moisture . .... : 

PARAMETER RESULT 

Prep Batch# ... : 0276395 
Aluminum 20700 

Arsenic 3.1 

Antimony ND 

Barium 205 

Cadmium 0.26 B 

Chromium 26.0 

Beryllium 0.74 

Lead 6.6 

Selenium ND 

Date Received .. : 09/29/00 17:25 

REPORTING 
LIMIT 

20.0 

UNITS 

mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

6.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.50 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

METHOD 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run#., ..... : 

SW846 6010B 
Analysis Time .. : 

MS Run# ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

SW846 6010B 
Analysis Time .. : 

MS Run # ....... : 

(Continued on next page) 

000254 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

15:10 

0276214 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLC96104 
Analyst ID ..... : 003119 

MDL ............ : 8.0 

10/02-10/04/00 DLC96105 
Analyst ID ..... : 0031194 

MDL ............ : 0.40 

10/02-10/04/00 DLC96106 
Analyst ID ..... : 0031194 

MDL ............ : 0.20 

10/02-10/04/00 DLC96107 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC96108 
Analyst ID ..... : 0031194 

MDL ............ : 0.050 

10/02-10/04/00 DLC96109 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC9610A 
Analyst ID ..... : 0031194. 

MDL .. ,,, .. , .... : 0.050 

10/02-10/04/00 DLC9610C 
Analyst ID ..... : 0031194 

MDL ....... , .... : 0.30 

10/02-10/04/00 DLC9610D 
Analyst ID ..... : 0031194 

MDL ... ,., ...... : 0.40 

BOE-CS-0160389 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-33-5 

TOTAL Metals 

Lot-Sample# ... : EOI290371-044 

PARAMETER RESULT 
Silver ND 

Cobalt 10.7 

Copper 21.8 

Molybdenum 1.1B 

Nickel 14.4 

Thallium 0.66 B 

Vanadium 51.9 

Zinc 68.7 

Prep Batch# ... : 0276423 
Mercury ND 

NOTE (S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT UNITS 
1.0 mg/kg 

Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

. 2.5 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

4.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

5.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

2.0 mg/kg 
Dilution Factor: 1 

Instrument ID .. : MOl 

0.10 mg/kg 
Dilution Factor: 1 

Instrument ID .. : M04 

METHOD 
SW846 6010B 

Analysis Time .. : 15:10 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run# ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run # ....... : 0276214 

SW846 6010B 
Analysis Time .. : 15:10 

MS Run # ....... : 0276214 

SW846 7471A 
Analysis Time .. : 18:10 

MS Run# ....... : 0276213 

000:255 

Matrix . ........ : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC9610E 

Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC9610F 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC9610G 
Analyst ID ..... : 0031194 

MDL ....... , .... : 0.40 

10/02-10/04/00 DLC9610H 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC9610J 
Analyst ID ..... : 0031194 

MDL ............ : 0.30 

10/02-10/04/00 DLC9610K 
Analyst ID ..... : 0031194 

MDL ............ : 0.50 

10/02-10/04/00 DLC9610L 
Analyst ID ..... : 0031194 

MDL ............ : 0.10 

10/02-10/04/00 DLC9610M 
Analyst ID ..... : 0031194 

MDL ............ : 1.0 

10/03/00 DLC9610N 
Analyst ID ..... : 0210884 

MDL ............ : 0.020 

BOE-CS-0160390 



QC DATA ASSOCIATION SUMMARY 

EOI290371 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH PREP 
SAMPLE# MATRIX METHOD BATCH # BATCH # MS RUN# 

001 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0281159 
SOLID SW846 6010B 0274142 0274040 

002 SOLID pW846 8260B 0283289 0283113 

003 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

004 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

005 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

006 SOLID SW846 8260B 0283289 0283113 

007 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

008 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 027404-l 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

009 SOLID SW846 8260B 0284487 0284285 

(Continued on next page) 

0002SS 

BOE-CS-0160391 



QC DATA ASSOCIATION SUMMARY 

EOI290371 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH PREP 
SAMPLE# MATRIX METHOD BATCH # BATCH # MS RUN# 

010 SOLID SW846 801SB 0276467 0276249 
SOLID SW846 801SB 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 6010B 0274142 0274040 

011 SOLID, S.W846 801SB 0276467 0276249 
SOLID SW846 801SB 0278277 0278132 
SOLID SW846 82608 0283289 0283113 

012 SOLID SW846 801SB 0276467 0276249 
SOLID SW846 80158 0278277 0278132 
SOLID SW846 82608 0283289 0283113 

013 SOLID SW846 80158 0276467 0276249 
SOLID SW846 80158 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 8260B 0283289 0283113 
SOLID SW846 60108 0274142 0274040 

014 SOLID SW846 8015B 0276467 0276249 
SOLID SW846 8015B 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 82608 0283289 0283113 
SOLID SW846 60108 0274142 0274040 

015 SOLID SW846 80158 0276467 0276249 
SOLID SW846 80158 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 82608 0283289 0283113 
SOLID SW846 60108 0274142 0274040 

016 SOLID SW846 82608 0283289 0283113 

017 SOLID SW846 80158 0276467 0276249 
SOLID SW846 80158 0278277 0278132 
SOLID SW846 7471A 0274147 0274044 
SOLID SW846 82608 0283289 0283113 
SOLID SW846 60108 0274142 0274040 

018 SOLID SW846 80158 0276467 0276249 
SOLID SW846 80158 0278277 0278132 

SOLID SW846 7471A 0274147 0274044 
SOLID SW846 82608 0283291 0283114 

(Continued on next page) 

000257 

BOE-CS-0160392 



QC DATA ASSOCIATION SUMMARY 

EOI290371 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH PREP 

SAMPLE# MATRIX METHOD BATCH # BATCH # MS RUN# 

018 SOLID SW846 6010B 0274142 0274040 

019 SOLID SW846 8015B 0276467 0276249 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0274147 0274044 

SOLID SW846 8260B 0283291 0283114 

SOLID. S.W846 6010B 0274142 0274040 

020 SOLID SW846 8260B 0283291 0283114 

021 SOLID SW846 8015B 0276467 0276249 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0274147 0274044 

SOLID SW846 8260B 0283291 0283114 

SOLID SW846 6010B 0274142 0274040 

022 SOLID SW846 8260B 0283291 0283114 

023 SOLID SW846 8015B 0276467 0276249 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0274147 0274044 

SOLID SW846 8260B 0283291 0283114 

SOLID SW846 6010B 0274142 0274040 

024 SOLID SW846 8260B 0283291 0283114 

025 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0276423 0276213 

SOLID SW846 8260B 0283291 0283114 

SOLID SW846 6010B 0274142 0274040 

026 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0276423 0276213 

SOLID SW846 8260B 0283291 0283114 

SOLID SW846 6010B 0274142 0274040 

031 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0278277 0278132 

SOLID SW846 7471A 0276423 0276213 

SOLID SW846 8260B 0283291 0283114 

SQLID SW846 6010B 0276395 0276214 

(Continued on next page) 
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QC DATA ASSOCIATION SUMMARY 

EOI290371 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH PREP 

SAMPLE# MATRIX METHOD BATCH # BATCH # MS RUN# 

032 SOLID SW846 8260B 0284487 0284285 

033 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0279501 0279228 

SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0284487 0284285 

SOLID. S.W846 6010B 0276395 0276214 

034 SOLID SW846 8260B 0284487 0284285 

035 SOLID SW846 8015B 0276468 0276246 
SOLID SW846 8015B 0279501 0279228 
SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0284487 0284285 
SOLID SW846 6010B 0276395 0276214 

036 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0279501 0279228 

SOLID SW846 7471A 0276423 0276213 

SOLID SW846 8260B 0284487 0284285 

SOLID SW846 6010B 0276395 0276214 

037 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0279501 0279228 
SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0284487 0284285 

SOLID SW846 6010B 0276395 0276214 

038 SOLID SW846 8260B 0284487 0284285 

039 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0279501 0279228 

SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0285495 0285238 
SOLID SW846 6010B 0276395 0276214 

040 SOLID SW846 8015B 0276468 0276246 
SOLID SW846 8015B 0279501 0279228 

SOLID SW846 8260B 0285495 0285238 

041 SOLID SW846 8015B 0276468 0276246 

SOLID SW846 8015B 0279501 0279228 

SOLID SW846 8260B 0284487 0284285 

(Continued on next page) 
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QC DATA ASSOCIATION SUMMARY 

EOI290371 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH PREP 
SAMPLE# MATRIX METHOD BATCH # BATCH # MS RUN# 

042 SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0284487 0284285 
SOLID SW846 6010B 0276395 0276214 

043 SOLID SW846 8260B 0285495 0285238 

044 SOLID. S.W846 8015B 0276468 0276246 
SOLID SW846 8015B 0279501 0279228 
SOLID SW846 7471A 0276423 0276213 
SOLID SW846 8260B 0284487 0284285 
SOLID SW846 6010B 0276395 0276214 

045 SOLID SW846 8260B 0284487 0284285 

047 WATER SW846 8260B 0277550 0277266 

00026-Q 

BOE-CS-0160395 



KENNEDY/ JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJ030000-550 B Work Order #: DLGL6101 Matrix: WATER 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
~CA~S~#~---- RESULT 

000261. 

RETENTION 
TIME UNITS 

ug/L 

BOE-C6-0160396 



KENNEDY/JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJ070000-159 B Work Order #: DLQXVlOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
-=CA:..::;S:=__:#.:____ RESULT 

000262 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160397 



KENNEDY/JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJ090000-289 B Work Order #: DLRD6101 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA_S~#~---- ~RE~S_U~L=T~--- ~T~I~M=E __ __ UNITS 

None ug/kg 

0002C3 

BOE-CS-0160398 



KENNEDY/ JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJ090000-291 B Work Order #: DLRDDlOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

PARAMETER 
None 

ESTIMATED 
~C~A~S~#______ RESULT 

000264 

RETENTION 
TIME UNITS 

ug/kg 

BOE-CS-0160399 



KENNEDY/ JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJl00000-487 B Work Order #: DLWOFlOl Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ~CA~S~#______ ~R=E=S=U=L=T_____ ~T~I~M=E __ __ UNITS 
None ug/kg 

0002€~ 

BOE-CS-0160400 



KENNEDY/ JENKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #: EOJll0000-495 B Work Order #: DM04Hl01 Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER ..;;cCA:..;;.S::.___:#~-- ;:..:;R.::..ES.:...U::..:L::..:T:__ __ TIME UNITS 
None ug/kg 

0002€6 

BOE-CS-0160401 



Client Lot# ... : EOI290371 
MB Lot-Sample #: EOJ020000-468 

Analysis Date .. : 10/07/00 
Dilution Factor: 1 

PARAMETER 
C8-C9 
ClO -Cll 
C12 -Cl3 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 

METHOD BLANK REPORT 

GC Semivolatiles 

Work Order# ... : DLEKJ103 

Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 

Analyst ID . .... : 356074 

REPORTING 
RESULT LIMIT UNITS 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

000267 

Matrix ......... : SOLID 

Analysis Time .. : 19:52 
Instrument ID .. : G03 

METHOD 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 

BOE-CS-0160402 



Client Lot# ... : EOI290371 
MB Lot-Sample #: EOJ020000-467 

Analysis Date .. : 10/09/00 
Dilution Factor: 1 

PARAMETER 
C8-C9 
ClO -Cll 
Cl2-Cl3 
Cl4 -Cl5 
C16-C17 
Cl8-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 

METHOD BLANK REPORT 

GC Semivolatiles 

Work Order# ... : DLEL7101 

Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 

Analyst ID ..... : 356074 

REPORTING 
RESULT LIMIT UNITS 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 

PERCENT RECOVERY 
RECOVERY LIMITS 
98 (60 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

OOOZ6S 

Matrix ......... : SOLID 

Analysis Time .. : 15:48 
Instrument ID .. : GOl 

METHOD 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 
SW846 8015B 

BOE-CS-0160403 



METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLGL6101 Matrix ......... : WATER 
MB Lot-Sample #: EOJ030000-550 

Prep Date ...... : 10/02/00 Analysis Time .. : 20:30 
Analysis Date .. : 10/02/00 Prep Batch # ... : 0277550 Instrument ID .. : MSC 
Dilution Factor: 1 

Analyst ID ..... : 015590 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 

Acetone ND 10 ug/L SW846 8260B 

Benzene ND 1.0 ug/L SW846 8260B 
Bromobenzene ND 1.0 ug/L SW846 8260B 

Bromochloromethane ND 1.0 ug/L SW846 8260B 

Bromoform ND 1.0 ug/L SW846 8260B 

Bromomethane ND 2.0 ug/L SW846 8260B 

2-Butanone ND 5.0 ug/L SW846 8260B 

n-Butylbenzene ND 1.0 ug/L SW846 8260B 

sec-Butylbenzene ND 1.0 ug/L SW846 8260B 

tert-Butylbenzene ND 1.0 ug/L SW846 8260B 

Carbon disulfide ND 1.0 ug/L SW846 8260B 

Carbon tetrachloride ND 1.0 ug/L SW846 8260B 

Chlorobenzene ND 1.0 ug/L SW846 8260B 

Dibromochloromethane ND 1.0 ug/L SW846 8260B 

Bromodichloromethane ND 1.0 ug/L SW846 8260B 

Chloroethane ND 2.0 ug/L SW846 8260B 

Chloroform ND 1.0 ug/L SW846 8260B 

Chloromethane ND 2.0 ug/L SW846 8260B 

2-Chlorotoluene ND 1.0 ug/L SW846 8260B 

4-Chlorotoluene ND 1.0 ug/L SW846 8260B 

1,2-Dibromo-3-chloro- ND 2.0 ug/L SW846 8260B 

propane 
1,2-Dibromoethane ND 1.0 ug/L SW846 8260B 

Isopropyl ether ND 2.0 ug/L SW846 8260B 

1,2-Dichlorobenzene ND 1.0 ug/L SW846 8260B 

1,3-Dichlorobenzene ND 1.0 ug/L SW846 8260B 

1,4-Dichlorobenzene ND 1.0 ug/L SW846 8260B 

Dichlorodifluoromethane ND 2.0 ug/L SW846 8260B 

1,1-Dichloroethane ND 1.0 ug/L SW846 8260B 

1,2-Dichloroethane ND 1.0 ug/L SW846 8260B 

cis-1,2-Dichloroethene ND 1.0 ug/L SW846 8260B 

trans-1,2-Dichloroethene ND 1.0 ug/L SW846 8260B 

2,2-Dichloropropane ND 1.0 ug/L SW846 8260B 

t-Butanol ND 25 ug/L SW846 8260B 

1,1-Dichloropropene ND 1.0 ug/L SW846 8260B 

Tert-amyl methyl ether ND 2.0 ug/L SW846 8260B 

Tert-butyl ethyl ether ND 2.0 ug/L SW846 8260B 

Ethylbenzene ND 1.0 ug/L SW846 8260B 

Hexachlorobutadiene ND 1.0 ug/L SW846 8260B 

2-Hexanone ND 5.0 ug/L SW846 8260B 

(Continued on next page) 

000263 

BOE-CS-0160404 



METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLGL6101 Matrix ......... : WATER 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Isopropylbenzene ND 1.0 ug/L SW846 8260B 
p-Isopropyltoluene ND 1.0 ug/L SW846 8260B 
Methylene chloride ND 1.0 ug/L SW846 8260B 
4-Methyl-2-pentanone ND 5.0 ug/L SW846 8260B 
Methyl tert-butyl ether ND 1.0 ug/L SW846 8260B 
n-Propylbenzene ND 1.0 ug/L SW846 8260B 
Styrene ND 1.0 ug/L SW846 8260B 
1,1,1,2-Tetrachloroethane ND 1.0 ug/L SW846 8260B 
1,1,2,2-Tetrachloroethaqe _ ND 1.0 ug/L SW846 8260B 
Tetrachloroethene ND 1.0 ug/L SW846 8260B 
Toluene ND 1.0 ug/L SW846 8260B 
1,2,3-Trichlorobenzene ND 1.0 ug/L SW846 8260B 
1,2,4-Trichloro- ND 1.0 ug/L SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 1.0 ug/L SW846 8260B 
1,1,2-Trichloroethane ND 1.0 ug/L SW846 8260B 
Trichloroethene ND 1.0 ug/L SW846 8260B 
Trichlorofluoromethane ND 2.0 ug/L SW846 8260B 
1,2,3-Trichloropropane ND 1.0 ug/L SW846 8260B 
1,2,4-Trimethylbenzene ND 1.0 ug/L SW846 8260B 
1,3,5-Trimethylbenzene ND 1.0 ug/L SW846 8260B 
Vinyl chloride ND 2.0 ug/L SW846 8260B 
Xylenes (total) ND 1.0 ug/L SW846 8260B 
Acrolein ND 20 ug/L SW846 8260B 
Iodomethane ND 5.0 ug/L SW846 8260B 
Acrylonitrile ND 20 ug/L SW846 8260B 
Vinyl acetate ND 5.0 ug/L SW846 8260B 
Tetrahydrofuran ND 10 ug/L SW846 8260B 
2-Chloroethyl vinyl ether ND 5.0 ug/L SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 116 (75 - 120) 
1,2-Dichloroethane-d4 96 (65 - 130) 
Toluene-dB 98 ( 80 - 130) 

NOTE (S) : 
Calcula!ions are performed before rounding !o avoid round-off errors in calcula!ed resul!s. 

0002/'{) 

BOE-CS-0160405 



Client Lot# ... : EOI290371 
MB Lot-Sample #: EOJ040000-277 

Analysis Date .. : 10/02/00 
Dilution Factor: 1 

PARAMETER 
C6-CB 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE {S) : 

METHOD BLANK REPORT 

GC Volatiles 

Work Order# ... : DLHH5101 

Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 

Analyst ID ..... : 001464 

REPORTING 
RESULT LIMIT UNITS 
ND 1.0 mg/kg 

PERCENT RECOVERY 
RECOVERY LIMITS 
92 (60 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

0002?1. 

Matrix ......... : SOLID 

Analysis Time .. : 23:14 
Instrument ID .. : G16 

METHOD 
SW846 8015B 

BOE-C6-0160406 



Client Lot# ... : EOI290371 
MB Lot-Sample #: EOJ050000-501 

Analysis Date .. : 10/03/00 
Dilution Factor: 1 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S): 

METHOD BLANK REPORT 

GC Volatiles 

Work Order# ... : DLLT5101 

Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 

Analyst ID ..... : 001464 

RESULT 
ND 

PERCENT 
RECOVERY 
93 

REPORTING 
LIMIT 
1.0 

RECOVERY 
LIMITS 
(60 - 130) 

UNITS 
mg/kg 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

000272 

Matrix ......... : SOLID 

Analysis Time .. : 12:34 
Instrument ID .. : G16 

METHOD 
SW846 8015B 

BOE-CS-0160407 



METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLQXV101 Matrix ......... : SOLID 
MB Lot-Sample #: EOJ070000-159 

Prep Date ...... : 10/06/00 Analysis Time .. : 21:22 
Analysis Date .. : 10/06/00 Prep Batch # ... : 0281159 Instrument ID .. : MSD 
Dilution Factor: 1 

Analyst ID ..... : 004648 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Acetone ND 25 ug/kg SW846 8260B 
Acrylonitrile ND 100 ug/kg SW846 8260B 
Benzene ND 5.0 ug/kg SW846 8260B 
Bromobenzene .. ND 5.0 ug/kg SW846 8260B 
Bromochloromethane ND 5.0 ug/kg SW846 8260B 
Bromoform ND 5.0 ug/kg SW846 8260B 
Bromomethane ND 10 ug/kg SW846 8260B 
2-Butanone ND 25 ug/kg SW846 8260B 
n-Butylbenzene ND 5.0 ug/kg SW846 8260B 
sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 
tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 
Carbon disulfide ND 5.0 ug/kg SW846 8260B 
Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 
Chlorobenzene ND 5.0 ug/kg SW846 8260B 
Dibromochloromethane ND 5.0 ug/kg SW846 8260B 
Bromodichloromethane ND 5.0 ug/kg SW846 8260B 
Chloroethane ND 10 ug/kg SW846 8260B 
Chloroform ND 5.0 ug/kg SW846 8260B 
2,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 
Chloromethane ND 10 ug/kg SW846 8260B 
2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 
4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 
1,2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 

propane 
1,2-Dibromoethane ND 5.0 ug/kg SW846 8260B 
Isopropyl ether ND 10 ug/kg SW846 8260B 
1,2-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,3-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,4-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
Dichlorodifluoromethane ND 10 ug/kg SW846 8260B 
1,1-Dichloroethane ND 5.0 ug/kg SW846 8260B 
1,2-Dichloroethane ND 5.0 ug/kg SW846 8260B 
1,1-Dichloroethene ND 5.0 ug/kg SW846 8260B 
cis-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 
trans-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 
1,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 
t-Butanol ND 100 ug/kg SW846 8260B 
1,1-Dichloropropene ND 5.0 ug/kg SW846 8260B 
cis-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 
trans-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 

0002'73 

BOE-CS-0160408 



METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLQXV101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Ethylbenzene ND 5.0 ug/kg SW846 8260B 
Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 
2-Hexanone ND 25 ug/kg SW846 8260B 
Isopropylbenzene ND 5.0 ug/kg SW846 8260B 
p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 

Methylene chloride ND 5.0 ug/kg SW846 8260B 
4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 

Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 

n-Propylbenzene ND 5.0 ug/kg SW846 8260B 
Styrene ND 10 ug/kg SW846 8260B 

1,1,1,2-Tetrachloroethane. ND 5.0 ug/kg SW846 8260B 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 
Tetrachloroethene ND 5.0 ug/kg SW846 8260B 

Toluene ND 5.0 ug/kg SW846 8260B 
1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 

1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 

Trichloroethene ND 5.0 ug/kg SW846 8260B 
Trichlorofluoromethane ND 10 ug/kg SW846 8260B 

1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 

1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

Vinyl chloride ND 10 ug/kg SW846 8260B 
Xylenes (total) ND 5.0 ug/kg SW846 8260B 

Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 

Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 

Acrolein ND 100 ug/kg SW846 8260B 

Iodomethane ND 10 ug/kg SW846 8260B 

Vinyl acetate ND 10 ug/kg SW846 8260B 

Tetrahydrofuran ND 20 ug/kg SW846 8260B 

2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 88 (70 - 130} 
1,2-Dichloroethane-d4 90 (60 - 140) 
Toluene-dB 89 (70 - 130} 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

000274 

BOE-CS-0160409 



METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLRDD101 Matrix ......... : SOLID 

MB Lot-Sample #: EOJ090000-291 
Prep Date ...... : 10/08/00 Analysis Time . . : 12:09 

Analysis Date .. : 10/08/00 Prep Batch# ... : 0283291 Instrument ID . . : MSD 

Dilution Factor: 1 
Analyst ID ..... : 004648 

REPORTING 

PARAMETER RESULT LIMIT UNITS METHOD 

Acetone ND 25 ug/kg SW846 8260B 

Acrylonitrile ND 100 ug/kg SW846 8260B 

Benzene ND 5.0 ug/kg SW846 8260B 

Bromobenzene .. ND 5.0 ug/kg SW846 8260B 

Bromochlorornethane ND 5.0 ug/kg SW846 8260B 

Bromoform ND 5.0 ug/kg SW846 8260B 

Bromomethane ND 10 ug/kg SW846 8260B 

2-Butanone ND 25 ug/kg SW846 8260B 

n-Butylbenzene ND 5.0 ug/kg SW846 8260B 

sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 

tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 

Carbon disulfide ND 5.0 ug/kg SW846 8260B 

Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 

Chlorobenzene ND 5.0 ug/kg SW846 8260B 

Dibromochloromethane ND 5.0 ug/kg SW846 8260B 

Bromodichloromethane ND 5.0 ug/kg SW846 8260B 

Chloroethane ND 10 ug/kg SW846 8260B 

Chloroform ND 5.0 ug/kg SW846 8260B 

Chloromethane ND 10 ug/kg SW846 8260B 

2,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

1,2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 

propane 
1,2-Dibromoethane ND 5.0 ug/kg SW846 8260B 

Isopropyl ether ND 10 ug/kg SW846 8260B 

1,2-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,3-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,4-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

Dichlorodifluoromethane ND 10 ug/kg SW846 8260B 

1,1-Dichloroethane ND 5.0 ug/kg SW846 8260B 

1,2-Dichloroethane ND 5.0 ug/kg SW846 8260B 

1,1-Dichloroethene ND 5.0 ug/kg SW846 8260B 

cis-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 

trans-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 

1,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

t-Butanol ND 100 ug/kg SW846 8260B 

1,1-Dichloropropene ND 5.0 ug/kg SW846 8260B 

cis-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

trans-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 

0002'75 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRDD101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Ethylbenzene ND 5.0 ug/kg SW846 8260B 
Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 
2-Hexanone ND 25 ug/kg SW846 8260B 
Isopropylbenzene ND 5.0 ug/kg SW846 8260B 
p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 
Methylene chloride ND 5.0 ug/kg SW846 8260B 
4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 
Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 
n-Propylbenzene ND 5.0 ug/kg SW846 8260B 
Styrene ND 10 ug/kg SW846 8260B 
1,1,1,2-Tetrachloroethane. ND 5.0 ug/kg SW846 8260B 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 
Tetrachloroethene ND 5.0 ug/kg SW846 8260B 
Toluene ND 5.0 ug/kg SW846 8260B 
1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 
1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 
Trichloroethene ND 5.0 ug/kg SW846 8260B 
Trichlorofluoromethane ND 10 ug/kg SW846 8260B 

· 1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 
1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
Vinyl chloride ND 10 ug/kg SW846 8260B 
Xylenes (total) ND 5.0 ug/kg SW846 8260B 
Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 
Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 
Acrolein ND 100 ug/kg SW846 8260B 
Iodomethane ND 10 ug/kg SW846 8260B 
Vinyl acetate ND 10 ug/kg SW846 8260B 
Tetrahydrofuran ND 20 ug/kg SW846 8260B 
2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 89 (70 - 130) 
1,2-Dichloroethane-d4 99 (60 - 140) 
Toluene-dB 88 (70 - 130) 

NOTE {S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

000276 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRD6101 Matrix ......... : SOLID 

MB Lot-Sample #: EOJ090000-289 
Prep Date ...... : 10/07/00 Analysis Time .. : 11:58 

Analysis Date .. : 10/07/00 Prep Batch # ... : 0283289 Instrument ID .. : MSD 

Dilution Factor: 1 
Analyst ID ..... : 004648 

REPORTING 

PARAMETER RESULT LIMIT UNITS METHOD 

Acetone ND 25 ug/kg SW846 8260B 

Acrylonitrile ND 100 ug/kg SW846 8260B 

Benzene ND 5.0 ug/kg SW846 8260B 

Bromobenzene ND 5.0 ug/kg SW846 8260B 

Bromochloromethane ND 5.0 ug/kg SW846 8260B 

Bromoform ND 5.0 ug/kg SW846 8260B 

Bromomethane ND 10 ug/kg SW846 8260B 

2-Butanone ND 25 ug/kg SW846 8260B 

n-Butylbenzene ND 5.0 ug/kg SW846 8260B 

sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 

tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 

Carbon disulfide ND 5.0 ug/kg SW846 8260B 

Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 

Chlorobenzene ND 5.0 ug/kg SW846 8260B 

Dibromochloromethane ND 5.0 ug/kg SW846 8260B 

Bromodichloromethane ND 5.0 ug/kg SW846 8260B 

Chloroethane ND 10 ug/kg SW846 8260B 

Chloroform ND 5.0 ug/kg SW846 8260B 

Chloromethane ND 10 ug/kg SW846 8260B 

2,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

1,2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 

propane 
1,2-Dibromoethane ND 5.0 ug/kg SW846 8260B 

Isopropyl ether ND 10 ug/kg SW846 8260B 

1,2-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,3-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,4-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

Dichlorodifluoromethane ND 10 ug/kg SW846 8260B 

1,1-Dichloroethane ND 5.0 ug/kg SW846 8260B 

1,2-Dichloroethane ND 5.0 ug/kg SW846 8260B 

1,1-Dichloroethene ND 5.0 ug/kg SW846 8260B 

cis-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 

trans-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 

1,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

t-Butanol ND 100 ug/kg SW846 8260B 

1,1-Dichloropropene ND 5.0 ug/kg SW846 8260B 

cis-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

trans-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRD6101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Ethylbenzene ND 5.0 ug/kg SW846 8260B 
Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 
2-Hexanone ND 25 ug/kg SW846 8260B 
Isopropylbenzene ND 5.0 ug/kg SW846 8260B 
p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 
Methylene chloride ND 5.0 ug/kg SW846 8260B 
4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 
Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 
n-Propylbenzene ND 5.0 ug/kg SW846 8260B 
Styrene ND 10 ug/kg SW846 8260B 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 
Tetrachloroethene ND 5.0 ug/kg SW846 8260B 
Toluene ND 5.0 ug/kg SW846 8260B 
1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 
1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 
Trichloroethene ND 5.0 ug/kg SW846 8260B 
Trichlorofluoromethane ND 10 ug/kg SW846 8260B 
1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 
1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
Vinyl chloride ND 10 ug/kg SW846 8260B 
Xylenes (total) ND 5.0 ug/kg SW846 8260B 
Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 
Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 
Acrolein ND 100 ug/kg SW846 8260B 
Iodomethane ND 10 ug/kg SW846 8260B 
Vinyl acetate ND 10 ug/kg SW846 8260B 
Tetrahydrofuran ND 20 ug/kg SW846 8260B 
2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 87 (70 - 130) 
1,2-Dichloroethane-d4 90 (60 - 140) 
Toluene-dB 90 (70 - 130) 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

000278 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLWOF101 Matrix ......... : SOLID 

MB Lot-Sample #: EOJ100000-487 
Prep Date ...... : 10/09/00 Analysis Time .. : 12:03 

Analysis Date .. : 10/09/00 Prep Batch # ... : 0284487 Instrument ID .. : MSD 

Dilution Factor: 1 
Analyst ID ..... : 004648 

REPORTING 

PARAMETER RESULT LIMIT UNITS METHOD 

Acetone ND 25 ug/kg SW846 8260B 

Acrylonitrile ND 100 ug/kg SW846 8260B 

Benzene ND 5.0 ug/kg SW846 8260B 

Bromobenzene . ND 5.0 ug/kg SW846 8260B 

Bromochloromethane ND 5.0 ug/kg SW846 8260B 

Bromoform ND 5.0 ug/kg SW846 8260B 

Bromomethane ND 10 ug/kg SW846 8260B 

2-Butanone ND 25 ug/kg SW846 8260B 

n-Butylbenzene ND 5.0 ug/kg SW846 8260B 

sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 

tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 

Carbon disulfide ND 5.0 ug/kg SW846 8260B 

Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 

Chlorobenzene ND 5.0 ug/kg SW846 8260B 

Dibromochloromethane ND 5.0 ug/kg SW846 8260B 

Bromodichloromethane ND 5.0 ug/kg SW846 8260B 

Chloroethane ND 10 ug/kg SW846 8260B 

Chloroform ND 5.0 ug/kg SW846 8260B 

Chloromethane ND 10 ug/kg SW846 8260B 

2,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

1,2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 

propane 
1,2-Dibromoethane ND 5.0 ug/kg SW846 8260B 

Isopropyl ether ND 10 ug/kg SW846 8260B 

1,2-Dichlorobenzene ND 5.0 ug/kg S\'1846 8260B 

1,3-Dichlorobenzene ND 5.0 ug/kg S\'1846 8260B 

1,4-Dichlorobenzene ND 5.0 ug/kg SN846 8260B 

Dichlorodifluoromethane ND 10 ug/kg SN846 8260B 

1,1-Dichloroethane ND 5.0 ug/kg SN846 8260B 

1,2-Dichloroethane ND 5.0 ug/kg S\'1846 8260B 

1,1-Dichloroethene ND 5.0 ug/kg 81'1846 8260B 

cis-1,2-Dichloroethene ND 5.0 ug/kg S\'1846 8260B 

trans-1,2-Dichloroethene ND 5.0 ug/kg SN846 8260B 

1,2-Dichloropropane ND 5.0 ug/kg 81'1846 8260B 

t-Butanol ND 100 ug/kg S\'1846 8260B 

1,1-Dichloropropene ND 5.0 ug/kg SW846 8260B 

cis-1,3-Dichloropropene ND 5.0 ug/kg SN846 8260B 

trans-1,3-Dichloropropene ND 5.0 ug/kg S\'1846 8260B 

(Continued on next page) 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLWOF101 Matrix ......... : SOLID 

REPORTING 

PARAMETER RESULT LIMIT UNITS METHOD 

Ethylbenzene ND 5.0 ug/kg SW846 8260B 

Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 

2-Hexanone ND 25 ug/kg SW846 8260B 

Isopropylbenzene ND 5.0 ug/kg SW846 8260B 

p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 

Methylene chloride ND 5.0 ug/kg SW846 8260B 

4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 

Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 

n-Propylbenzene ND 5.0 ug/kg SW846 8260B 

Styrene ND 10 ug/kg SW846 8260B 

1,1,1,2-Tetrachloroethane. ND 5.0 ug/kg SW846 8260B 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 

Tetrachloroethene ND 5.0 ug/kg SW846 8260B 

Toluene ND 5.0 ug/kg SW846 8260B 

1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 

1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 

Trichloroethene ND 5.0 ug/kg SW846 8260B 

Trichlorofluoromethane ND 10 ug/kg SW846 8260B 

1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 

1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

Vinyl chloride ND 10 ug/kg SW846 8260B 

Xylenes (total) ND 5.0 ug/kg SW846 8260B 

Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 

Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 

Acrolein ND 100 ug/kg SW846 8260B 

Iodomethane ND 10 ug/kg SW846 8260B 

Vinyl acetate ND 10 ug/kg SW846 8260B 

Tetrahydrofuran ND 20 ug/kg SW846 8260B 

2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 93 (70 - 130) 
1,2-Dichloroethane-d4 92 (60 - 140) 

Toluene-dB 91 (70 - 130) 

NOTE (S): 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

ooozc;n 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DM04H101 Matrix ......... : SOLID 
MB Lot-Sample #: EOJll0000-495 

Prep Date ...... : 10/10/00 Analysis Time .. : 22:56 
Analysis Date .. : 10/10/00 Prep Batch # ... : 0285495 Instrument ID .. : MSD 
Dilution Factor: 1 

Analyst ID ..... : 004648 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Acetone ND 25 ug/kg SW846 8260B 
Acrylonitrile ND 100 ug/kg SW846 8260B 
Benzene ND 5.0 ug/kg SW846 8260B 
Bromobenzene ND 5.0 ug/kg SW846 8260B 
Bromochloromethane ND 5.0 ug/kg SW846 8260B 
Bromoform ND 5.0 ug/kg SW846 8260B 
Bromomethane ND 10 ug/kg SW846 8260B 
2-Butanone ND 25 ug/kg SW846 8260B 
n-Butylbenzene ND 5.0 ug/kg SW846 8260B 
sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 
tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 
Carbon disulfide ND 5.0 ug/kg SW846 8260B 
Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 
Chlorobenzene ND 5.0 ug/kg SW846 8260B 
Dibromochloromethane ND 5.0 ug/kg SW846 8260B 
Bromodichloromethane ND 5.0 ug/kg SW846 8260B 
Chloroethane ND 10 ug/kg SW846 8260B 
Chloroform ND 5.0 ug/kg SW846 8260B 
Chloromethane ND 10 ug/kg SW846 8260B 
2 1 2-Dichloropropane ND 5.0 ug/kg SW846 8260B 
2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 
4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 
1 1 2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 

propane 
1 1 2-Dibromoethane ND 5.0 ug/kg SW846 8260B 
Isopropyl ether ND 10 ug/kg SW846 8260B 
1 1 2-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
1 1 3-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
1 1 4-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 
Dichlorodifluoromethane ND 10 ug/kg SW846 8260B 
1 1 1-Dichloroethane ND 5.0 ug/kg SW846 8260B 
1 1 2-Dichloroethane ND 5.0 ug/kg SW846 8260B 
1 1 1-Dichloroethene ND 5.0 ug/kg SW846 8260B 
cis-1 1 2-Dichloroethene ND 5.0 ug/kg SW846 8260B 
trans-1 1 2-Dichloroethene ND 5.0 ug/kg SW846 8260B 
1 1 2-Dichloropropane ND 5.0 ug/kg SW846 8260B 
t-Butanol ND 100 ug/kg SW846 8260B 
1 1 1-Dichloropropene ND 5.0 ug/kg SW846 8260B 
cis-1 1 3-Dichloropropene ND 5.0 ug/kg SW846 8260B 
trans-1 1 3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DM04H101 Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 
Ethylbenzene ND 5.0 ug/kg SW846 8260B 
Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 
2-Hexanone ND 25 ug/kg SW846 8260B 
Isopropylbenzene ND 5.0 ug/kg SW846 8260B 
p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 
Methylene chloride ND 5.0 ug/kg SW846 8260B 
4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 
Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 
n-Propylbenzene .. ND 5.0 ug/kg SW846 8260B 
Styrene ND 10 ug/kg SW846 8260B 
1,1,1,2-Tetrachloroethane- ND 5.0 ug/kg SW846 8260B 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 
Tetrachloroethene ND 5.0 ug/kg SW846 8260B 
Toluene ND 5.0 ug/kg SW846 8260B 
1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 
1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 
1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 
Trichloroethene ND 5.0 ug/kg SW846 8260B 
Trichlorofluoromethane ND 10 ug/kg SW846 8260B 
1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 
1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 
Vinyl chloride ND 10 ug/kg SW846 8260B 
Xylenes (total) ND 5.0 ug/kg SW846 8260B 
Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 
Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 
Acrolein ND 100 ug/kg SW846 8260B 
Iodomethane ND 10 ug/kg SW846 8260B 
Vinyl acetate ND 10 ug/kg SW846 8260B 
Tetrahydrofuran ND 20 ug/kg SW846 8260B 
2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 90 (70 - 130) 
1,2-Dichloroethane-d4 91 (60 - 140) 
Toluene-dB 90 (70 - 130) 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 
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METHOD BLANK REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

PARAMETER RESULT 
REPORTING 
LIMIT UNITS METHOD 

MB Lot-Sample#: EOI300000-142 Prep Batch# ... : 0274142 

Aluminum ND 

Arsenic ND 

Antimony ND 

Barium ND 

Cadmium ND 

Chromium ND 

Beryllium ND 

Lead ND 

Selenium ND 

Silver ND 

Cobalt ND 

20.0 mg/kg SW846 6010B 
Dilution Factor: 1 

Analysis Time .. : 18:41 

1.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : i8:41 

.6.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

2.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

0.50 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

1.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

0.50 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

0.50 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

0.50 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

1.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

5.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 18:41 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : ·oo3119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

(Continued on next page) 

00028i3 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLDON10E 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON10F 

Instrument ID .. : MOl 

10/03-10/04/00 DLDONlOG 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON10H 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON10J 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON101 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON102 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON103 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON104 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON105 

Instrument ID .. : MOl 

10/03-10/04/00 DLDON106 

Instrument ID .. : MOl 

BOE-CS-0160418 



METHOD BLANK REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 
Copper ND 2.5 mg/kg SW846 60lOB l0/03-l0/04/00 DLDONl07 

Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Molybdenum ND 4.0 mg/kg SW846 60lOB l0/03-l0/04/00 DLDON108 
Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Nickel ND 4.0 mg/kg SW846 601GB 10/03-10/04/00 DLDON109 
Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Thallium ND 1.0 mg/kg SW846 60lOB l0/03-10/04/00 DLDON10A 
Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Vanadium ND 5.0 mg/kg SW846 601GB l0/03-l0/04/00 DLDON10C 
Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Zinc ND 2.0 mg/kg SW846 60lOB l0/03-10/04/00 DLDONlOD 
Dilution Factor: 1 

Analysis Time .. : 18:41 Analyst ID ..... : 003119 Instrument ID .. : MOl 

MB Lot-Sample#: EOI300000-147 Prep Batch# ... : 0274l47 
Mercury ND 0.10 mg/kg SW846 747lA l0/03/00 DLD10101 

Dilution Factor: 1 

Analysis Time .. : 16:45 Analyst ID ..... : 021088 Instrument ID .. : MO~ 

MB Lot-Sample #: EOJ020000-395 Prep Batch # ... : 0276395 
Aluminum ND 20.0 mg/kg SW846 6010B l0/02-10/04/00 DLEDA10D 

Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~!01 

Arsenic ND 1.0 mg/kg SW846 601GB l0/02-l0/04/00 DLE:::'A10E 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : No: 

Antimony ND 6.0 mg/kg SW846 6010B 10/02-10/04/00 DLE::::.=\lOF 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : NO::. 

(Continued on next page) 

000284 

BOE-CS-0160419 



METHOD BLANK REPORT 

TOTAL Metals 

Client Lot # ... : EOI290371 Matrix ......... : SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT UNITS METHOD ANALYSIS DATE ORDER # 
Barium 0.14 B 2.0 mg/kg SW846 6010B 10/02-10/04/00 DLEDAlOG 

Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Cadmium ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLEDA10H 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Chromium ND 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLEDA10J 
Dilution Factor: 1 

A!f<J.lysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : MOl 

Beryllium ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLEDA101 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~101 

Lead ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLEDA102 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~101 

Selenium ND 0.50 mg/kg SW846 6010B 10/02-10/04/00 DLEDA103 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~101 

Silver ND 1.0 mg/kg SW846 6010B 10/02-10/04/00 DLEDA104 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~101 

Cobalt ND 5.0 mg/kg SW846 6010B 10/02-10/04/00 DLEDA105 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : M01 

Copper ND 2.5 mg/kg SW846 6010B 10/02-10/04/00 DLSDA106 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : M0: 

Molybdenum ND 4.0 mg/kg SW846 6010B 10/02-10/04/00 C.T3D1\l 0 7 

Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrument ID .. : ~:: 

Nickel ND 4.0 mg/kg SW846 6010B 10/02-10/04/00 :-:..s.:<.:-..: .:' s 
Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrume:1: ID .. : ~:: 

Thallium ND 1.0 mg/kg SW846 6010B 10/02-10/04 '00 ::-:3:: .. ~: 2 9 

Dilution Factor: 1 

Analysis Time .. : 03:04 Analyst ID ..... : 003119 Instrume::: ID .. : ~:: 

(Continued on next page) 

0002~!5 

BOE-CS-0160420 



METHOD BLANK REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

PARAMETER RESULT 
Vanadium ND 

Zinc ND 

REPORTING 
LIMIT 
5.0 

UNITS 
mg/kg 

Dilution Factor: 1 

Analysis Time .. : 03:04 

2.0 mg/kg 
Dilution Factor: 1 

Analysis Time .. : 03:04 

METHOD 
SW846 6010B 

Analyst ID ..... : 003119 

SW846 6010B 

Analyst ID ..... : 003119 

MB Lot-Sample #: EOJ020Q00.-42;3. Prep Batch # ... : 0276423 
Mercury ND 0.10 mg/kg SW846 7471A 

Dilution Factor: 1 

Analysis Time .. : 17:41 

NOTE (S) : 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

B Estimated result. Result is less than RL. 

000286. 

Analyst ID ..... : 021088 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLEDA10A 

Instrument ID .. : MOl 

10/02-10/04/00 DLEDA10C 

Instrument ID .. : MOl 

10/03/00 DLED5101 

Instrument ID .. : M04 

BOE-CS-0160421 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ020000-468 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
Analyst ID ..... : 356074 

PARAMETER 
Diesel Range Organics 

(C10-C25) 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 

GC Semivolatiles 

Work Order# ... : DLEKJ102 

Analysis Date .. : 10/10/00 
Analysis Time .. : 11:19 
Instrument ID .. : G03 

SPIKE MEASURED 
AMOUNT AMOUNT 
250 226 

PERCENT 
RECOVERY 
103 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0002EJ7 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
mg/kg 91 SW846 801SB 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160422 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ020000-468 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
Analyst ID ..... : 356074 

PARAMETER 
TPH (as Diesel) 

SURROGATE 
Benzo(a)pyrene 

NOTE {S) : 

GC Semivolatiles 

Work Order# ... : DLEKJ104 

Analysis Date .. : 10/07/00 
Analysis Time .. : 18:32 
Instrument ID .. : G03 

SPIKE MEASURED 
AMOUNT AMOUNT 
250 226 

PERCENT 
RECOVERY 
85 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000288 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
mg/kg 91 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160423 



LABORATORY CONTROL SAMPLE DATA REPORT 

GC Sernivolatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLEL7102 
LCS Lot-Sample#: EOJ020000-467 
Prep Date ...... : 10/02/00 Analysis Date .. : 10/09/00 
Prep Batch # ... : 0276467 Analysis Time . . : 16:18 
Dilution Factor: 1 Instrument ID .. : G01 
Analyst ID ..... : 356074 

SPIKE MEASURED 
PARAMETER AMOUNT AMOUNT 
TPH {as Diesel) 250 279 

PERCENT 
SURROGATE RECOVERY 
Benzo(a)pyrene 94 

NOTE{S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0002E:·9 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
rng/kg 111 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160424 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ030000-550 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0277550 
Dilution Factor: 1 
Analyst ID ..... : 015590 

PARAMETER 
Benzene 
1,1-Dichloroethene 
Chlorobenzene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S) : 

GC/MS Volatiles 

Work Order# ... : DLGL6102 

Analysis Date .. : 10/02/00 
Analysis Time .. : 20:00 
Instrument ID .. : MSC 

SPIKE MEASURED 
AMOUNT AMOUNT 
10.0 10.3 
10.0 10.7 
10.0 10.2 
10.0 10.6 
10.0 10.6 

PERCENT 
RECOVERY 
117 
92 
103 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold prim denotes control parameters 

Matrix ......... : WATER 

PERCENT 
UNITS RECOVERY METHOD 
ug/L 103 SW846 8260B 
ug/L 107 SW846 8260B 
ug/L 102 SW846 8260B 
ug/L 106 SW846 8260B 
ug/L 106 SW846 8260B 

RECOVERY 
LIMITS 
(75 - 120) 
(65 - 130) 
(SO - 130) 

BOE-CS-0160425 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ040000-277 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 

Analyst ID ... .. : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S) : 

GC Volatiles 

Work Order# ... : DLHH5102 

Analysis Date .. : 10/02/00 
Analysis Time .. : 22:45 
Instrument ID .. : G16 

SPIKE MEASURED 
AMOUNT AMOUNT 
5.00 6.46 

PERCENT 
RECOVERY 
106 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000291. 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
mg/kg 129 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-C6-0160426 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ050000-501 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 

Analyst ID ..... : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S): 

GC Volatiles 

Work Order# ... : DLLT5102 

Analysis Date .. : 10/03/00 
Analysis Time .. : 12:05 
Instrument ID .. : G16 

SPIKE MEASURED 
AMOUNT AMOUNT 
5.00 6.29 

PERCENT 
RECOVERY 
105 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold prim denotes control parameters 

000292 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
mg/kg 126 SW846 801SB 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160427 



LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order # ... : DLQXV102 
LCS Lot-Sample#: EOJ070000-159 
Prep Date ...... : 10/06/00 Analysis Date .. : 10/06/00 
Prep Batch # ... : 0281159 Analysis Time .. : 20:51 
Dilution Factor: 1 Instrument ID .. : MSD 
Analyst ID ..... : 004648 

SPIKE MEASURED 
PARAMETER AMOUNT AMOUNT 
Benzene 50.0 48.6 
Chlorobenzene 50.0 49.7 
1,1.-Dichloroethene 50.0 51.5 
Toluene 50.0 48.1 
Trichloroethene 50.0 52.4 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 89 
1,2-Dichloroethane-d4 96 
Toluene-dB 92 

NOTE(S): 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000293 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
ug/kg 97 SW846 8260B 
ug/kg 99 SW846 8260B 
ug/kg 103 SW846 8260B 
ug/kg 96 SW846 8260B 
ug/kg 105 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160428 



LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRDD102 
LCS Lot-Sample#: EOJ090000-291 
Prep Date ...... : 10/08/00 Analysis Date .. : 10/08/00 
Prep Batch # ... : 0283291 Analysis Time .. : 11:37 
Dilution Factor: 1 Instrument ID .. : MSD 
Analyst ID ..... : 004648 

SPIKE MEASURED 
PARAMETER AMOUNT AMOUNT 
Benzene 50.0 50.8 
Chlorobenzene 50.0 46.7 
1,1-Dichloroethene 50.0 54.4 
Toluene 50.0 46.9 
Trichloroethene 50.0 52.0 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 89 
1,2-Dichloroethane-d4 107 
Toluene-dB 96 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000294 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
ug/kg 102 SW846 8260B 
ug/kg 93 SW846 8260B 
ug/kg 109 SW846 8260B 
ug/kg 94 SW846 8260B 
ug/kg 104 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160429 



LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRD6102 

LCS Lot-Sample#: EOJ090000-289 
Prep Date ...... : 10/07/00 Analysis Date .. : 10/07/00 

Prep Batch# ... : 0283289 Analysis Time .. : 11:26 

Dilution Factor: 1 Instrument ID .. : MSD 

Analyst ID ..... : 004648 

SPIKE MEASURED 

PARAMETER AMOUNT AMOUNT 

Benzene 50.0 43.2 

Chlorobenzene 50.0 41.0 
1,1-Dichloroethene 50.0 45.7 

Toluene 50.0 41.2 

Trichloroethene 50.0 46.0 

PERCENT 

SURROGATE RECOVERY 

Bromofluorobenzene 90 
1,2-Dichloroethane-d4 102 
Toluene-dB 94 

NOTE{S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

Ooo '?o·-
.L.:.~ 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
ug/kg 86 SW846 8260B 
ug/kg 82 SW846 8260B 
ug/kg 91 SW846 8260B 
ug/kg 82 SW846 8260B 
ug/kg 92 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 13 0) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160430 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ100000-487 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
Analyst ID ..... : 004648 

PARAMETER 
Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 

GC/MS Volatiles 

Work Order# ... : DLWOF102 

Analysis Date .. : 10/09/00 
Analysis Time .. : 11:31 
Instrument ID .. : MSD 

SPIKE MEASURED 
AMOUNT AMOUNT 
50.0 48.8 
50.0 46.9 
50.0 49.5 
50.0 48.6 
50.0 48.8 

PERCENT 
RECOVERY 
94 
98 
95 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0002S6 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
ug/kg 98 SW846 8260B 
ug/kg 94 SW846 8260B 
ug/kg 99 SW846 8260B 
ug/kg 97 SW846 8260B 
ug/kg 98 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160431 



LABORATORY CONTROL SAMPLE DATA REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ110000-495 
Prep Date ...... : 10/10/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 
Analyst ID ..... : 004648 

PARAMETER 
Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S) : 

GC/MS Volatiles 

Work Order# .•. : DM04H102 

Analysis Date .. : 10/10/00 
Analysis Time .. : 22:24 
Instrument ID .. : MSD 

SPIKE MEASURED 
AMOUNT AMOUNT 
50.0 48.6 
50.0 49.2 
50.0 48.2 
50.0 48.2 
50.0 50.4 

PERCENT 
RECOVERY 
92 
93 
94 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

Matrix ......... : SOLID 

PERCENT 
UNITS RECOVERY METHOD 
ug/kg 97 SW846 8260B 
ug/kg 98 SW846 8260B 
ug/kg 96 SW846 8260B 
ug/kg 96 SW846 8260B 
ug/kg 101 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160432 



LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

SPIKE MEASURED 
PARAMETER AMOUNT AMOUNT ..;;.UN.;;,.;.;:;.I..;;.T..;;.S __ _ 

PERCNT 
RECVRY ~M~E..;;.T~H..;;.O~D _____ _ 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

LCS Lot-Sample#: EOI300000-142 Prep Batch# ... : 0274142 
Aluminum 200 184 mg/kg 92 SW846 6010B 10/03-10/04/00 DLDON110 

Arsenic 200 178 

Antimony 50.0 45.5. 

Barium 200 187 

Cadmium 5.00 4.67 

Chromium 20.0 19.0 

Beryllium 5.00 4.64 

Lead 50.0 45.2 

Selenium 200 174 

Silver 5.00 4.68 

Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg B-9 
Dilution Factor: 1 

Apalysis Time .. : 18:47 

mg/kg 91 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 94 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 93 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 95 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 93 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 90 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 87 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 94 
Dilution Factor: 1 

Analysis Time .. : 18:47 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON111 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON112 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON113 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON114 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDONlOK 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10L 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10M 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10N 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10P 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

(Continued on next page) 

000298 

BOE-CS-0160433 



LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

PARAMETER 
Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadium 

Zinc 

SPIKE MEASURED PERCNT PREPARATION- WORK 
AMOUNT AMOUNT 
50.0 47.4 

25.0 23.2 

100 90 ._8 

50.0 46.4 

200 184 

50.0 47.1 

50.0 47.2 

UNITS RECVRY M~E~T=H~O=D __________ _ ANALYSIS DATE ORDER # 
10/03-10/04/00 DLDON10Q mg/kg 95 SW846 6010B 

Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 93 
Dilution Factor: 1 

Analysis Time .. : ··18:47 

. mg/kg 91 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 93 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 92 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 94 
Dilution Factor: 1 

Analysis Time .. : 18:47 

mg/kg 94 
Dilution Factor: 1 

Analysis Time .. : 18:47 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10R 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10T 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDONlOU 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10V 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10W 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/03-10/04/00 DLDON10X 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

LCS Lot-Sample#: EOI300000-147 Prep Batch# ... : 0274147 
Mercury 0.833 0.912 mg/kg 109 SW846 7471A 

Dilution Factor: 1 

Analysis Time .. : 16:46 Analyst ID ..... : 021088 

LCS Lot-Sample#: EOJ020000-395 Prep Batch# ... : 0276395 

10/03/00 DLD10102 

Instrument ID .. : M04 

Aluminum 200 173 mg/kg 87 SW846 6010B 10/02-10/04/00 DLEDA10X 

Arsenic 200 181 

Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

mg/kg 91 SW846 6010B 10/02-10/04/00 DLEDA110 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 

(Continued on next page) 

00025'9 

Instrument ID .. : MOl 

BOE-CS-0160434 



LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

PARAMETER 
Antimony 

Barium 

Cadmium 

Chromium 

Beryllium 

Lead 

Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

SPIKE MEASURED PERCNT PREPARATION- WORK 
AMOUNT AMOUNT 
50.0 45.4 

200 194 

5.00 4. 9_0 

20.0 20.0 

5.00 4.79 

50.0 44.6 

200 170 

5.00 4. 87 

50.0 49.5 

25.0 23.8 

100 93.1 

UNITS RECVRY ~M~E~T~H~O~D~---------- ANALYSIS DATE ORDER # 
10/02-10/04/00 DLEDA111 mg/kg 91 SW846 6010B 

Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 97 
D·ilution Factor: 1 

Analysis Time .. : 03:10 

. mg/kg 98 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 100 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 96 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 89 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 85 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 97 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 99 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 95 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 93 
Dilution Factor: 1 

Analysis Time .. : 03:10 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA112 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA113 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA114 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10K 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10L 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10M 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10N 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10P 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10Q 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10R 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

(Continued on next page) 

000300 

BOE-CS-0160435 



LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

PARAMETER 
Nickel 

Thallium 

Vanadium 

Zinc 

SPIKE MEASURED PERCNT PREPARATION- WORK 
AMOUNT AMOUNT 
50.0 48.8 

200 172 

50.0 48 .. 6 

50.0 48.2 

UNITS RECVRY ~M=E~T~H~O=D __________ _ ANALYSIS DATE ORDER # 
10/02-10/04/00 DLEDA10T mg/kg 98 SW846 6010B 

Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 86 
Dilution Factor: 1 

Analysis Time .. : 03:10 

. mg/kg 97 
Dilution Factor: 1 

Analysis Time .. : 03:10 

mg/kg 96 
Dilution Factor: 1 

Analysis Time .. : 03:10 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10U 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10V 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

SW846 6010B 10/02-10/04/00 DLEDA10W 

Analyst ID ..... : 003119 Instrument ID .. : MOl 

LCS Lot-Sample#: EOJ020000-423 Prep Batch# ... : 0276423 
Mercury 0.833 0.828 mg/kg 99 SW846 7471A 

NOTE(S): 

Dilution Factor: 1 

Analysis Time .. : 17:43 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Analyst ID ..... : 021088 

0003C1. 

10/03/00 DLEDS102 

Instrument ID .. : M04 

BOE-C6-0160436 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ020000-468 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
Analyst ID ..... : 356074 

PARAMETER 
Diesel Range Organics 

(C10-C25) 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 

GC Semivolatiles 

Work Order# ... : DLEKJ102 

Analysis Date .. : 10/10/00 
Analysis Time .. : 11:19 
Instrument ID .. : G03 

PERCENT RECOVERY 
RECOVERY LIMITS 
91 (60 - 130) 

PERCENT 
RECOVERY 
103 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold prim denotes control parameters 

0003C2 

Matrix ......... : SOLID 

METHOD 
SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160437 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLEKJ104 
LCS Lot-Sample#: EOJ020000-468 
Prep Date ...... : 10/02/00 Analysis Date . . : 10/07/00 
Prep Batch # ... : 0276468 Analysis Time .. : 18:32 
Dilution Factor: 1 Instrument ID .. : G03 
Analyst ID ..... : 356074 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS 
TPH (as Diesel) 91 (60 - 130) 

PERCENT 
SURROGATE RECOVERY 
Benzo(a)pyrene 85 

NOTE (S) : 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0003C3 

Matrix ......... : SOLID 

METHOD 
SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160438 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLEL7102 

LCS Lot-Sample#: EOJ020000-467 
Prep Date ...... : 10/02/00 Analysis Date . . : 10/09/00 
Prep Batch # ... : 0276467 Analysis Time .. : 16:18 

Dilution Factor: 1 Instrument ID .. : G01 
Analyst ID ..... : 356074 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS 
TPH (as Diesel) 111 (60 - 130) 

PERCENT 
SURROGATE RECOVERY 

Benzo(a)pyrene 94 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes comrol parameters 

0003C4 

Matrix ......... : SOLID 

METHOD 
SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160439 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJOJ0000-550 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0277550 
Dilution Factor: 1 
Analyst ID ..... : 015590 

PARAMETER 
Benzene 
1,1-Dichloroethene 
Chlorobenzene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE(S): 

GC/MS Volatiles 

Work Order# ... : DLGL6102 

Analysis Date .. : 10/02/00 
Analysis Time .. : 20:00 
Instrument ID .. : MSC 

PERCENT RECOVERY 
RECOVERY LIMITS 
103 (75 - 120) 
107 (70 - 130) 
102 (80 - 120) 
106 (80 - 120) 
106 (75 - 130) 

PERCENT 
RECOVERY 
117 
92 
103 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000.3C5 

Matrix ......... : WATER 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(75 - 120) 
(65 - 130) 
(80 - 130) 

BOE-CS-0160440 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot # ... : EOI290371 
LCS Lot-Sample#: EOJ040000-277 
Prep Date ...... : 10/02/00 
Prep Batch # ... : 0278277 
Dilution Factor: 1 
Analyst ID ..... : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a 1 a 1 a-Trifluorotoluene 

(TFT) 

NOTE (S) : 

GC Volatiles 

Work Order # ... : DLHH5102 

Analysis Date . . : 10/02/00 
Analysis Time .. : 22:45 
Instrument ID .. : G16 

PERCENT RECOVERY 
RECOVERY LIMITS 
129 {80 - 140) 

PERCENT 
RECOVERY 
106 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0003C6 

Matrix ......... : SOLID 

METHOD 
SW846 8015B 

RECOVERY 
LIMITS 
( 60 - 130) 

BOE-CS-0160441 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ050000-501 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 

Analyst ID ..... : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S): 

GC Volatiles 

Work Order# ... : DLLT5102 

Analysis Date .. : 10/03/00 
Analysis Time .. : 12:05 
Instrument ID .. : G16 

PERCENT RECOVERY 
RECOVERY LIMITS 
126 {80 - 140) 

PERCENT 
RECOVERY 
105 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0003C7 

Matrix . ........ : SOLID 

METHOD 
SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

BOE-CS-0160442 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot # ... : EOI2903 71 
LCS Lot-Sample#: EOJ070000-159 
Prep Date ...... : 10/06/00 
Prep Batch # ... : 0281159 
Dilution Factor: 1 
Analyst ID ..... : 004648 

PARAMETER 
Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S): 

GC/MS Volatiles 

Work Order # ... : DLQXV102 

Analysis Date .. : 10/06/00 
Analysis Time .. : 20:51 
Instrument 

PERCENT 
RECOVERY 
97 
99 
103 
96 
105 

ID .. : MSD 

RECOVERY 
LIMITS 
(70 - 140) 
(70 - 130) 
(60 - 150) 
(70 - 130) 
(70 - 130) 

PERCENT 
RECOVERY 
89 
96 
92 

Calculations are p~rform~d before rounding to avoid round-off errors in calculated results. 

Bold prim denotes control parameters 

0003CS 

Matrix ......... : SOLID 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - HO) 
(70 - 130) 

BOE-CS-0160443 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DLRDD102 

LCS Lot-Sample#: EOJ090000-291 
Prep Date ...... : 10/08/00 Analysis Date .. : 10/08/00 
Prep Batch# ... : 0283291 Analysis Time .. : 11:37 
Dilution Factor: 1 Instrument ID .. : MSD 
Analyst ID ..... : 004648 

PERCENT RECOVERY 

PARAMETER RECOVERY LIMITS 

Benzene 102 (70 - 140) 

Chlorobenzene 93 (70 - 130) 
1,1-Dichloroethene 109 (60 - 150) 

Toluene 94 (70 - 130) 

Trichloroethene 104 (70 - 130) 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 89 
1,2-Dichloroethane-d4 107 
Toluene-dB 96 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000309 

Matrix ......... : SOLID 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160444 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 
LCS Lot-Sample#: EOJ090000-289 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
Analyst ID ..... : 004648 

PARAMETER 
Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTE (S) : 

GC/MS Volatiles 

Work Order# ... : DLRD6102 

Analysis Date .. : 10/07/00 
Analysis Time .. : 11:26 
Instrument ID .. : MSD 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 - 140) 
82 (70 - 130) 
91 (60 - 150) 
82 (70 - 130) 
92 (70 - 130) 

PERCENT 
RECOVERY 
90 
102 
94 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000310 

Matrix ......... : SOLID 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160445 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot # ... : EOI290371 
LCS Lot-Sample#: EOJ100000-487 
Prep Date ...... : 10/09/00 
Prep Batch # ... : 0284487 
Dilution Factor: 1 
Analyst ID ..... : 004648 

PARAMETER 
Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-dB 

NOTE (S) : 

GC/MS Volatiles 

Work Order # ... : DLWOF102 

Analysis Date .. : 10/09/00 
Analysis Time .. : 11:31 
Instrument ID .. : MSD 

PERCENT RECOVERY 
RECOVERY LIMITS 
98 (70 - 140) 
94 (70 - 130) 
99 (60 - 150) 
97 (70 - 130) 
98 (70 - 130) 

PERCENT 
RECOVERY 
94 
98 
95 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0003t1. 

Matrix ......... : SOLID 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-C6-0160446 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : EOI290371 Work Order # ... : DM04H102 

LCS Lot-Sample#: EOJll0000-495 
Prep Date ...... : 10/10/00 Analysis Date .. : 10/10/00 

Prep Batch # ... : 0285495 Analysis Time .. : 22:24 

Dilution Factor: 1 Instrument ID .. : MSD 

Analyst ID ..... : 004648 

PERCENT RECOVERY 

PARAMETER RECOVERY LIMITS 

Benzene 97 (70 - 140) 

Chlorobenzene 98 (70 - 130) 

1,1-Dichloroethene 96 (60 - 150) 

Toluene 96 (70 - 130) 

Trichloroethene 101 (70 - 130) 

PERCENT 

SURROGATE RECOVERY 

Bromofluorobenzene 92 

1,2-Dichloroethane-d4 93 

Toluene-d8 94 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

00031 .. 2 

Matrix ......... : SOLID 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(60 - 140) 
(70 - 130) 

BOE-CS-0160447 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 

PARAMETER 
PERCENT 
RECOVERY 

RECOVERY 
LIMITS 

TOTAL Metals 

Matrix ......... : SOLID 

PREPARATION-
METHOD ANALYSIS DATE WORK ORDER # 

LCS Lot-Sample#: EOI300000-142 Prep Batch# ... : 0274142 
Aluminum 92 (80 - 120) SW846 6010B 10/03-10/04/00 DLDON110 

Dilution Factor: 1 

Arsenic 89 

Antimony 91 

Barium 94 

Cadmium 93 

Chromium 95 

Beryllium 93 

Lead 90 

Selenium 87 

Silver 94 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(75 - 115) SW846 6010B 10/03-10/04/00 DLDON111 
Dilution Factor: 1 

~alysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(75 - 115) SW846 6010B 10/03-10/04/00 DLDON112 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDON113 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDON114 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(85 - 120) SW846 6010B 10/03-10/04/00 DLDON10K 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDON10L 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDON10M 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(70 - 115) SW846 6010B 10/03-10/04/00 DLDON10N 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDON10P 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 

(Continued on next page) 

0003l3 

Instrument ID .. : MOl 

BOE-CS-0160448 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 

PARAMETER 
Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadium 

Zinc 

PERCENT 
RECOVERY 
95 

93 

91 

93 

92 

94 

94 

TOTAL Metals 

RECOVERY 
LIMITS ~M=E~T~H~O~D __________ _ 
(80 - 120) SW846 6010B 
Dilution Factor: 1 

Matrix ......... : SOLID 

PREPARATION-
ANALYSIS DATE WORK ORDER # 
10/03-10/04/00 DLDONlOQ 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDONlOR 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

U3.o - 120) SW846 6010B 10/03-10/04/00 DLDONlOT 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDONlOU 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(75 - 120) SW846 6010B 10/03-10/04/00 DLDONlOV 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 GOlOB 10/03-10/04/00 DLDONlOW 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 10/03-10/04/00 DLDONlOX 
Dilution Factor: 1 

Analysis Time .. : 18:47 Analyst ID ..... : 003119 Instrument ID .. : MOl 

LCS Lot-Sample#: EOI300000-147 Prep Batch# ... : 0274147 
Mercury 109 (85 - 115) SW846 7471A 

Dilution Factor: 1 

10/03/00 

Analysis Time .. : 16:46 Analyst ID ..... : 021088 

LCS Lot-Sample#: EOJ020000-395 Prep Batch# ... : 0276395 

DLD10102 

Instrument ID .. : M04 

Aluminum 87 (80 - 120) SW846 6010B 10/02-10/04/00 DLEDAlOX 
Dilution Factor: 1 

Arsenic 91 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(75 - 115) SW846 6010B 10/02-10/04/00 DLEDAllO 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 

(Continued on next page) 

0003.'1.4 

Instrument ID .. : MOl 

BOE-CS-0160449 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 

PARAMETER 
Antimony 

Barium 

Cadmium 

Chromium 

Beryllium 

Lead 

Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

PERCENT 
RECOVERY 
91 

97 

98 

100 

9G 

89 

85 

97 

99 

95 

93 

TOTAL Metals 

RECOVERY 
LIMITS ~M=E~T~H~O=D __________ _ 
(75 - ll5) SW84G GOlOB 
Dilution Factor: 1 

Matrix ......... : SOLID 

PREPARATION-
ANALYSIS DATE WORK ORDER # 
10/02-10/04/00 DLEDAlll 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDA112 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(?.0 - 120) SW84G GOlOB 10/02-10/04/00 DLEDA113 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(85 - 120) SW84G GOlOB 10/02-10/04/00 DLEDA114 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDAlOK 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G 6010B 10/02-10/04/00 DLEDAlOL 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(70 - ll5) SW84G 6010B 10/02-10/04/00 DLEDA10M 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDAlON 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDA10P 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDAlOQ 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW84G GOlOB 10/02-10/04/00 DLEDAlOR 
Dilution Factor: 1 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(Continued on next page) 

0003t5 

BOE-CS-0160450 



LABORATORY CONTROL SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 

PARAMETER 
Nickel 

Thallium 

Vanadium 

Zinc 

PERCENT 
RECOVERY 
98 

86 

97 

96 

TOTAL Metals 

RECOVERY 
LIMITS ~M=E~T~H~O=D __________ _ 
(80 - 120) SW846 6010B 
Dilution Factor: 1 

Matrix ......... : SOLID 

PREPARATION-
ANALYSIS DATE WORK ORDER # 
10/02-10/04/00 DLEDA10T 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(75 - 120) SW846 6010B 
Dilution Factor: 1 

10/02-10/04/00 DLEDA10U 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(?0 - 120) SW846 6010B 
Dilution Factor: 1 

10/02-10/04/00 DLEDA10V 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

(80 - 120) SW846 6010B 
Dilution Factor: 1 

10/02-10/04/00 DLEDA10W 

Analysis Time .. : 03:10 Analyst ID ..... : 003119 Instrument ID .. : MOl 

LCS Lot-Sample#: EOJ020000-423 Prep Batch# ... : 0276423 
~ercury 99 (85 - 115) SW846 7471A 

Dilution Factor: 1 

10/03/00 

Analysis Time .. : 17:43 Analyst ID ..... : 021088 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

0003:1.6 

DLED5102 

Instrument ID .. : MO~ 

BOE-CS-0160451 



MATRIX SPIKE SAMPLE DATA REPORT 

GC Semivolatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC1D104-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290341-001 DLC1D105-MSD 

Date Sampled ... : 09/27/00 14:50 Date Received .. : 09/29/00 10:30 MS Run# ....... : 0276246 

Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276468 
Dilution Factor: 1 
Instrument ID .. : G02 

PARAMETER 
Diesel Range Organics 

(C10-C25) 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 

Analysis Date .. : 
Analysis Time .. : 
%Moisture ..... : 

10/11/00 
06:18 
100 

SAMPLE SPIKE MEASRD 
AMOUNT AMT AMOUNT UNITS 
320 250 602· mg/kg 

,320 250 836 mg/kg 

PERCENT 
RECOVERY 
83 
103 

Calculations are performed before rounding Ia avoid round-off errors in calculated resulls. 

Bold print denotes comrol parameters 

a Spiked analyte recovery is outside slated control limits. 

0003.1.7 

Analyst ID ..... : 356074 

PERCENT 
RECOVERY RPD METHOD 
111 SW846 8015B 

205 a 33 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 
( 60 - 130) 

BOE-CS-0160452 



MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC1L104-MS Matrix ......... : WATER 
MS Lot-Sample #: EOI290341-006 DLC1L105-MSD 
Date Sampled ... : 09/27/00 17:15 Date Received .. : 09/29/00 10:30 MS Run# ....... : 0277266 

Prep Date ...... : 10/02/00 Analysis Date .. : 10/03/00 
Prep Batch# ... : 0277550 Analysis Time .. : 05:26 
Dilution Factor: 1 Analyst ID ..... : 015590 Instrument ID .. : MSC 

SAMPLE SPIKE MEASRD PERCENT 
PARAMETER AMOUNT AMT AMOUNT UNITS RECOVERY RPD METHOD 
Benzene ND 10.0 10.8 ug/L 108 SW846 8260B 

ND 10.0 10.-3 ug/L 103 4.4 SW846 8260B 
1,1-Dichloroethene ND 10.0 10.4 ug/L 104 SW846 8260B 

ND 10.0 10.1 ug/L 101 2.9 SW846 8260B 
Chlorobenzene ND 10.0 10.1 ug/L 101 SW846 8260B 

ND 10.0 9.92 ug/L 99 1.4 SW846 8260B 
Toluene ND 10.0 10.2 ug/L 102 SW846 8260B 

ND 10.0 9.88 ug/L 99 2.8 SW846 8260B 
Trichloroethene ND 10.0 10.2 ug/L 102 SW846 8260B 

ND 10.0 10.1 ug/L 101 1.6 SW846 8260B 

PERCENT RECOVERY 
?URROGATE RECOVERY LIMITS 
Bromofluorobenzene 111 (75 - 120) 

109 (75 - 120) 
1,2-Dichloroethane-d4 121 (65 - 130) 

119 (65 - 13 0) 
Toluene-d8 107 (80 - 130) 

106 ( 80 - 130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

0003:18 

BOE-CS-0160453 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMT AMOUNT UNITS RECVRY --- RPD METHOD ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOI290370-023 Prep Batch # ... : 0274142 

Aluminum 
6570 200 8400 NC mg/kg SW846 6010B 10/03-10/04/00 DLC7CllJ 

6570 200 8050 NC mg/kg SW846 6010B 10/03-10/04/00 DLC7C11K 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

Arsenic 
3.2 200 188 mg/kg 92 SW846 6010B 10/03-10/04/00 DLC7C11L 

3.2 200 186 mg/kg 91 0.83 SW846 6010B 10/03-10/04/00 DLC7CllM 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0274040 

Antimony 
0.40 50.0 31.1 N mg/kg 61 SW846 6010B 10/03-10/04/00 DLC7CllN 

0.40 50.0 31.6 N mg/kg 62 1.4 SW846 6010B 10/03-10/04/00 DLC7C11P 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0274040 

Barium 
56.0 200 252 mg/kg 98 SW846 6010B 10/03-10/04/00 DLC7CllQ 

56.0 200 245 mg/kg 94 3.1 SW846 6010B 10/03-10/04/00 DLC7C11R 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

Cadmium 
ND 5.00 4.77 mg/kg 95 SW846 6010B 10/03-10/04/00 DLC7CllT 

ND 5.00 4.70 mg/kg 94 1.6 SW846 6010B 10/03-10/04/00 DLC7C11U 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0274040 

Chromium 
11.5 20.0 32.8 mg/kg 106 SW846 6010B 10/03-10/04/00 DLC7C10Q 

ll. 5 20.0 30.2 mg/kg 93 8.3 SW846 6010B 10/03-10/04/00 DLC7C10R 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0274040 

(Continued on next page) 

00031..9 

BOE-CS-0160454 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

SAMPLE SPIKE MEASURED PERCNT 
PARAMETER AMOUNT AMT AMOUNT UNITS RECVRY RPD METHOD 
Beryllium 

Lead 

Selenium 

Silver 

Cobalt 

Copper 

0.18 
0.18 

1.7 
1.7 

ND 
ND 

ND 
ND 

4.0 
4.0 

11.5 
11.5 

Molybdenum 
0.47 
0.47 

5.00 4. 96 
5.00 4.92 

50.0 48.5 
50.0 4.8 .l 

200 179 
200 178 

5.00 4.65 
5.00 4.63 

50.0 53.0 
50.0 52.6 

25.0 36.1 
25.0 35.4 

100 
100 

93.9 
93.8 

mg/kg 96 
mg/kg 95 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

mg/kg 94 
mg/kg 93 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

mg/kg 90 
mg/kg 89 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

mg/kg 93 
mg/kg 93 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

mg/kg 
mg/kg 

Dilution Factor: 1 

98 
97 

SW846 6010B 
0.91 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
0.68 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
0.70 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
0.38 SW846 6010B 

Instrument ID .. : MOl 

SN846 6010B 
0.69 SN846 6010B 

Analysis Time .. : 19:09. Instrument ID .. : MOl 

MS Run# ....... : 0274040 

mg/kg 
mg/kg 

Dilution Factor: 1 

98 
95 

SW846 6010B 
1.9 SN846 6010B 

Analysis Time .. : 19:09 Instrument ID .. : ~101 

MS Run# ....... : 0274040 

mg/kg 93 
mg/kg 93 

Dilution Factor: 1 

A?alysis Time .. : 19:09 

MS Run # ....... : 0274040 

Sl'l'846 6010B 
0. 08 Sl'l'846 6010B 

Instrument ID .. : ~0: 

0003ZO 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7C10T 
10/03-10/04/00 DLC7C10U 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7C10V 
10/03-10/04/00 DLC7C10W 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7C10X 
10/03-10/04/00 DLC7Cl10 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7Cl11 
10/03-10/04/00 DLC7ClJ..2 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7C113 
10/03-10/04/00 DLC7C114 

Ana.:yst ID ... .. : 003119 

10/03-10/04/00 DLC7C115 
10/03-10/04/00 DLC7C116 

~~a:ys:. !D ..... : 0.J3119 

10 C3-10/C41QO C~C7C117 
10 03-:0 . .:'-! :'C :'~C7C118 

BOE-CS-0160455 



(Continued on next page) 

000321. 
BOE-C6-0160456 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

SAMPLE SPIKE MEASURED 
PARAMETER AMOUNT AMT AMOUNT 

PERCNT 

--- UNITS RECVRY RPD ~M~E~T_H~O_D ___ _ 

Nickel 

Thallium 

Vanadium 

Zinc 

NOTE (S): 

8.3 
8.3 

ND 

ND 

24.8 
24.8 

27.7 
27.7 

50.0 56.3 
50.0 55.2 

200 190 
200 1_88 

50.0 75.8 
50.0 73.4 

50.0 74.4 
50.0 73.8 

mg/kg 96 
mg/kg 94 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run# ....... : 0274040 

mg/kg 95 
mg/kg 94 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run# ....... : 0274040 

mg/kg 102 
mg/kg 97 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

mg/kg 93 
mg/kg 92 

Dilution Factor: 1 

Analysis Time .. : 19:09 

MS Run # ....... : 0274040 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

SW846 6010B 
1.9 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
1.0 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
3.2 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
0.71 SW846 6010B 

Instrument ID .. : MOl 

00032Z 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03-10/04/00 DLC7C119 
10/03-10/04/00 DLC7C11A 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7CllC 
10/03-10/04/00 DLC7CllD 

Analyst ID ..... : 003119 

10/03-10/04/00 DLC7CllE 
10/03-10/04/00 DLC7CllF 

Analyst ID ..... : 003119 

'10/03-10/04/00 DLC7CllG 
10/03-10/04/00 DLC7CllH 

Analyst ID ..... : 003119 

BOE-CS-0160457 



MATRIX SPIKE SAMPLE DATA REPORT 

GC Semivolatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC7D10Q-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290370-024 DLC7D10R-MSD 
Date Sampled ... : 09/29/00 14:06 Date Received .. : 09/29/00 17:15 MS Run# ....... : 0276249 

Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
Instrument ID .. : G01 

PARAMETER 
TPH (as Diesel) 

SURROGATE 
Benzo(a)pyrene 

NOTE (S) : 

Analysis Date .. : 10/10/00 
Analysis Time .. : 
%Moisture ..... : 

07:27 
100 

SAMPLE SPIKE MEASRD 
AMOUNT AMT AMOUNT UNITS 

250 296-- mg/kg 
250 290 mg/kg 

PERCENT 
RECOVERY 
93 
92 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold prim denotes control parameters 

Analyst ID ..... : 356074 

PERCENT 
RECOVERY RPD METHOD 
118 SW846 8015B 
116 1.8 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 
(60 - 130) 

BOE-CS-0160458 



MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC7L10P-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290371-003 DLC7L10Q-MSD 

Date Sampled ... : 09/29/00 
Prep Date ...... : 10/07/00 
Prep Batch# ... : 0283289 
Dilution Factor: 1 
Instrument ID .. : MSD 

PARAMETER 
Benzene 

Chlorobenzene 

1,1-Dichloroethene 

Toluene 

Trichloroethene 

SURROGATE 
Bromofluorobenzene 

1,2-Dichloroethane-d4 

Toluene-dB 

NOTE (S} : 

Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283113 

Analysis Date .. : 10/07/00 
Analysis Time .. : 14:46 
%Moisture ..... : Analyst ID ..... : 004648 

SAMPLE SPIKE MEASRD PERCENT 
AMOUNT AMT AMOUNT UNITS RECOVERY RPD METHOD 
ND 50.0 48.·9 ug/kg 98 SW846 8260B 
ND 50.0 47.5 ug/kg 95 3.0 SW846 8260B 

.ND 50.0 46.3 ug/kg 93 SW846 8260B 
ND 50.0 46.0 ug/kg 92 0.52 SW846 8260B 
ND 50.0 50.8 ug/kg 102 SW846 8260B 
ND 50.0 50.0 ug/kg 100 1.6 SW846 8260B 
ND 50.0 45.7 ug/kg 91 SW846 8260B 
ND 50.0 45.7 ug/kg 91 0.0 SW846 8260B 
ND 50.0 52.7 ug/kg 105 SW846 8260B 
ND 50.0 51.3 ug/kg 103 2.6 SW846 8260B 

PERCENT RECOVERY 
RECOVERY LIMITS 
89 (70 - 130) 
89 (70 - 130) 
102 (60 - 140) 
102 (60 - 140) 
93 (70 - 130) 
93 (70 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

BOE-CS-0160459 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 13:00 Date Received .. : 09/29/00 17:15 

SAMPLE SPIKE MEASURED 
PARAMETER AMOUNT AMT AMOUNT UNITS 

PERCNT 
RECVRY RPD ~M~E~T~H~O~D ______ __ 

MS Lot-Sample#: EOI290370-021 Prep Batch# ... : 0274147 
Mercury 

NOTE(S): 

ND 
ND 

0.167 0.190 
0.167 0.190 

mg/kg 
mg/kg 

Dilution Factor: 1 

114 
114 

SW846 7471A 
0.0 SW846 7471A 

Analysis Time .. : 16:50 Instrument ID .. : M04 

MS Run # ....... : ·il274044 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

000325 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03/00 
10/03/00 

DLC7910Q 
DLC7910R 

Analyst ID ..... : 021088 

BOE-C6-0160460 



MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8A102-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290371-022 DLC8A103-MSD 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283114 

Prep Date ...... : 10/08/00 Analysis Date .. : 10/08/00 
Prep Batch# ... : 0283291 Analysis Time .. : 15:22 
Dilution Factor: 1 
Instrument ID .. : MSD 

%Moisture ..... : Analyst ID ..... : 004648 

SAMPLE SPIKE MEASRD 
PARAMETER AMOUNT AMT AMOUNT UNITS 
Benzene ND 50.0 49.·8 ug/kg 

ND 50.0 50.4 ug/kg 
Chlorobenzene _ND 50.0 45.5 ug/kg 

ND 50.0 45.4 ug/kg 
1,1-Dichloroethene __ ND 50.0 51.2 ug/kg 

ND 50.0 52.7 ug/kg 
Toluene ND 50.0 45.1 ug/kg 

ND 50.0 45.4 ug/kg 
Trichloroethene 2.3 50.0 55.4 ug/kg 

2.3 50.0 56.4 ug/kg 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 87 

88 
l 1 2-Dichloroethane-d4 109 

104 
Toluene-d8 93 

91 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

PERCENT 
RECOVERY RPD METHOD 
100 SW846 8260B 
101 1.2 SW846 8260B 
91 SW846 8260B 
91 0.15 SW846 8260B 
102 SW846 8260B 
105 2.8 SW846 8260B 
90 SW846 8260B 
91 0.66 SW846 8260B 
106 SW846 8260B 
108 1.8 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(70 - 130) 
(60 - 140) 
(60 - 140) 
(70 - 130) 
(70 - 130) 

BOE-C6-0160461 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

SAMPLE SPIKE MEASURED PERCNT 

PARAMETER AMOUNT AMT AMOUNT UN~~I~T~S ____ _ RECVRY RPD ~M=E~T~H~O~D ______ _ 

MS Lot-Sample#: EOI290371-025 Prep Batch# ... : 0276423 

Mercury 
ND 

ND 

0.167 0.187 mg/kg 
0.167 0.278 N,* mg/kg 

112 
167 39 

SW846 7471A 
SW846 7471A 

Dilution Factor: 1 

Analysis Time .. : 17:47 Instrument ID .. : M04 

MS Run # ....... : -0276213 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

N Spiked analyte recovery is outside stated contr_o! limits. 

• Relative percent difference (RPD) is outside stated control limits. 

000.327 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03/00 
10/03/00 

DLC8E10P 
DLC8E10Q 

Analyst ID ..... : 021088 

BOE-C6-0160462 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 
PARAMETER AMOUNT AMT AMOUNT UNITS RECVRY RPD METHOD ANALYSIS DATE ORDER # ---

MS Lot-Sample #: EOI290371-031 Prep Batch # ... : 0276395 
Aluminum 

23500 200 25400 NC mg/kg SW846 6010B 10/02-10/04/00 DLC8Ll1F 
23500 200 25000 NC mg/kg SW846 6010B 10/02-10/04/00 DLC8Ll1G 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

Arsenic 
2.4 200 179 mg/kg 89 SW846 6010B 10/02-10/04/00 DLC8LllH 
2.4 200 18.0 mg/kg 89 0.46 SW846 6010B 10/02-10/04/00 DLC8LllJ 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

Antimony 
ND 50.0 14.5 N mg/kg 29 SW846 6010B 10/02-10/04/00 DLC8L11K 
ND 50.0 13.2 N mg/kg 26 9.7 SW846 6010B 10/02-10/04/00 DLC8L11L 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

Barium 
141 200 341 mg/kg 100 SW846 6010B 10/02-10/04/00 DLC8L11M 
141 200 339 mg/kg 99 0.73 SW846 6010B 10/02-10/04/00 DLC8L11N 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

Cadmium 
ND 5.00 4.61 mg/kg 92 SW846 6010B 10/02-10/04/00 DLC8LllP 
ND 5.00 4.58 mg/kg 92 0.56 SW846 6010B 10/02-10/04/00 DLC8L11Q 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 203119 

MS Run # ....... : 0276214 

Chromium 
25.2 20.0 46.8 mg/kg 108 SW846 6010B 10/02-10/04/00 DLC8L11R 
25.2 20.0 45.2 mg/kg 100 3.4 SW846 6010B 10/02-10/04/00 DLC8LllT 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

(Continued on next page) 

000328 

BOE-C6-0160463 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

PERCNT PREPARATION- WORK SAMPLE SPIKE MEASURED 
PARAMETER AMOUNT AMT AMOUNT 
Beryllium 

UNITS RECVRY RPD ~M=E~T=H~O=D _______ ANALYSIS DATE ORDER # 

Lead 

Selenium 

Silver 

Cobalt 

Copper 

0.70 
0.70 

5.7 
5.7 

ND 

ND 

ND 
ND 

14.8 
14.8 

16.0 
16.0 

Molybdenum 
0.88 
0.88 

5.00 5.68 
5.00 5.75 

50.0 52.0 
50.0 :?2._5 

200 
200 

168 
168 

5.00 4.61 
5.00 4.54 

50.0 62.7 
50.0 65.5 

25.0 41.4 
25.0 42.0 

100 
100 

92.1 
91.9 

mg/kg 100 
mg/kg 101 

Dilution Factor: 1 

Analysis Time .. : 03:31 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

Dilution Factor: 1 

93 
94 

SW846 6010B 
1.3 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
0.98 SW846 6010B 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

Dilution Factor: 1 

84 
84 

SW846 6010B 
0.24 SW846 6010B 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

92 
91 

Dilution Factor: 1 

Analysis Time .. : 03:31 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

Dilution Factor: 1 

96 
101 

SW846 6010B 
1.7 SW846 6010B 

Instrument ID .. : MOl 

SW846 6010B 
4.4 SW846 6010B 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

Dilution Factor: 1 

102 
104 

SW846 6010B 
1.3 SW846 6010B 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run# ....... : 0276214 

mg/kg 
mg/kg 

Dilution Factor: 1 

91 
91 

SW846 6010B 
0.22 SW846 6010B 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run # ....... : 0276214 

000329 

10/02-10/04/00 DLC8L10P 
10/02-10/04/00 DLC8L10Q 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L10R 
10/02-10/04/00 DLC8L10T 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L10U 
10/02-10/04/00 DLC8L10V 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L10W 
10/02-10/04/00 DLC8L10X 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L110 
10/02-10/04/00 DLC8L111 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L112 
10/02-10/04/00 DLC8L113 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L114 
10/02-10/04/00 DLC8L115 

Analyst ID ..... : 003119 

BOE-C6-0160464 



(Continued on next page) 

000330 

BOE-C6-0160465 



MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

SAMPLE SPIKE MEASURED PERCNT 
PARAMETER AMOUNT AMT 
Nickel 

AMOUNT UNITS RECVRY RPD ~M~E~T~H~O~D ______ _ 

14.0 
14.0 

50.0 62.8 
50.0 63.8 

mg/kg 
mg/kg 

Dilution Factor: 1 

98 
100 

SW846 60108 
1.7 SW846 60108 

Analysis Time .. : 03:31 Instrument ID .. : MOl 

MS Run # ....... : 0276214 

Thallium 
0.52 200 186 mg/kg 93 
0.52 200 1,86. mg/kg 93 

Dilution Factor: 1 

Analysis Time .. : 03:31 

MS Run # ....... : 0276214 

Vanadium 
53.3 50.0 103 mg/kg 100 
53.3 50.0 103 mg/kg 100 

Dilution Factor: 1 

Analysis Time .. : 03:31 

MS Run # ....... : 0276214 

Zinc 
50.0 50.0 98.9 mg/kg 98 
50.0 50.0 100 mg/kg 101 

Dilution Factor: 1 

Analysis Time .. : 03:31 

MS Run # ...... ,: 0276214 

NOTE (S) : 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

SW846 60108 
0.12 SW846 60108 

Instrument ID .. : MOl 

SW846 60108 
0.30 SW846 60108 

Instrument ID .. : MOl 

SW846 60108 
1.4 SW846 60108 

Instrument ID .. : MOl 

000331. 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/02-10/04/00 DLC8L116 
10/02-10/04/00 DLC8L117 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8Ll18 
10/02-10/04/00 DLC8Ll19 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8L11A 
10/02-10/04/00 DLC8L11C 

Analyst ID ..... : 003119 

10/02-10/04/00 DLC8Ll1D 
10/02-10/04/00 DLC8L11E 

Analyst ID ..... : 003119 

BOE-C6-0160466 



MATRIX SPIKE SAMPLE DATA REPORT 

GC Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8L11U-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290371-031 DLCSLllV-MSD 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0278132 

Prep Date ...... : 10/02/00 Analysis Date .. : 10/03/00 
Prep Batch# ... : 0278277 Analysis Time .. : 10:38 
Dilution Factor: 1 
Instrument ID .. : Gl6 

%Moisture ..... : Analyst ID ..... : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S) : 

SAMPLE SPIKE 
AMOUNT AMT 

5.00 
5.00 

MEASRD 
AMOUNT UNITS 
5. 8-4 mg/kg 
5.96 mg/kg 

PERCENT 
RECOVERY 
102 

104 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000332 

PERCENT 
RECOVERY RPD METHOD 
117 SW846 8015B 
119 2.0 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

(60 - 130) 

BOE-C6-0160467 



MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8M102-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290371-032 DLC8M103-MSD 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/09/00 
Prep Batch# ... : 0284487 
Dilution Factor: 1 
Instrument ID .. : MSD 

PARAMETER 
Benzene 

Chlorobenzene 

1,1-Dichloroethene 

Toluene 

Trichloroethene 

SURROGATE 
Bromofluorobenzene 

1,2-Dichloroethane-d4 

Toluene-dB 

NOTE (S): 

Date Received .. : 09/29/00 17:25 MS Run# ....... : 0284285 
Analysis Date .. : 10/09/00 
Analysis Time .. : 15:14 
%Moisture ..... : Analyst ID ..... : 004648 

SAMPLE SPIKE MEASRD PERCENT 
AMOUNT AMT AMOUNT UNITS RECOVERY RPD METHOD 
ND 50.0 45 .·a ug/kg 92 SW846 8260B 
ND 50.0 46.8 ug/kg 94 2.3 SW846 8260B 
.ND 50.0 47.2 ug/kg 94 SW846 8260B 
ND 50.0 48.6 ug/kg 97 2.9 SW846 8260B 
ND 50.0 46.8 ug/kg 94 SW846 8260B 
ND 50.0 48.6 ug/kg 97 3.8 SW846 8260B 
ND 50.0 45.9 ug/kg 92 SW846 8260B 
ND 50.0 48.0 ug/kg 96 4.5 SW846 8260B 
ND 50.0 49.1 ug/kg 98 SW846 8260B 
ND 50.0 51.1 ug/kg 102 3.9 SW846 8260B 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (70 - 130) 
92 (70 - 130) 
97 (60 - 140) 
94 (60 - 140) 
95 (70 - 130) 
94 (70 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000333 

BOE-C6-0160468 



MATRIX SPIKE SAMPLE DATA REPORT 

GC Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC9610P-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290371-044 DLC9610Q-MSD 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0279228 

Prep Date ...... : 10/03/00 Analysis Date .. : 10/03/00 
Prep Batch# ... : 0279501 Analysis Time .. : 17:19 
Dilution Factor: 1 
Instrument ID .. : G16 

%Moisture ..... : Analyst ID ..... : 001464 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE(S): 

SAMPLE SPIKE 
AMOUNT AMT 

5.00 
5.00 

MEASRD 
AMOUNT UNITS 
6.1:6 mg/kg 
5.99 mg/kg 

PERCENT 
RECOVERY 
106 

106 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000324 

PERCENT 
RECOVERY RPD METHOD 
123 SW846 8015B 
120 2.8 SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

(60 - 130) 

BOE-C6-0160469 



MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLFGE122-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOJ030150-001 DLFGE123-MSD 
Date Sampled ... : 10/02/00 Date Received .. : 10/02/00 17:00 MS Run# ....... : 0285238 
Prep Date ...... : 10/11/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 
Instrument ID .. : MSD 

PARAMETER 
Benzene 

Chlorobenzene 

1,1-Dichloroethene 

Toluene 

Trichloroethene 

SURROGATE 
Bromofluorobenzene 

1,2-Dichloroethane-d4 

Toluene-dB 

NOTE(S): 

Analysis Date .. : 
Analysis Time .. : 
%Moisture ..... : 

10/11/00 
03:41 
100 

SAMPLE SPIKE MEASRD 
AMOUNT AMT AMOUNT UNITS 
ND 50.0 45.-1 ug/kg 
ND 50.0 45.1 ug/kg 
ND 50.0 46.2 ug/kg 
ND 50.0 45.9 ug/kg 
ND 50.0 43.6 ug/kg 
ND 50.0 43.7 ug/kg 
ND 50.0 45.2 ug/kg 
ND 50.0 44.7 ug/kg 
ND 50.0 49.3 ug/kg 
ND 50.0 49.0 ug/kg 

PERCENT 
RECOVERY 
89 
91 
94 
93 
91 
93 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000335 

Analyst ID ..... : 004648 

PERCENT 
RECOVERY RPD METHOD 
90 SW846 8260B 
90 0.11 SW846 8260B 
92 SW846 8260B 
92 0.58 SW846 8260B 
87 SW846 8260B 
87 0.20 SW846 8260B 
90 SW846 8260B 
89 1.0 SW846 8260B 
99 SW846 8260B 
98 0.65 SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(70 - 130) 
(60 - 140) 
(60 - 140) 
(70 - 130) 
( 70 - 130) 

BOE-CS-0160470 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot # ... : EOI290371 
EOI290341-001 
09/27/00 14:50 
10/02/00 
0276468 

Work Order# ... : DLC1D104-MS Matrix ......... : SOLID 

MS Lot-Sample # : 
Date Sampled ... : 
Prep Date ...... : 
Prep Batch # ... : 
Dilution Factor: 1 

Instrument ID .. : G02 

PARAMETER 
Diesel Range Organics 

(C10-C25) 

SURROGATE 
Benzo(a)pyrene 

NOTE(S): 

Date Received .. : 
Analysis Date .. : 
Analysis Time .. : 
% Moisture ..... : 

PERCENT RECOVERY 
RECOVERY LIMITS 
111 (60 - 130) 

205 . _a (60 - 130) 

PERCENT 
RECOVERY 
83 
103 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

a Spiked analyte recovery is outside stated control limits. 

DLC1D105-MSD 
09/29/00 10:30 MS Run# ....... : 0276246 
10/11/00 
06:18 
100 Analyst ID ..... : 356074 

RPD 
RPD LIMITS METHOD 

SW846 8015B 

33 (0-35) SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 
(60 - 130) 

0003.36 

BOE-CS-0160471 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC1L104-MS Matrix ......... : WATER 

MS Lot-Sample #: EOI290341-006 DLC1L105-MSD 

Date Sampled ... : 09/27/00 17:15 Date Received .. : 09/29/00 10:30 MS Run# ....... : 0277266 

Prep Date ...... : 10/02/00 Analysis Date .. : 10/03/00 

Prep Batch# ... : 0277550 Analysis Time .. : 05:26 

Dilution Factor: 1 Analyst ID ..... : 015590 Instrument ID .. : MSC 

PERCENT RECOVERY RPD 

PARAMETER RECOVERY LIMITS RPD LIMITS METHOD 

Benzene 108 (75 - 120) SW846 8260B 
103 (75- - 120) 4.4 (0-25) SW846 8260B 

1,1-Dichloroethene 104 (70 - 130) SW846 8260B 
101 (70 - 130) 2.9 (0-25) SW846 8260B 

Chlorobenzene 101 (80 - 120) SW846 8260B 

99 (80 - 120) 1.4 (0-25) SW846 8260B 

Toluene 102 (80 - 120) SW846 8260B 

99 (80 - 120) 2.8 (0-25) SW846 8260B 

Trichloroethene 102 (75 - 130) SW846 8260B 
101 (75 - 130) 1.6 (0-25) SW846 8260B 

PERCENT RECOVERY 

SURROGATE RECOVERY LIMITS 

Brornofluorobenzene 111 (75 - 120) 
109 (75 - 120) 

1,2-Dichloroethane-d4 121 (65 - 130) 
119 (65 - 130) 

Toluene-dB 107 ( 80 - 130) 
106 ( 80 - 130) 

NOTE {S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

BOE-CS-0160472 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

PERCENT RECOVERY RPD PREPARATION- WORK 
PARAMETER RECOVERY LIMITS RPD LIMITS ~M~E~T~H~O~D __________ _ ANALYSIS DATE ORDER # 

MS Lot-Sample#: EOI290370-023 Prep Batch# ... : 0274142 
Aluminum NC (80 - 120) SW846 6010B 10/03-10/04/00 DLC7C11J 

10/03-10/04/00 DLC7C11K 

Arsenic 

Antimony 

Barium 

Cadmium 

Chromium 

Beryllium 

NC (80 - 120) (0-25) SW846 6010B 

92 
91 

61 N 
62 N 

98 
94 

95 
94 

106 
93 

96 
95 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(75 - 115) 
( 7 5. - ;1.15) 0 . 8 3 ( 0-2 5) 

Dilution Factor: 1 

SW846 6010B 
SW846 6010B 

10/03-10/04/00 DLC7C11L 
10/03-10/04/00 DLC7C11M 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(75 - 115) 
(75 - 115) 1.4 

SW846 6010B 
(0-25) SW846 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C11N 
10/03-10/04/00 DLC7C11P 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(80 - 120) SW846 6010B 
(80 - 120) 3.1 (0-25) SW846 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C11Q 
10/03-10/04/00 DLC7C11R 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(80 - 120) SW846 6010B 
(80 - 120) 1.6 (0-25) SW846 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C11T 
10/03-10/04/00 DLC7C11U 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(85 - 120) 
(85 - 120) 8.3 

SW846 6010B 
(0-25) SW846 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C10Q 
10/03-10/04/00 DLC7ClOR 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(80 - 120) SW846 6010B 
(80 - 120) 0.91 (0-25) SW846 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C10T 
10/03-10/04/00 DLC7C10U 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(Continued on next page) 

00033S 
BOE-CS-0160473 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

PARAMETER 
Lead 

Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

PERCENT RECOVERY RPD PREPARATION- WORK 

RECOVERY LIMITS RPD LIMITS ~M=E~T~H~O=D ___________ ANALYSIS DATE ORDER # 

94 (SO - 120) SWS46 6010B 10/03-10/04/00 DLC7C10V 

93 (SO- 120) 0.6S (0-25) SWS46 6010B 10/03-10/04/00 DLC7ClOW 

90 
S9 

93 
93 

9S 
97 

9S 
95 

93 
93 

96 
94 

95 
94 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(70 - 115) SWS46 6010B 
(70 - 115) 0. 70 (0~25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7ClOX 
10/03-10/04/00 DLC7C110 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003ll9 

MS Run# ....... : 0274040 

(SO - 120) SWS46 6010B 
(SO - 120) 0.3S (0-25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C111 
10/03-10/04/00 DLC7C112 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(SO - 120) SWS46 6010B 
SWS46 6010B 

10/03-10/04/00 DLC7C113 
10/03-10/04/00 DLC7C114 (SO - 120) 0. 69 (0-25) 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(SO - 120) 
(SO - 120) 1.9 

SWS46 6010B 
(0-25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C115 
10/03-10/04/00 DLC7C116 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(SO - 120) ' · SWS46 6010B 
(SO- 120) O.OS (0-25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C117 
10/03-10/04/00 DLC7C11S 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

(SO - 120) SWS46 6010B 
(SO - 120) 1. 9 (0-25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C119 
10/03-10/04/00 DLC7Cl1A 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003ll9 

MS Run# ....... : 0274040 

(75 - 120) SWS46 6010B 
(75 - 120) 1.0 (0-25) SWS46 6010B 

Dilution Factor: 1 

10/03-10/04/00 DLC7C11C 
10/03-10/04/00 DLC7Cl1D 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : OJ3119 

MS Run# ....... : 0274040 

(Continued on next page) 

000339 

BOE-CS-016047 4 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 13:50 Date Received .. : 09/29/00 17:15 

PARAMETER 
Vanadium 

PERCENT 
RECOVERY 
102 
97 

RECOVERY 
LIMITS RPD 
(80 - 120) 
(80- 120) 3.2 

RPD 
LIMITS 

(0-25) 

METHOD 
SW846 6010B 
SW846 6010B 

PREPARATION
ANALYSIS DATE 
10/03-10/04/00 
10/03-10/04/00 

WORK 
ORDER # 
DLC7CllE 
DLC7CllF 

Dilution Factor: 1 

Analysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

Zinc 93 
92 

MS Run # ....... : 0274040 

(80 - 120) 
(80 - 120) 0.71 (0-·25) 

SW846 6010B 
SW846 6010B 

10/03-10/04/00 DLC7C11G 
10/03-10/04/00 DLC7C11H 

Dilution Factor: 1 

~~lysis Time .. : 19:09 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0274040 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

00034:0 

BOE-CS-0160475 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC7D10Q-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290370-024 
Date Sampled ... : 09/29/00 14:06 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0276467 
Dilution Factor: 1 
Instrument ID .. : G01 

Date Received .. : 
Analysis Date .. : 
Analysis Time .. : 
%Moisture ..... : 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS 
TPH (as Diesel) 118 (6o- - 130) 

116 (60 - 130) 

PERCENT 

SURROGATE RECOVERY 
Benzo(a)pyrene 93 

92 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

DLC7D10R-MSD 
09/29/00 17:15 MS Run# ....... : 0276249 
10/10/00 
07:27 
100 Analyst ID ..... : 356074 

RPD 
RPD LIMITS METHOD 

SW846 8015B 
1.8 (0-35) SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 
(60 - 130) 

00034i 

BOE-C6-0160476 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC7L10P-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290371-003 DLC7L10Q-MSD 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283113 

Prep Date ...... : 10/07/00 Analysis Date .. : 10/07/00 

Prep Batch# ... : 0283289 Analysis Time .. : 14:46 

Dilution Factor: 1 
Instrument ID .. : MSD 

%Moisture ..... : Analyst ID ..... : 004648 

PERCENT RECOVERY 

PARAMETER RECOVERY LIMITS 

Benzene 98 (70 - 140) 
95 (70 - 140) 

Chlorobenzene 93 (70 - 130) 
92 (70 - 130) 

1,1-Dichloroethene 102 (60 - 150) 
100 (60 - 150) 

Toluene 91 (70 - 130) 
91 (70 - 130) 

Trichloroethene 105 (70 - 130) 
103 (70 - 130) 

PERCENT 

SURROGATE RECOVERY 

Bromofluorobenzene 89 
89 

1,2-Dichloroethane-d4 102 
102 

Toluene-dB 93 
93 

NOTE (S): 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

RPD 

3.0 

0.52 

1.6 

0.0 

2.6 

000342 

RPD 
LIMITS METHOD 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

RECOVERY 
LIMITS 
(70 - 130) 
(70 - 130) 
(60 - 140) 
(60 - 140) 
(70 - 130) 
(70 - 130) 

BOE-CS-0160477 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 13:00 Date Received .. : 09/29/00 17:15 

PERCENT RECOVERY RPD PREPARATION- WORK 

PARAMETER RECOVERY LIMITS RPD LIMITS ~M~E~T~H~O~D ___________ ANALYSIS DATE ORDER # 

MS Lot-Sample#: EOI290370-021 Prep Batch# ... : 0274147 
Mercury 114 ( 80 - 120) SW846 7471A 

114 (80 - 120) 0. 0 (0-20) SW846 7471A 
Dilution Factor: 1 

Analysis Time .. : 16:50 Instrument ID .. : M04 

MS Run# ....... : 0274044 

NOTE (S) : 

Calculations are performed before rounding to a.void.round,off errors in calculated results. 

000343 

10/03/00 
10/03/00 

DLC7910Q 
DLC7910R 

Analyst ID ..... : 021088 

BOE-CS-0160478 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8A102-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290371-022 DLC8A103-MSD 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0283114 

Prep Date ...... : 10/08/00 Analysis Date .. : 10/08/00 
Prep Batch# ... : 0283291 Analysis Time .. : 15:22 
Dilution Factor: 1 
Instrument ID .. : MSD 

%Moisture ..... : Analyst ID ..... : 004648 

PERCENT RECOVERY RPD 
PARAMETER RECOVERY LIMITS RPD LIMITS METHOD 
Benzene 100 (70 - 140} SW846 8260B 

101 (70 - 140} 1.2 (0-30} SW846 8260B 
Chlorobenzene 91 (70 - 130} SW846 8260B 

91 (70 - 130} 0.15 (0-30} SW846 8260B 
1,1-Dichloroethene 102 (60 - 150} SW846 8260B 

105 (60 - 150} 2.8 (0-30} SW846 8260B 
Toluene 90 (70 - 130} SW846 8260B 

91 (70 - 130) 0.66 (0-30} SW846 8260B 
Trichloroethene 106 (70 - 130) SW846 8260B 

108 (70 - 130) 1.8 (0-30) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 87 (70 - 130) 

88 (70 - 130) 
1,2-Dichloroethane-d4 109 (60 - 140) 

104 (60 - 140) 
Toluene-dB 93 (70 - 130) 

91 (70 - 130) 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

00034:4 

BOE-CS-0160479 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

Client Lot# ... : EOI290371 
Date Sampled ... : 09/29/00 

PARAMETER 
PERCENT RECOVERY 
RECOVERY LIMITS 

TOTAL Metals 

Date Received .. : 09/29/00 17:25 

RPD 
RPD LIMITS ~M=E~T=H~O=D __________ _ 

MS Lot-Sample #: 
Mercury 112 

EOI290371-025 Prep Batch# ... : 0276423 
(80 - 120) SW846 7471A 

167 N,* (80 - 120) 39 (0-20) SW846 7471A 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

10/03/00 
10/03/00 

DLC8E10P 
DLC8E10Q 

Dilution Factor: 1 

Analysis Time .. : 17:47 

MS Run #- ••••••• : 0276213 

Instrument ID .. : M04 Analyst ID ..... : 021088 

NOTE (S) : 
Calculations are performed before rounding to ayoid _round:off errors in calculated results. 

N Spiked analyte recovery is outside stated control limits. 

• Relative percent difference (RPD) is outside St<\t~d control limits. 

00034:5 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 

Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

PERCENT RECOVERY RPD PREPARATION- WORK 

PARAMETER RECOVERY LIMITS RPD LIMITS METHOD ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOI290371-031 Prep Batch # ... : 0276395 
Aluminum 

Arsenic 

Antimony 

Barium 

Cadmium 

Chromium 

Beryllium 

NC 
NC 

89 
89 

29 N 
26 N 

100 
99 

92 
92 

108 
100 

100 
101 

(80 - 120) SW846 6010B 10/02-10/04/00 DLC8L11F 
(80 - 120) (0-25) SW846 6010B 10/02-10/04/00 DLC8L11G 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(75 - 115) SW846 6010B 
(75_- ;1._15) 0.46 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L11H 
10/02-10/04/00 DLC8L11J 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(75 - 115) 
(75 - 115) 9.7 

SW846 6010B 
(0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L11K 
10/02-10/04/00 DLC8L11L 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80 - 120) 0. 73 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L11M 
10/02-10/04/00 DLC8L11N 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80 - 120) 0. 56 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L11P 
10/02-10/04/00 DLC8L11Q 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(85 - 120) SW846 6010B 
(85 - 120) 3.4 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L11R 
10/02-10/04/00 DLC8L11T 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) 
(80 - 120) 1.3 

SW846 6010B 
(0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L10P 
10/02-10/04/00 DLC8L10Q 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

(Continued on next page) 

00034::6 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 Matrix ......... : SOLID 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

PARAMETER 
Lead 

Selenium 

Silver 

'obalt 

Copper 

Molybdenum 

Nickel 

Thallium 

PERCENT 
RECOVERY 
93 
94 

84 
84 

92 
91 

96 
101 

102 
104 

91 
91 

98 
100 

93 
93 

RECOVERY RPD 
LIMITS RPD LIMITS 
( 8 0 - 12 0) 
(80 - 120) 0.98 (0-25) 

METHOD 
SW846 6010B 
SW846 6010B 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8L10R 
10/02-10/04/00 DLC8L10T 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(70 - 115) SW846 6010B 
(70 - 115) 0.24 (0~25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L10U 
10/02-10/04/00 DLC8L10V 

Apalysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80- 120) 1.7 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L10W 
10/02-10/04/00 DLC8L10X 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

(80 - 120) SW846 6010B 
(80- 120) 4.4 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L110 
10/02-10/04/00 DLC8L111 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80 - 120) 1.3 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L112 
10/02-10/04/00 DLC8L113 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80 - 120) 0. 22 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L114 
10/02-10/04/00 DLC8L115 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(80 - 120) SW846 6010B 
(80 - 120) 1. 7 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L116 
10/02-10/04/00 DLC8L117 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

(75 - 120) SW846 6010B 
(75 - 120) 0.12 (0-25) SW846 6010B 

Dilution Factor: 1 

10/02-10/04/00 DLC8L118 
10/02-10/04/00 DLC8Ll19 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run # ....... : 0276214 

(Continued on next page) 

000347 

BOE-CS-0160482 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot# ... : EOI290371 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 

PARAMETER 
Vanadium 

PERCENT 
RECOVERY 
100 
100 

RECOVERY 
LIMITS 
(80 - 120) 
(80 - 120) 

RPD 
RPD LIMITS 

0.30 (0-25) 

METHOD 
SW846 6010B 
SW846 6010B 

Matrix ......... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/02-10/04/00 DLC8L11A 
10/02-10/04/00 DLC8L11C 

Dilution Factor: 1 

Analysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

Zinc 98 
101 

MS Run# ....... : 0276214 

(80 - 120) 
(80 - 120) 1.4 ( 0-·25) 

SW846 6010B 
SW846 6010B 

10/02-10/04/00 DLC8L11D 
10/02-10/04/00 DLC8L11E 

Dilution Factor: 1 

Apalysis Time .. : 03:31 Instrument ID .. : MOl Analyst ID ..... : 003119 

MS Run# ....... : 0276214 

NOTE (S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

000.148 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8L11U-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290371-031 DLC8Ll1V-MSD 

Date Sampled ... : 09/29/00 
Prep Date ...... : 10/02/00 
Prep Batch# ... : 0278277 
Dilution Factor: 1 
Instrument ID .. : G16 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S) : 

Date Received .. : 09/29/00 17:25 MS Run# ....... : 0278132 
Analysis Date .. : 10/03/00 
Analysis Time .. : 10:38 
%Moisture ..... : Analyst ID ..... : 001464 

PERCENT RECOVERY RPD 
RECOVERY LIMITS RPD LIMITS METHOD 
117 (80 - 140) SWB46 8015B 

119 (80 - 140) 2.0 (0-40) SW846 8015B 

PERCENT RECOVERY 
RECOVERY LIMITS 
102 (60 - 130) 

104 (60 - 130) 

::alculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000349 

BOE-CS-0160484 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC8M102-MS Matrix ......... : SOLID 

MS Lot-Sample #: EOI290371-032 DLC8M103-MSD 
Date Sampled ... : 09/29/00 Date Received .. : 09/29/00 17:25 MS Run# ....... : 0284285 

Prep Date ...... : 10/09/00 Analysis Date .. : 10/09/00 
Prep Batch# ... : 0284487 Analysis Time .. : 15:14 
Dilution Factor: 1 
Instrument ID .. : MSD 

%Moisture ..... : Analyst ID ..... : 004648 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS 
Benzene 92 (70 - 140) 

94 (70 - 140) 
Chlorobenzene 94 (70 - 130) 

97 (70 - 130) 
1,1-Dichloroethene -. 94 (60 - 150) 

97 (60 - 150) 
Toluene 92 (70 - 130) 

96 (70 - 130) 
Trichloroethene 98 (70 - 130) 

102 (70 - 130) 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 93 

92 
1,2-Dichloroethane-d4 97 

94 
Toluene-dB 95 

94 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denores control parameters 

RPD 
RPD LIMITS METHOD 

SW846 8260B 
2.3 (0-30) SW846 8260B 

SW846 8260B 
2.9 (0-30) SW846 8260B 

SW846 8260B 
3.8 (0-30) SW846 8260B 

SW846 8260B 
4.5 (0-30) SW846 8260B 

SW846 8260B 
3.9 (0-30) SW846 8260B 

RECOVERY 
LIMITS 
(70 - l30) 
(70 - 130) 
(60 - 140) 
(60 - 140) 
(70 - 130) 
(70 - 130) 

BOE-CS-0160485 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Volatiles 

Client Lot# ... : EOI290371 Work Order# ... : DLC9610P-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOI290371-044 DLC9610Q-MSD 
Date Sampled ... : 09/29/00 
Prep Date ...... : 10/03/00 
Prep Batch# ... : 0279501 
Dilution Factor: 1 
Instrument ID .. : G16 

PARAMETER 
TPH (as Gasoline) 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

NOTE (S) : 

Date Received .. : 09/29/00 17:25 MS Run# ....... : 0279228 
Analysis Date .. : 10/03/00 
Analysis Time .. : 17:19 
%Moisture ..... : Analyst ID ..... : 001464 

PERCENT RECOVERY RPD 
RECOVERY LIMITS RPD LIMITS METHOD 
123 (80 - 140) SW846 801SB 
120 (80 - 140) 2.8 (0-40) SW846 8015B 

PERCENT RECOVERY 
RECOVERY LIMITS 
106 (60 - 130) 

106 (60 - 130) 

Calculations are performed before rounding to avoid round-off errors in calculated results, 

Bold print denotes control parameters 

000351. 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot# ... : EOI290371 ·Work Order# ... : DLFGE122-MS Matrix ......... : SOLID 
MS Lot-Sample #: EOJ030150-001 DLFGE123-MSD 
Date Sampled ... : 10/02/00 Date Received .. : 10/02/00 17:00 MS Run# ....... : 0285238 
Prep Date ...... : 10/11/00 
Prep Batch# ... : 0285495 
Dilution Factor: 1 
Instrument ID .. : MSD 

PARAMETER 
Benzene 

Chlorobenzene 

1,1-Dichloroethene 

Toluene 

Trichloroethene 

SURROGATE 
Bromofluorobenzene 

1,2-Dichloroethane-d4 

Toluene-dB 

NOTE(S): 

Analysis Date .. : 
Analysis Time .. : 
% Moisture ..... : 

PERCENT RECOVERY 
RECOVERY LIMITS 
90 (70 - 140) 
90 (70 - 140) 
92 (70 - 130) 
92 (70 - 130) 
87 (60 - 150) 
87 (60 - 150) 
90 (70 - 130) 
89 (70 - 130) 
99 (70 - 130) 
98 (70 - 130) 

PERCENT 
RECOVERY 
89 
91 
94 
93 
91 
93 

10/11/00 
03:41 
100 

RPD 

0.11 

0.58 

0.20 

1.0 

0.65 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

000352 

Analyst ID ..... : 004648 

RPD 
LIMITS METHOD 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

SW846 8260B 
(0-30) SW846 8260B 

RECOVERY 
LIMITS 
( 70 - 130) 
(70 - 130) 
(60 - 140) 
(60 - 140) 
(70 - 130) 
(70 - 130) 

BOE-CS-0160487 


